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ISUMMARY
This thesis describes the adaptation of a Jarrell-Ash 
82-529 atomic absorption/atomic emission spectrometer to 
obtain the maximum atomic fluorescence signal-to-noise 
ratio at the instrument readout that was possible within a 
relatively small budget„ A detailed study of the inter­
ference effects of matrix elements on the determination of 
tin, arsenic and aluminium in steel is reported.,
The work has.shown that the technique of atomic 
fluorescence flame spectroscopy can be successfully applied 
to steel analysis in the same way that flame atomic absorption 
can be utilised. However atomic fluorescence can be more 
sensitive than atomic absorption when proper attention is 
given to the improvement of signal-to-noise ratios0
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CHAPTPJR ONE
GENERAL INTRODUCTION
1.1. The flame spectroscopic techniques
Of the three flame spectroscopic techniques for the deter­
mination of traces of elements atomic fluorescence flame spectro­
metry is the youngest and least developed as an analytical tool.
1 2  3The first atomic fluorescence papers appeared in 1964 9 9 • The
use of atomic emission flame spectrometry dates back to the
classical period in science while atomic absorption was proposed
4
as an analytical method in 1955 • With the introduction of 
atomic absorption the analytical applications of atomic emission 
declined, mainly because atomic absorption suffers less from 
interference problems.
In all three techniques a solution of the element is sprayed 
into the flame as a fine mist. The high temperature of the flame 
(2000 to 3000 c) causes the solvent to evaporate and the metal 
compounds to dissociate, mainly into ground state atoms. In 
atomic emission the flame then has sufficient thermal energy to 
enable a small proportion of the ground state atoms to absorb 
heat energy. This extra energy, by promoting electrons to a 
higher energy level, produces a population of excited state atoms. 
Each atom then reverts to the ground state by loss of a photon of 
light of wavelength corresponding to the energy difference between 
the ground state and the excited state of the element concerned. 
The intensity of the light emitted is proportional to the concen­
tration of element in the original solution. Therefore, by
I
2measuring "the intensity of light emitted from the flame when 
aspirating solutions of known concentration, a calibration 
curve can be constructed and quantitative measurements on 
unknown solutions can be made. The wavelength of the light 
emitted can enable qualitative information to be obtained.
In atomic absorption and atomic fluorescence the excitation
energy is not the thermal energy of the flame, instead energy of
the appropriate wavelength is absorbed from a light source. In
atomic absorption the detection system views the source directly
and the amount of light absorbed from the light beam by the atoms
in the flame can therefore be measured in terms of absorbance.
Where absorbance, A = lg 100 the absorbance is
10b - % absorption
proportional to the concentration of ground state atoms present 
in the flame•
In atomic fluorescence the light from the source is focused 
onto the flame at 90° to the flame-detector axis. The source 
light is not therefore viewed by the detection system. The same 
absorption process takes place as in atomic absorption but the 
reduction in light intensity is not measured. Instead the 
intensity of the emitted light is measured. This emitted radia­
tion, called fluorescence, is a result of the excited state atoms 
reverting to the lower ground state, i.e. essentially the same 
process as in atomic emission except that the source of excitation 
energy is different-
The three techniques are roughly complementary in the range 
of elements to which they can be applied. For instance atomic 
emission has a high sensitivity for sodium and potassium while
3atomic fluorescence is more sensitive for cadmium and zinc.
Atomic absorption and atomic fluorescence are both virtually 
free of spectral interferences whereas atomic emission is limited 
by this type of interference. The range of application of the 
absorption and fluorescence techniques is very wide but any 
possible advantages of either one over the other have not yet 
been proven conclusively.
9
1*2 The potential of atomic fluorescence
Atomic fluorescence spectrometry has some potential advan­
tages over atomic absorption spectrometry. One such advantage 
is the possibility of increased sensitivity owing to the direct 
proportionality of the intensity of fluorescence radiation to 
the intensity of the light source* Another advantage is the 
greater linear range of fluorescence intensity vs concentration 
curves shown by some elements. Winefordner and Elser and 
Kirkbright and West^ have discussed these and other considerations. 
The long linear range and high sensitivity in atomic fluorescence 
depends on the optimisation of two basic factors, the fluorescence 
signal and the noise associated with that signal. The signal-to-
noise ratio must be maximised.
7
Winefordner et al develop in detail the theory of atomic 
fluorescence and produce a series of generalizations based on 
expressions for the intensity or radiance of the atomic fluor­
escence signal from the flame. Those generalizations applying 
to conventional flame atomic fluorescence are reproduced in
appendix I. The radiance expressions indicate that the inten­
sity of the atomic fluorescence signal depends on the concentra­
tion of the element, intensity of the source, the solid angle of 
radiation collected from the source to focus on the flame, the 
power yield of fluorescence, i.e. the ratio (Yp) of fluoresced 
radiant flux to absorbed radiant flux, and the solid angle of 
fluorescence radiation collected by the detection system. To 
maximise these factors a well-designed optical arrangement 
around the flame is necessary and the flame itself must be 
chosen to give a maximum value for Yp*
The noise associated with the fluorescence signal is prim­
arily due to flame gas reactions which produce random fluctua­
tions in the light emitted from the flame. Other factors that 
contribute to the noise are; fluctuations in the intensity of
the light source, and electronic noise which is due mainly to
the thermal motions of electrons in the detection system, i.e. 
the photomultiplier tube and electronic amplification stages.
Assuming that the signal has been maximised using the appro­
priate optics and flame, the signal to noise ratio can be
further improved by choosing a detection system which is capable 
of amplifying the signal more than the noise, i.e. theomplifier 
must be able to discriminate between the signal and the noise 
and then amplify the signal preferentially, thus improving the 
signal to noise ratio.
This thesis describes the adaptation of a Jarrell-Ash atomic 
absorption/atomic emission flame spectrometer to obtain the
5maximum fluorescence signal-to-noise ratio that was possible 
within a relatively small budget. The instrument that 
resulted was then used to evaluate atomic fluorescence as a 
technique for the analysis of trace concentrations of various 
metals in steels.
1.3 Matrix effects in atomic fluorescence
Q
Scholes has reviewed the analysis of a number of metals 
in steel by atomic absorption. He has shown that most metals 
which occur in amounts above 0.1$ are, in generalf readily 
determinable by the technique. However, the difficulty in 
achieving adequate sensitivity has rendered the technique 
unsatisfactory for trace element analysis below 0.1 fo f without 
a prior concentration stage being incorporated into the proced­
ure. The aim of the work described in this thesis was to 
determine whether or not flame atomic fluorescence, with a 
microwave electrodeless discharge tube as source, does in 
practice have any real advantages over atomic absorption.
The two main areas of interest were the sensitivity of the 
atomic fluorescence method and the effect of the steel matrix 
on the atomic fluorescence signals.
The interference effects encountered in atomic fluorescence 
have not yet been studied in detail for many particular matrices, 
although most of the early work on the atomic fluorescence of 
the elements was accompanied by preliminary investigations of 
the effect of a range of trace metals on the fluorescence
6signals. Some examples of such studies are: Tin ; Molybdenum,
1 0  1 1  1 2  Titanium, Vanadium and Zirconium ; Arsenic ; Manganese ;
Bismuth‘S; Lead‘d ; Beryllium‘S; Silicon^ and Grold^ *^ . The
best reported detection limits have usually been obtained using
the relatively cool air-hydrogen, argon-hydrogen and argon-
oxygen-hydrogen flames where the power yield of fluorescence is
18high. However, Browner and Manning have pointed out that
practical analyses may require the use of higher temperature
flames (e.g. Air-Acetylene) which often give more efficient
atomization and fewer interferences. Note also that the large
number of interelement effects found in cool flames also occur
19
m  atomic absorption • These considerations of interferences 
and choice of flame are highlighted by the work described in 
this thesis.
9
CHAPTER TWO 7
Instrumentation
201o Introduction
The basic components of an instrument for making atomic 
spectroscopic measurements are an atom cell, a monochromator, and 
a photographic detection system or photomultiplier tube and 
amplifier with chart readoutD In atomic absorption and fluorescence 
there is the additional requirement of a source of radiation which 
can either be a line source or a continuum source„ Over the
past ten to fifteen years the most widely used form of instrumentation 
in atomic emission, absorption and. fluorescence has been composed 
of a flame as the atom cell, a monochromator and a photomultiplier 
tube and amplifier„ The hollow cathode discharge lamp has been 
the best line source for atomic absorption and the microwave 
excited electrodeless discharge lamp has been the most used line 
source for atomic fluorescenceo
fluorescence which are at least one order of magnitude inferior 
to those obtained with line sources especially in the ultraviolet
source has been the 150 or ApO watt high-pressure xenon arc lamp
conjunction with double modulation atomic fluorescence spectrometry„ 
Double modulation has been used in atomic absorption with a continuum
2k
source «, Wavelength modulation together with a continuum source
Continuum sources have given limits of detection by atomic
region of the spectrum 2 0 - 2 2 The principle type of continuum
although more watt xenon arc has been used in
25has also been employed m  atomic absorption 0 A variable wavelength
line source has been obtained by using a xenon arc lamp and a
grating monochromator in series with a piezoelectric scanning
interferometer » The dye laser, a quasi-continuum source, is 
able to give atomic fluorescence detection limits equal to or
2 6
better than those obtained with electrodeless discharge lamps
29l-flame cells„ A laser
30
27,28  
both with flame and non-f «,  has also been
used in atomic absorption'
Hollow cathode lamps as well as being used extensively 
in atomic absorption have also been employed for atomic fluorescence 
measurements„ The types of high intensity lamps available are
31 - 3 8 39-41
the hollow cathode v/ith pulsed or intermittent
operation and the hollow cathode with direct current or high
4 5 , 4 6 f .
frequency (i0e0 microwave) boosted output«, A further
improvement in the use of hollow cathode lamps has been the
47-50
development of the demountable cathode 0 A number of workers
have used pulsed and/or boosted hollow cathode lamps for atomic 
fluorescence measurements ^
In atomic fluorescence there is the possibility of 
dispensing with the monochromator because atoms in the atom cell
6,59
act as their own monochromator , ioe. unwanted radiation from
the source e0g0 non-resonance line emission, at wavelengths close 
to that of the fluorescence emission, is transmitted by the atom 
cell and not detected,,
In contrast, in atomic absorption in order to provide for 
high sensitivity and linear calibration curves, it is necessary to 
exclude this unwanted, radiation from the detector by use of a 
narrow spectral band-pass monochromator or sophisticated selective 
modulation techniques„ Simultaneous multi-element analyses
2 7 * 6 0 - 6 8
have been performed on non-dispersive instruments by fluorescence0
Such instruments can be successfully applied to those elements
61
xvhich can be determined in the air-acetylene or nitrous oxide- 
62
acetylene flames and which have their sensitive wavelengths
below 300 nm„ The wavelength limitation is due to the use of the 
Hamamatsu R1 66 solar blind photomultiplier tube which has its peak 
response between 200 and 300 nm. This tube is used to improve 
signal-to-noise ratios because its low response in the visible 
region reduces flame noise originating above 300 nm. Multi­
channel systems have also been built for atomic absorption
67
measurements » These instruments use either resonance mono-
67*69 / . ^7
chromators and/or selective modulation techniques rather
than an optical monochromatorc The absorption and fluorescence 
multichannel instruments have all used hollow cathode lamps in 
one form or other although some non-dispersive fluorescence instru­
ments have employed single or multi-element electrodeless discharge 
lamps (A further discussion concerning multielement analysis is 
given in Chapter Six) <,
Non flame devices are rapidly becoming accepted as atom 
cells which are convenient alternatives to the flame. Among
these devices are the carbon rod ^  Massmann furnace
96,97 98-100 101
L ’vov furnace , tantalum strip , platinum loop ,
10 2 - 10 6
various other variations of the heated graphite rod or tube
1 0 7 , 1 0 8
hollow cathode excitation , and various special methods for
155-157 109particular elements. ICirkbright has reviewed the application
of non-flame atom cells in atomic absorption and atomic fluorescence
1 1 0
spectroscopy0 Aldous et al describe a computer-controlled 
instrument for the measurement of transient atom populations such 
as those produced by non-flame atomization systems0 The 
development of non-flame atom cells has shown them to possess 
capabilities complementary to those of flame cells, High 
absolute sensitivity is attainable which permits very small solid 
or liquid samples to be examined by atomic absorption and 
fluorescenceo The low background emission obtainable in non­
flame cells is particularly useful for utilising the advantages of 
atomic fluorescence* The results for precision obtained with 
many non-flame devices are not as satisfactory as those obtainable 
with flame systems, however, it is the reproducibility of the 
sample transfer to the cell that may at present limit the 
precision attainable*
The instrument described in this chapter was designed to 
bring together a number of features reported in the literature 
which have been said to improve the signal-to-noise ratio and 
hence the precision and detection limits of atomic fluorescence 
measurements0 This work was restricted to the use of the flame 
as atom cell and the microwave excited electrodeless discharge 
lamp as source because the limited budget available ruled out the 
possibility of a non-flame cell or the use of other sources such 
as the boosted hollow cathode lamps» A Jarrell-Ash Maximum 
Versatility atomic absorption/atomic emission spectrometer (model 
82-529) was availableo This is a fairly typical flame spectro­
meter and the optical bench, -g--m Ebert grating monochromator, 
photomultiplier tube and associated power supply and the gas 
handling arrangements were all retained for use in atomic 
fluorescenceo This chapter firstly gives a brief review of 
signal-to-noise ratio theory» This reveals the parameters which 
affect the signal-to-noise ratio at the instrument readout* 
Secondly a description is given of that experimental work which 
was aimed at optimising those important parameters which are under 
the investigator's control*
2 =2 = Signal-to-noise ratio theory
The importance of maximising the signal-to-noise ratio, 
SNR, rather than just the signal has been emphasised in the
10
7,59,111-114literature of atomic fluorescence a large number of times
59 . 111Jenkins and Winefordner et al« have derived expressions 
for calculating limits of detection using signal-to-noise ratio
theory° Similar derivations have been reported for atomic
• • 1 15 , i , ■ 11 6emission and absorption0
11
2o201o The Signal
The average photodetector signal current ip due to
atomic fluorescence of the analyte (assuming the atomic fluorescence
line half width is considerably less than the spectral bandpass
111
of the monochromator; is given by ;
ip = mWK#B (1)JT i
where m is a factor that accounts for the light loss when a 
mechanical chopper is used (m equals Cub for most choppers and 
1o0 if no chopper is used), W is the monochromator slit width (cm),
K is the optics factor (cm sr) (K = HT^ where H = illuminated 
height of the slit, T„ = transmission factor of the optical system 
and = ef fective solid angle of light collected by the mono­
chromator) ,^  is the radiant sensitivity of the photodetector
—*1 —2 —1(A watt"" ) and EL, is the radiance (watt cm” sr” ) of fluorescence«,
u
The magnitude of E^, is related to the atomic absorption 
coefficient K (continuum source) or the average absorption 
coefficient K (line source) in the manner shown in appendix I„
These absorption coefficients are linearly related to the atomic 
concentration of N atoms in the flame gases by fundamental 
equations that are quoted and discussed in most textbooks on
7 97 117flame atomic absorption and atomic fluorescence spectroscopy
_3
N is related to the sample solution concentration, Co.mole cm , ' 
o
by N = (6 x 10^) F6 ^Cogo cra^ sec”  ^ (2)
o-t ef h
where F is the solution transport rate, £, is the aspiration efficiency
j is the atomisation efficiency, Z^is the electronic partition
function, ef is the flame expansion factor and is the flow
3 —1
rate of gases into the flame (era sec )= Q^e-pis the burnt gas 
3 -1flow rate in cm sec 0 Z^  is defined by: 
s E%+. = *> Si exp J± , where the g*s are the statistical 
\ kT
weights of the ground (o) and excited (i) state, is the 
excitation energy for state i, k is the Boltzmann constant, and 
T is the flame temperature (K) <>
2U202<, The noise
A0 Noise type
Noise is defined as any undesirable fluctuation in the 
readout signal of an instrumental system such as drift and 
random noises., The components that constitute the total noise 
of the readout (chart recorder, meter etc0) of a flame atomic 
fluorescence instrument fall into four main categories<>
Sdurce Noise
Drift and random fluctuations in source radiance may be 
due to power supply instability lamp ageing, etc„
Flame Noise
This depends upon the flame and burner type, the spectral 
region observed and the position in the flame observed., Laminar 
premixed flames are less noisy than turbulent flames produced on 
total consumption burners. The principle causes of flame noise 
are convection turbulence of the flame gases, scattering of 
light from solvent droplets or unevaporated solute particles, 
fluctuations in the aspiration process and variations in flame 
background emission«,
Detector Noise
Photode'tector noise, mainly dark current shot noise, is
12
attributable to the fundamental quantum nature of electrons and 
photons and is often the fundamental limiting noise when other 
noise sources have been reduced or eliminated,, The rms shot
noise current of a photomultiplier tube is given
3  iD = (2eBMAfia d  (3)
where e is the charge on the electron, M is the total multi­
plication factor of the tube, B is a constant ( £3 1*3 for most 
tubes), A f is the noise bandwidth of the system and i& 
is the total phototube anode current due to photoemission and 
thermal emission (dark current) 0 It can be seen from equation (3) 
that shot noise increases as the square root of the detector current0 
Amplifier-readout noise
Electronic noise in modern instrumentation is usually 
insignificant compared to other noise sources* Possible sources 
of noise include Johnson noise (also called Nyquist or thermal 
noise) in the phototube load resistor and flicker noise in the 
transistors* Electronic noise is independent of any variable 
before the electronics,,
Be Noise Amplitude
The amplitude of noise is not always constant over the
full frequency range from very low to very high frequencies.,
The frequency distribution is usually c&hracterised by a noise-
po\^ er spectrum (watt Hz” ) rather than in terms of wave forms
(e„g0 doCo, sine wave etc0) because, being inherently random, noise
has no periodic character so that a noise waveform is meaningless*
Two basic types of noise are each characterised by the appearance
of the power spectrum* For WHITE noise a flat power spectrum
is found (Fig* 2„h) „ The power density is independent of
frequency* Examples of white noise are shot noise in photo­
multiplier tubes and Johnson noise caused by the random movements
of electrons in a resistor. Johnson noise is governed by the
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relationship:
E = (4RkTAf)"^ : W
where E is the rms noise voltage contained in a bandwidth
produced in a resistance R, k is the Boltzmann constant and T is
the resistor temperature (K)„ The noise power, which is proportional
to rms voltage, increases as the square root of both the observed
bandwidth and magnitude of the resistance«
FLICKER noise has a spectrum in which the power is
approximately proportional to the reciprocal of the frequency«,
It is often called 1/f (one-over f) noise and has the power spectrum
shewn in Fig® 2*2,, Source noise and flame noise exhibit strong
1/f noiseo Noise expressions for flame background have been
1 1 1 ,1 1 5 , 1 1 6
given in relative terms where the rms noise current: due to a
flame,
where i^  = photoanodic current due to flame background,,
/if = bandwidth of amplifier-readout system,, ^  = the relative flame
±flicker factor in(sec^2 i0e„ the ratio of the rms noise fluctuation
signal, due to the flame background intensity, to the signal due
to the flame background at a 1 Hz bandwidth„ A similar
expression is usually applied to source intensity fluctuations®
This type of equation is then used when theoretical estimations
111
of signal-to-noise ratio are made „
C„ The relative contribution of the various noise sources 
to the total noise 
The noise at the readout is a result of the total effect 
of the various noises discussed above® The different types of 
noise combine in tv/o ways: offsets and drifts add linearly and
7,111
algebraically; Independent random noises add quadratically i„e„
Zi* = (6 )
where A • is the total rms current noise and the A 1 are theU 1 **ln
14-
individual rras current noises due to each of the various noise 
sources.
The relative contribution of the various noise sources 
can be evaluated by varying monochromator slit width or 
height to change the radiant flux reaching the detector„ Source
noise is a constant fraction of the total source radiance and thus 
its noise contribution to the output noise increases linearly with
iHe
the radiant flux reaching ^detector,. However the signal-to-noise
ratio increases with source radiance and finally levels off when 
scattering noise becomes dominant (cf the laser studies carried out 
by Winefordner and co-workers which are discussed in appendix I)e
7,111
The monochromator slit width exhibits an optimum value ,
The signal-to-noise ratio is reduced at small slit widths by
the dominance of detector noise and electronics noise and at large-
slit widths by flame background flicker noise.
It is noteworthy that in flame atomic fluorescence
59the major source of noise is from the flame while in flame
atomic absorption the major source of noise is source flicker 
2 0 ,1 1 6 , 1 1 8
noise with a contribution from shot and flame noise„
This fundamental difference arises because the source is observed
directly in atomic absorption and not in atomic fluorescence= Thus,
provided that high radiance sources are used, near the limit of
defection the ratio of atomic absorption noise to atomic fluorescence
*
noise may exceed the sane ratio of their signals «, Consequently 
atomic fluorescence detection limits can be superior particularly 
where the fluorescence can be collected over a large solid angleo 
Detection limits in atomic emission are also often superior to 
atomic absorption ','or the sane reason although of course there is 
no contribution from source noise in this caseD
7,20,118
* It lias been predicted that atomic absorption will always
give greater signals than either atomic fluorescence or atomic emission«
15
2 02 o «^ The signal-to-noise ratio
If analytical expressions for i^ , (equation 1) and 
A  . (equation 6) could he obtained, then the optimal value of 
any experimental parameter could be foundc No theoretical 
analytical expressions are' known for source and flame flicker 
noiseo Therefore it is not possible to predict theoretically 
the conditions for maximisation of SNR without first having to 
estimate the magnitude of a large number of parameterso However
n . . 59.»111*11U-116*119
some calculations of this nature have been reported
The effect of each important experimental parameter on 
the SNR is usually determined empiricallyo This optimisation 
of parameters was the main object of the work presented in this 
chapter (Section 203°)°
Zo20k0 Detection Limit
The precision of analytical flame fluorescence measure­
ments is limited by random noise particularly when measuring 
signals near the limit of detection„ Statistical methods may 
be used to evaluate the effect of random noise on analytical 
precision in the folloitfing ways:
A Standard deviation
The rms noise is the standard deviation of theB
difference betwern the two noisy signals i (sample) and i,
S  D
(blank) where S is analytical signal: S = i - i^o 
can be shown to be:
u s
<re  = ( a i s 2/Ns  + A i > b ^  ™
where A  i and Ai, are the rms noises on the two signals and N 
s b s
and N^ are the number of measurements of ig and i^ respectively- 
Normally N = = N, and therefore
11
B Relative standard deviation
The Relative Standard Deviation, RSD, of a series of 
successive readings of S is given by:
RSD = 100 (9)
S
For large sample concentrations i i^ also, in atomic fluor­
escence, the most important sources of noise increase in amplitude 
with the analytical signal and thus^ sample
concentrations, therefore:
RSD = 100/ M r
~ W s do)
At low sample concentrations i ft i, and A  i = A  i, = A  i
s b s b
therefore:
RSD = 100 -72 A i  = 141 2T- (11)
s - W T 1
The smallest analytical signal, s^that can be measured with a
given maximum RSD can be found from equation (9) or iib. two
special cases (equations 10 and 11):
St =100 (Ai 2 + A i.2)/lJ  ^ 02)
L s *> J
C Detection Limit
The smallest detectable signal that can be measured with 
a given level of confidence is derived from small sample statistical 
theory by the use of the 1 student t* statistic <, This statistic 
is defined, as the ratio of the smallest detectable difference 
between two means to the standard deviation of those differences, i0e.
 ^~ ~ ^b^m = Sm (13)
where S is the minimum detectable So The value of t is 
m
available in tables and is a function of the number of degrees 
of freedom (equal to 2:N~ 2 ) and the required confidence level•
18
Combining equations 8 and 13 then:
S = t = t ( 6  i 2 + A  iK2)^ 
m  5 , - b - (^)
N
In general S is small so that i CC i, and A  i = A  i, = A  . 
® m s b s b ^ i
so that
S = /2t A  , 
m l
’ '5? (15)
The sample concentration giving a signal equal to S is called
m
the Detection limit.
Once the various experimental parameters have been
optimized the limiting detectable atomic concentration can be estimated 
111
theoretically by combining equations (1*f) and (1). Equation 2
will give the sample concentration at the limit of detection..
A confidence level of 9 9 and a value ofpr of 6 results
12 0
in a signal-to-noise ratio of 2 at the detection limit
This was the experimental criterion most used in this thesis. The
criterion of that concentration which corresponds to twice the
standard deviation on a measurement near the detection limit was
found experimentally to give equivalent results (see chapter
five section 5 °A-.2 .)
2.2o5« Analytical Curves
The practice of analytical atomic spectroscopy relies
entirely on obtaining experimental curves of analytical signal vs
element concentration or ig (signal) vs fig (concentration) using
standard samples. From these analytical curves the concentrations
of unknown samples are interpolated. It is clear that the same
parameters which have been discussed in section 2 .2 .1 . also govern
the shape of analytical curves. The lack of detailed theoretical
expressions concerning a number of these parameters restricts the
prediction of the shape of analytical curves to a semiquantitative
121
level. Svoboda, Browner and Winefordner- give a definitive
•treatment of the theoretical prediction of the shapes of analytical
curveso There are a number of other publications on the same 
1 22"" 1 25
subject o In this thesis the theoretical basis of the
shape of analytical curves is summarised in appendix I*
Referring to equation (2), if the aspiration efficiency ^ 
and the atomization efficiency do not vary with sample
concentration, Co, NQ will vary directly with Co0 In that case 
the experimental analytical curve should be the same shape as 
the theoretical curve shown in Fig0 A1„1 (appendix I)„ Unfortunately 
^ p  decreases significantly both at very low concentrations (because 
of changes in degree of ionization) and at high concentrations 
(because of reduced solution transport rate, increased solute 
vaporization interference and decreased aspirator yield^
2<>3o Optimisation of experimental parameters that affect the atomic 
fluorescence signal-to-noise ratio at the readout
The signal-to-noise ratio theory highlights the important 
experimental parameters that can be optimised in order that atomic 
fluorescence measurements can be made with maximal precision 
and sensitivity., The detected signal can be optimised by
a) maximising the source radiance incident on the flame;
b) choosing optimal flame parameters to minimise quenching and 
maximise the atomic population in the flame; c) maximising 
fluorescence radiance collected by the detection system„ The 
noise at the instrument readout can be reduced by minimising
a) source intensity flicker variations and b) flame flicker and 
by employing signal processing techniques that will distinguish 
between the wanted signal and the noise, i0e0 sophisticated elect­
ronics need to be considered., All these considerations are 
discussed here under four main headings: 2.,3°1° Signal Processing
19
(Electronics), 2„3°20 The Source (Electrodeless discharge lamps), 
2„3°3= The Flame and 203=^0 The Optical Arrangement0
20
2»3o1» Signal Processing (Electronics)
113
Hieftje has reviewed the electronic techniques available 
for improving signal-to-noise ratios including filtering, 
narrow-band .amplifiers, lock-in amplifiers, signal averaging, 
boxcar integration and correlation techniques,, Correlation
126  127
techniques , and the lock-in amplifier have both been discussed
7in more detail„ The textbook by Winefordner et al„ gives a
similar review but also looks at photon counting, Fourier
1 28transform aid Hadamard spectrometry0 Flint gives ai account
of the detection and measurement of very low light levels= Photon
129
counting for spectrometry has been discussed by Lalmstat et al. 
1 3 0 - 1 3 2
and other workers and comparisons between photon counting
133 134
and lock-in or direct current amplification have been made.,
Photon counting instruments have been described for spectroscopic
a p p l i c a t i o n s T h e  photomultiplier tube (P.M.) still
possesses a definite signal-to-noise ratio advantage over other
1 3 8 - 1 4 0
transducers e.g. photodiodes especially when the dark
1 2& 141
current is reduced by controlled cooling , biasing
techniques and other precautions ^ „
Circuits and discussions have been presented for various
1 4 2 ,1 4 3
phase-sensitive detectors (p»SodJ both analog and
digital and for various forms of electronic integrator 
In particular a design for a lock-in amplifier (effectively 
an amplifier incorporating a p0s0d0) has been published by
142
Caspian and Stern
In the initial stages of the project described here some 
experiments were carried out with the atomic fluorescence of tin
in turbulent argon-hydrogen and. air-lrydrogen flames0 Poor 
signal-to-noise ratios (detection limits 10 ppm) were obtained 
which were partly attributable to the amplifier on the Jarrell- 
Ash instrument not being able to discriminate sufficiently 
between the very weak fluorescence signals and their associated 
noiseo When mirrors were placed around the flame to increase the
light incident upon the entrance slit of the monochromator no
improvement in signal-to-noise ratio was observed* Hofton 
150  ?151
and Hubbard , using the sane instrumentation, also found
that the use of mirrors and a lens did not improve the signal-to- 
noise ratio of bismuth atomic fluorescence* Other criticisms 
of the experimental arrangement were that the use of a total 
consumption burner increases the risk of scattered source
1 4 9
radiation (section 2 *3 =3 ° A premix flame is usually preferred
for atomic fluorescence studies) aid the Jarrell-Ash a*c*
tuned amplifier is designed to accept modulation frequencies
around 50 Hz and therefore very susceptible to mains bourne noise*
Further experiments showed that the Jarrell-Ash a* c *
amplifier gave an output when observing the radiation from a
doC* source-such as a d*c* operated electrodeless discharge lamp 
or the do a* background emission from the flame* This output was
in magnitude about 10% of the value obtained when measuring the
same dm. signals using the d*c = emission amplifier of the
instrument* It is clear that the amplifier would therefore
also be susceptible to respond to emission signals due to the
possible presence of strongly emitting matrix elements such as
sodium* Moreover, although this d*c* background could be
considered to be a blank signal, it v/as found by Hofton and 
150
Hubbard that the zero control on the Jarrell-Ash amplifier 
was not capable of completely backing off the background,
21
blank signalo A 10KjTLvariable resistor was incorporated
150,151into the zero control circuit to enable this ’backing
off1 to be effectively carried out at high P.M. voltages,
However this solution to the problem, whilst enabling measurements
to be made at high P.M., gains, was not satisfactory because any
drift in the d.c. background would give drift in the wanted
output thus leading to decreased measurement precision and inferior
detection limits, More sophisticated signal processing techniques
were necessary to overcome these problems.
The only real alternative was to build a lock-in amplifier
11+2
to the design by Caplan and Stern , The other alternatives
(Photon counting, signal averaging, etc0) were far too expensive
to consider. Particularly attractive features of the Caplan and
Stern design were that such an amplifier was inexpensive to
build (^  £10 0) and could be tuned to any signal frequency from
dcC, to 5 MHzo This latter facility gives the investigator the
option on a modulation frequency which avoids the regions of the
frequency spectrum where most flame noise is found. Moreover
a lock-in amplifier is specifically designed to give an output
due only to a.c, signals at the input which are a result of
the frequency of modulation. Background d.c, signals are blocked
completely and a,c, noise signals can be effectively filtered
to reduce their magnitude,
A discussion is given here concerning amplifiers,
electrical bandwidth, filtering and narrow-band, tuned amplifiers.
These subjects are integral with the qualitative understanding
of the operation of a lock-in amplifier,
A D«C, Amplifiers
An amplifier can be represented (Fig, 2,3a) by a triangle
with an input and an output. All amplifiers as such will amplify
22
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any signal whether a-c. or d=c. A d.c, signal would be the 
emission of resonance radiation by a thermally or radiationally 
excited atomic population in a flame or the absorption signal 
in a flame Observed when monitoring the output from a doC„ 
operated hollow cathode lampe With a doCo amplifier the doC* 
signal would be fed into the input, amplified and the doC„ 
output fed to a readout device such as a meter or potentiometric 
recordero However, there are two problems<> Firstly, there is 
drift due to low frequency variations in the output which are a 
result of slow change in the flame conditions (usually caused 
by temperature variations) and temperature dependent drifts in 
the electronics, monochromator etc- Secondly there is noise 
the sources of which have been discussed in section 202o2«> Thus 
a do Co amplifier gives a signal associated with drift and noise• 
Normally the output of the amplifier is filtered to remove aoC„ 
noise componentso
Consider the resistance-capacitance (R«,Co) combinations 
shown in Figo 20^ b0 For the low pass filter, eou .^i the voltage 
across the capacitor, decreases as the frequency increases 
i0e0 only low frequencies are passedo It can be shown that the 
upper cut-off frequency fUpper is given by:
f = 1  (16 )
uw er s m
This is simply the frequency at which the capacitors impedance 
(i0e0 a.Co resistance) is equal to Rc Low pass filters are 
used to filter out a»c. noise components., The degree to which 
the output loi-z-pass filter attenuates a0c0 signals is a function 
of the time constant T = RC (secso) calculated in ohms x faradSo 
The significance of the time constant is discussed later in 
relation to the output low pass filter used with the lock-in 
amplifier (section 2 o3 °1° C)«
2k
For the high pass filter (Fig„ 2.3b) th© voltage across
the resistor decreases as frequency decreases. This is because
as the frequency decreases, the capacitors impedance increases
and the fraction of e. found across R decreases. Therefore,in
only high frequency signals will pass unattenuated. Again, when 
the impedance of C = R this is the lower cut off frequency and
f, = '1 (17)
er 2tiRC
Hence with a high pass filter any d.c. component in the signal 
will not be passed by C and thus will not appear across R.
This type of filter is used in a.c. tuned amplifiers.
B Noise, modulation and a.c. tuned amplifiers
With a D.C. amplifier it is difficult to have more than 
one amplification stage because one stage would simply amplify 
the drift of the previous stage. An improvement in this situation 
can be brought about by coupling the amplifier to the photo­
multiplier tube (P.M.) via a capacitor (Fig. 2.3c). D.C. signals 
and drift signals are thus prevented from entering the amplifier. 
However the wanted signal must now be converted into an a.c. 
signal in order to pass the capacitor and be amplified. ' This is 
done by modulating the light producing the signal or by modulating 
the incoming d.c. signal. In atomic absorption and atomic 
fluorescence the former method is used (chopping of the source 
radiation ) while in flame emission the latter method is employed 
(chopping the radiation coming from the flame or electronically 
chopping the d.c. signal at the P.M. output). This type of 
amplifier is called an a.c. coupled amplifier. Normally the 
output of the amplifier being a.c. is rectified, i.e. converted 
back to d.c., and filtered to remove noise components.
Thus with an a.c. amplifier one can obtain a d.c. 
output proportional to the input voltage or current whether it
25
is initially a.c. or d*c*, the latter being subsequently chopped 
to produce an a*c* signal* The anode current from the P„Mo 
a*c* or d*c*, will develop a voltage, a.c, or d.c. across the 
P.M. load resistor (Fig* 2*3d)* If the signal is a.c. it 
will pass the capacitor, if it is d.c. it has to be electronically 
chopped before the capacitor* The a.c. signal is then amplified 
and the output voltage is measured across the amplifier load 
resistor f (Fig* 2e3d)o
The amplifier represented by the triangle in Fig* 2o3d 
could be any operational amplifier which uses valves, transistors 
or an integrated circuit** The main requirements for amplifiers
are gain stability and low noiseo The amplification of valves 
and transistors is not stable with age or environment (e*g* 
temperature) o Gain stability is obtained by the use of feedback,. 
V/ith feedback the gain of a particular amplification stage is 
lowered and the loss in gain pays for the stability* The 
feedback concerned here is called negative feedback and consists 
in feeding part of the signal from the output back to the input 
through the resistor Rp in Fig* 2*3©* Operational amplifiers 
and integrated circuit amplifiers are usually differential amplifiers 
with two inputs (marked + and - in Fig„ 2*3e, the non-inverting and 
inverting input respectively)* The term differential indicates 
that the amplifier amplifies the difference between the voltages
* The properties of semiconductors make it possible to produce an 
entire electronic circuit within one single crystal* Such an 
integrated circuit miniaturizes electronic networks and also reduces 
the number of individual components in complex electronic circuits* 
This is so because an entire integrated circuit car contain the
equivalent of tens or hundreds of transistors, resistors and 
capacitors but still represents only one component*
at its two inputs* The output voltage can be written as 
(Fig* 2*3e):
eout = A e^2 ~ e1^
The value of A, the gain without feedback (also called the open
loop gain) is typically in the range 2000 — s*. 50,000* In
the above circuit the non-inverting input is earthed i*e* no
1 52
signal is applied to it and therefore e~ = 0* It can be shown 
that because A is large:
eout = \ (19)
e. R
m  1
i*e* the voltage gain with feedback (in this case shunt, negative 
feedback) depends entirely on the two resistors R^  and R^o The 
required gain or amplification equals ° The values of R.
and R^ can be extremely stable if good quality components are 
used and hence the stability of the amplifier will also be high*
Even if the amplifier itself is not linear the feedback amplifier 
will have good linearity, provided A is large, because 
fluctuations in A do not affect the resulting gain* Noise 
which is part of the signal at the amplifier input is amplified 
by the same amount as the signal* Noise which is internally 
generated in the amplifier and appears at the output is reduced, 
by applying feedback, by the same amount that the gain is 
reduced* Thus feedback does not improve the SNR* However 
electronic noise in modern amplifiers is usually very small 
and moreover the property of feedback can be used to reduce 
noise, present with the signal, at the input*
As indicated in section 2*2*2* the dominating noise 
source in flame spectroscopy is due to flicker variations in 
the radiation from the flame* It was also indicated that the 
noise spectrum shows the 1/f distribution which is shown in Fig* 2*2*
26
Looking at this figure, firstly it is clear why cLCo measurements
are to be avoided whenever flame noise dominates other noise,
such as photomultiplier shot noise and electronic noise0 Most
of the flicker noise is concentrated at the low frequency end
of the plot i0e0 around d.c. Secondly, by modulating the source
radiation the signal channel can be shifted to any favourable
position in the frequency spectrum«, For instance the band of
frequencies at II ( A^100 Hz) in the 1/f plot is obviously in
a more favourable position than I as far as SNR is concerned.,
However if modulation was carried out at 100 Hz and the a.c.
amplifier responded to a wide band of frequencies, noise would
still appear at the readoutD The response of the amplifier,
ideally, must be reduced at all frequencies except the signal
frequency,, The frequency response bandwidth, $ f, of the amplifier
must be made less wide.,
The two types of filter discussed in section 2o3°1° (A)
can be put into the feedback loop of an a0c. amplifier such
that the amplifiers response is modified., The filters when
combined have a maximum impedance at a particular frequency, f .
Thus, in effect, the resistor R^ (Fig., 2„3e) has a high value at
a particular frequency, thus giving less feedback aid therefore
more gain., At other frequencies the resistor R^ has a low
value, giving more feedback and less gain., Thus a fairly sharply
tuned a.c. amplifier is obtained which responds to a narrow 
band of frequencies around f (i0e<, bandwidth,f is small)«
It is possible to make tuned a,Co amplifiers with several
stages and with a A  f of only a few Hertz„ However any slight
drift in the signal frequency (i»e. the modulation frequency
in flame spectroscopy) will cause a serious change in the signal
levelo There is therefore a limit to how narrow one can makeAf«
C The lock-in amplifier
Figure 2*4 is a block diagram based on the various parts
of the lock-in amplifier which was built during this work*
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This home made amplifier, based on the design by Caplan and Stern 
uses integrated circuits throughout the circuit except in the 
phase sensitive detector*
The signal, taken from the output of a preamplifier 
(which converts the anode current from the photomultiplier to 
a voltage at an acceptable level for the lock-in amplifier - 
see later) is amplified initially by a d*c* coupled input 
amplifier. The signal is then fed into a low pass filter and then 
a high pass filter the combination of which constitutes a 
tuned a*c* amplifier* Lock-in amplifiers in general may or 
may not be tuned before the phase-detection stage but it is 
usually desirable to eliminate much of the noise at frequencies 
far removed from the chopping frequency* These low andbhigh 
pass filters are each incorporated into the feedback loop of an 
integrated circuit operational amplifier and therefore the filtering 
effect is associated with a certain amount of gain (see section 
2*3o1*B and equation 21)* After passing through a further 
amplification stage, the filter output amplifier, the signal is 
then fed into the phase-sensitive detector, p.s*d* (variously 
called a mixer, synchronous detector, chopper etc*)*
The reference signal, derived from the source power 
supply (or mechanical chopper) can be of any waveform provided 
that it has two zero crossing points per cycle* The phase of 
the reference can be adjusted to that of the signal by means of 
the phase shift control* This is necessary if there is anything 
causing a phase shift in the signal somewhere before the p*s«d*
The output from the reference and phase-shifting circuits
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consists of two square waves. The first output is 180° out
of phase with the input while the second output is in phase
with the input0 These two complementary reference outputs
are then fed into the pcSodo where they switch complementary
half-wave portions of the detected signal via two sets of chopper
switcheso The resulting two chopper outputs are then applied
to the differential inputs of the output amplifier (differential
♦
low-pass filter) which then acts as a half-wave rectifier 0 When 
the signal and reference are in phase the output is a mean direct 
voltage proportional to the amplitude of the signal voltage„
When the signal and reference are in antiphase the d«Co output 
is reversedo When the signal and reference are in quadrature the 
mean output is zero (Fige 2o5)° These results may be 
summarised by:
V , = V cos o( (20)
out s x
where V  ^is the average output voltage, is the signal 
voltage and ^  is the phase angle between the signal and reference„ 
A,C. asynchronous signals are not rectified by the output 
amplifier» The signal is then fed into some readout device 
such as a potentiometric recorder0
The output amplifier as well as acting as the rectifier
*
The difference between the complementary half-wave portions of 
the signal is amplified,, The inverting input in fact gives an 
output which is 180° out of phase with its input while the non­
inverting input does not change the phase of the signal• As the
two inputs are already 180° out of phase with each other the 
net result is a rectified signal»
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Fig. 2.5 (cont.)
Photographs of the oscilloscope traces at 
Test Point U v/hich illustrate,A - The 
original signal as seen at Test Point 1 ;
B - The signal in phase with the reference 
as seen at Test Point 4.
0 “ The signal in antiphase.
D - The signal in quadrature.
The signal source was a 10 KHz modulated 
tin SDL observed directly hy the detection 
system at 303.y nm.
also has a low pass filter in its feedback loop which attenuates 
the a„c0 asynchronous signals<»
The degree to which the output low-pass filter attenuates 
a.c. asynchronous signals depends on the time constant of the 
filter and the output resistance of the amplifier.. When an
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RoCo filter is on the negative feedback loop of a high gain
out
r  b
1i|-7,152
operational amplifier the put of the filter is given by
Vdc , = - 1
0Ut EC
V. dt. (21)
m
where V  ^is the net output d.c. voltage after application of 
the in phase signals (V. ) from the pDSodo for t v/ith the
X U  S G C
time constant T = RC calculated in ohms x farads, The time
constant thus determines the net gain of the filter» The signal
bandwidth of the operational amplifier with an RC filter in
the feedback loop is the same as the simple R.C. low pass filter
(F igc  2o3b) i.e. where f = '1 (equation 16 ) 0 This
upper 2tcRC
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value is a result of defining the bandwidth, Af, as equal to
that sinusoidal frequency at which the circuits response is
1/ / 2 of its maximum value (A f and f are therefore the same
upper
value)o However consider a white noise source generating a
noise voltage per unit bandwidth which gives an rms voltage at
the output of the filter and refer to equation 6 ,
It can be seen that to find the noise output of the RC filter,
the square of the noise voltage must be integrated over the
152.
range of frequencies of interest. The result is an equivalent 
noise bandwidth of:
f = 1 (22)
upper ^
This is significantly different from the signal bandwidth 1 .
2tcRC
It actually corresponds to a wider bandwidth which is why **/^ f
appears in the equations for shot and Johnson noise- This 
argument is true for v/hite noisee I? the noise is not white, 
the relation between noise and bandwidth is different but in 
general reducing A  f reduces the noise at the output-
Not only is the bandwidth of the system determined by 
the time constant but also the response time is affected- The 
response time is defined as the time it takes for the output 
signal to reach 99% of its final value- It maybe shown that
Tr = 4-6RC (23)
Combining equations (22 and (23):
I, = 1o15 A/ 1 (24-)
£ 7 “ ^  £f
If the electrical bandwidth is reduced in an attempt to reduce
random noise the response time increases (equation 2h)0
Unfortunately not only does this extra time required cause
difficulties but also the trade of time for noise is not linear-
X
The noise only decreases as the (time) 2 a consequence of equivalent
noise bandwidth- (i-e- equations (3 ) to (3 ) where the
magnitude of the various noise sources are proportional to the
square root of the bandwidth)- To illustrate this point consider
that going from a time constant of 1 second to one of 100 seconds
narrows Af by a factor of 10 0 , but this only decreases the noise 
X
by (100) 2 i-e- 10- Thus it is necessary to wait 100 times 
larger to improve this signal-to-noise ratio by a factor of 10 - 
Moreover the increase in response time will introduce errors 
and inconveniences which effectively limit the extent by which 
A f may be profitably reduced- These difficulties are outlined 
below:
(1) Analysis time - the extra time necessary for the amplifier 
to give a readout becomes inconvenient when carrying out multiple
31
readings such as statistical checks on a large number of samples 
and standardso
(2) Sample consumption - A longer analysis time will mean 
more sample solution consumed which may be a disadvantage for 
some applicationso
(3) Drift Errors - Instrumental drifts resulting from source 
spectral radiance drift, amplifier drift etc« have a greater 
effect on analytical accuracy the longer it takes to complete 
a measuremento
(A) Spectrum-scanning - For recording line spectra, the mono-
-1 7
chromator scan speed r(non sec ) should be approximately :
where S is the spectral bandpass of the monochromator0 In the
was used routinely i^hereas the optimum should have been C& o008 nm
accuracy is required..
The ideal lock-in amplifier is inherently linear, the 
main result of this being that unwanted signals are a.c, and 
consequently give random fluctuations about the d«,c„ level given 
by the wanted signalo By contrast the noise passed by a tuned 
amplifier into a conventional polarity sensitive rectifier gives 
an aoCo output superimposed on a d«Co offset„ This d0c„ output 
is an error which depends in magnitude upon the mean value of 
the noise and is subject to changes which do not depend on the 
signal level..
D Building of the lock-in amplifier
The basic principles of the lock-in amplifier circuit 
‘have already been outlined in section 2o3°'\°Co The circuit
(23)
present work S was 0„25 nm and in fact a scan speed of 0„03 nm sec
— 1 A  —1
sec (&if = 0*032 sec )„ However the Jarrell-Ash monochromator
-1is capable of a scan speed of 0 o003 nm sec if greater scan
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was taken from the design by Caplan and Stern * This design 
was specifically titled 'An Inexpensive Lock-In Amplifier' and 
so it has proved to be* All the components were inexpensive 
although it was necessary to build a tv/in power supply (£17) 
to power the amplifier„ The total cost of the electronics 
(including the preamplifier) was less than £10 0* The design 
for the power supply was taken from the R.S* Components Ltd* 
catalogue and R*S, voltage regulatorswere usedo
Two relatively minor modifications were made to the 
lock-in amplifier circuitry., Firstly a modification to the input 
amplifier. This amplifier as designed had too low an input 
impedance to be compatible id.th the photomultiplier tube or the 
preamplifier which was subsequently built <> Secondly a new output 
amplifier (differential low-pass filter) was.built to be used as 
supplementary to the design output amplifier* This new differential 
low-pass filter was temperature stabilised to give minimum 
drift with ambient temperature, thus permitting longer time 
constants to be’ used at the output*
The main problem encountered during the building of the 
lock-in amplifier was with high frequency oscillation caused by 
instability of the integrated circuit operational amplifiers*
(This is a common problem with such amplifiers and there are 
standard remedies based usually on trial and error with different 
values of circuit components )* In this section the circuitry 
in its final form is reproduced in sections as the description 
of its features continues* Any differences between the Caplan 
and Stern design and this circuitry are pointed out where 
necessary* The preamplifier, described below, was not part of 
the original design but was necessary to match the lock-in 
amplifier to the photomultiplier tube*
*
The relevant part of the catalogue is given in appendix 3
12i2
The power supply
The lock-in amplifier requires a twin d.c. power supply 
giving -7<=5 volts and +14-.5 voltsB A power supply for use in 
solid state electronics usually has to be stabilised (regulated) 
ioe0 any variations in the value of the voltage given say by a 
transformer-rectifier arrangement is compensated for by some 
sort of regulation circuitry to give a constant output voltage 
which varies by less than about i AmV in say 7°3 volts., Variations 
which are not compensated frr by regulation would show themselves 
as noise at the output of the amplifier.
Integrated circuit operational amplifiers are frequently 
used as reference amplifiers in voltage regulated power supplies. 
The purpose of the amplifier is to isolate the voltage reference 
(a zener or temperature compensated reference diode) from changes 
in loading at the supply output. Figure 2.6 is a typical example 
of a small voltage regulator circuit. (The amplifier in this 
example is an SN727^ 1 monolithic integrated circuit operational 
amplifier. This is the same integrated circuit as used in the 
preamplifier, described later, and the output amplifier of 
the lock-in amplifier.) Because of the high gain of the SN7274-1 
amplifier the voltage applied to the inverting input from the 
output voltage divider (R^ , R^and R^) is always maintained to 
within a few millivolts of the reference voltage provided by 
the zener diode . The output voltage can be adjusted by 
changing the division ratio of the divider. The transistor 
(BIY^^A is a typical example) provides the power necessary to 
give the output of 0-100 mA.
Because of the large number of components in the lock-in 
amplifier rather more power than 100 mA is necessary to drive
BFY 56A
+
i out =
0 - 100 mA
e out =
9  - 25'< V at 
100 mA
Fig.2.6, Typical voltage regulator
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its circuits* (Caplan and Stern specify power supplies of 
+14-.5 and -?*5V with 250 mA minimum from each supply)* The 
regulator chosen for the circuit that was built (Fig* 2 *7 ) was 
the RS components 2-30V regulator which has an external transistor 
encapsulated with the monolithic integrated circuit regulator 
amplifier* With the additions of a further, power, transistor 
(2N3055) ample power was available to cope with the demands from 
the lock-in amplifier and the preamplifier*
The data for the transformer and regulator are given 
in Appendix 3 * The circuit shown in Fig* 2*7 was based on 
the information given with the regulator data* The main points 
about the circuit are: The transformer giving two outputs one 
for each of the bridge rectifiers (EEC 4-1A) which supply the 
-7o5V and +14-*5V circuits respectively* The large 2500^F 
smoothing capacitors ((Qj 8: Cp) which remove most of the ripple 
components present after rectification* The 8*2V regulating 
zener diodes (Z^  & The RS regulators* The 2N3055 transistors
providing the power output* The output voltages can be set by 
altering the present potentiometers (V^  2: V^) which are located 
on the power supply circuit board* The power supply is capable 
of giving at least one amp. from each output (~7°5 and +14-*5V set 
b y V 1 & V 2).
The Preamplifier
There are usually two basic functions of a preamplifier:
1 * To create the correct impedance matching from the source to 
the main amplifier and 2* To provide some initial amplification 
before the main amplifier with as little .introduction of noise 
as possible*
When connecting the output of a photomultiplier tube 
to the input of an amplifier care must be taken that the relative
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impedances are compatible., Referring to Fig. 2.3d, the anode 
current from the photomultiplier produces a corresponding voltage 
drop across the load resistor R^ which is measured by the following 
amplifier. This load resistor may be part of the photomultiplier 
circuit or simply the input impedance of the amplifier. The P.M. 
itself (i.e. without R^) has an extremely high output resistance 
due to the resistance between the anode and the last dynode.
With this high output resistance R^ can be very large which is 
an important advantage. Thermal noise generated in RT is
lj
amplified by the following electronics and therefore the larger 
the voltage drop across R^ the larger the resulting signal-to- 
noise ratio. This is because the noise will increase as */lL
Jj
while the signal increases as R^. Any noise generated in the 
lock-in amplifier is then negligible compared to the amplified 
noise generated in RT and shot noise generated in the P.M. will 
dominate thermal noise in R^. Also the P.M. can be operated 
at lower gains due to the larger signal available. High 
gains on photomultiplier tubes can often lead to deterioration 
in signal-to-noise ratio caused by a relatively large increase 
in shot noise and in the extreme to internal breakdown which 
destroys the tube.
To be able to use a very high value of R^, the input 
impedance of the preamplifier must be larger than Rr» otherwise
n
voltage division will occur. For example if R^ is 10Jt and
g
the input impedance of the amplifier (Rj) is only 10 e/L » the 
resulting parallel resistance has a net value of only R , given
Therefor© tho net load resistance is essentially that of the 
amplifiers input0 Higher values of v;ill not appreciably 
increase the measured signalo
Preamplifiers usually have an input impedance at least
100 times greater than the output impedance of the photomultiplier.
*
Such amplifiers are voltage amplifiers (i0e0 they measure the 
voltage drop across Hj) and can be either a buffer amplifier with 
a gain of unity or they can have a fined or variable gain greater 
than unity„
When the lock-in amplifier was first built and connected 
to the P.Mo various circuit configurations of the input amplifier 
were tried in an attempt to raise the input impedance» However 
the characteristics of the SN72702 integrated circuit used in the 
input amplifier were such that the input impedance could not be 
raised above about *f0KJ^o (see data for this integrated circuit, 
appendix 3 and further discussion concerning the input amplifier 
in a later section) c.
The SN727^1 integrated circuit operational amplifier 
is a more advanced component with an input resistance of 400 11 (JL 
when the gain with feedback is between 0 and 20 dBc The table
Instead of using a voltage amplifier measurements can be made with 
a field effect transistor-input operational amplifier acting 
as a current amplifier° As well as reducing problems associated 
with the capacitance of the lead from the P.M. output the current 
amplifier can also be used to obtain very high sensitivitieso The 
voltage amplifiers described in this section were a compromise 
between high sensitivity and cost of componentso
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below summarises the variation of input resistance of this 
amplifier with bandwidth and gainB (See data for the SN727V 1, appendix
3 )
Gain Typical Input resistance (fL~
bandwidth (impedance)
dB*
Inverting
amplifier
Non-inverting 
amplifier
1 0 1 MHz 10 K hOO M
10 20 100 KHz 1 K 400 M
100 4o 10 KHz 1 K 280 M
100 60 1 KHz 100 80 M
£
Gain in dB = 20 1g (voltage gain)
Whether an integrated circuit operational amplifier is being 
used as an inverting amplifier or a non-inverting amplifier 
depends upon whether the signal is *being fed into the inverting 
input (Figo 2»8a) or the non-inverting input (Fig. 2„3b) respectively. 
It can be seen from the above table that in order to obtain the 
required high input impedance for the preamplifier using the 
SN727ZH it is necessary to use the-.-.non-inverting input,
Figo 2.8a is identical to Figo 2„3e for which it can be shown 
(equation 19) that the voltage gain = - i  when the non- 
inverting input is used the voltage gain is calculated by:
Gain = + ^  (Figo 2»8b) (26)
In this work two simple preamplifiers were built using the
SN727*f1 integrated circuit c The first (Fige 2»9) is a voltage
/
follower or buffer amplifier. This has no gain (i»e0 0 dB)
R2
R2 T
output
To) input at non-inverting input
Fig. 2.8. Choice of input configuration for an 
operat1onal amplifier.
im. 2.9 Buffer amplifier. Resistance in ohms, capacitance
in microfarads. (2)-invert inn input; (3)-non-invert­
ing input. lor device data see appendix 3-
associated with it because the output is fed directly back to the 
input, i.e. maximum amount of negative feedback. The high input 
impedance of the SN7274-1 at 0 dB gain (see above Table) isolates 
the high impedance of the photomultiplier while the output voltage 
duplicates or follows the input voltage, hence the name voltage 
follower. When a signal from the P.M.-was: fed.'.through the buffer 
amplifier into the lock-in amplifier the output signals were 
larger than when feeding the P.M. signal directly into the input 
amplifier of the lock-in amplifier. However no further improvement 
in signal could be obtained by increasing RT (Fig. 2.9) above
-U
1^0 Kc/2-° This was because attenuation was occurring in the 
lead between the P.M. and the buffer amplifier.
In view of the initial success of the buffer amplifier 
it was considered that a similar amplifier but with some gain 
could be useful. This alternative preamplifier is shown in 
Fig. 2.10a. Again the non-inverting input of the SN7274-1 
was used to take advantage of the high-input impedance of this 
configuration. Referring to Fig. 2.8b and comparing with 
Fig. 2.10a, R^ = 9°1Kc/L and is the combination of the 1Kc/l 
preset potentiometer A and the 1KcTL resistor in parallel 
with it. From equation 26 it can be seen that when the 1K (/L 
preset potentiometer (A) is varied, the closed loop gain varies 
between some high value and a value around 20. However, this 
is accompanied by a variation in input impedance, which falls 
from just less than 4-00 McFLat gain 20 to lower values as the ' 
gain is increased, and by a decrease in bandwidth. If it is ass­
umed that initially the input impedance of the amplifier is high 
enough, a,t 4-00 M(JL » to prevent- signal loss, any increase in gain 
would give an increased signal at the pre-amplifier output only 
as long as the input impedance remains high. As soon as the
output to
look-in 
amplifier
10a The pre-amplifier. Resistance in ohms,
capacitance in microfarads. In^ut via 100 mm, 5 0 Q  
coaxicai cab’J.e from photomultiplier tube. Load 
resistor (Rj ) variable, as shown in Rig. 2.1 Oh. (?) 
inverting input; (3) non-invertim\ mimt. Ror 
device data see appendix 3.
impedance drops sufficiently to attenuate the signal, further 
increase in gain will result in overall signal decrease. Thus 
the pre-amplifier can be connected to the photomultiplier and the 
gain optimized by varying the preset potentiometer (A) until 
a maximum in the output signal has been obtained.,
Unfortunately there still remains the inherent capacitance 
(betx^een the inner and outer conductors) of the 1-m long 50 
coaxial cable between the P.M. and the preamplifier.. This 
capacitance in conjunction with the resistance of the cable, can 
attenuate high-frequency signalso As the relatively high 
frequency of 10 KHz was being used (see section 2.3.2) attentuation 
was suspected, and therefore the cable was cut in half to reduce
its resistance and capacitance. This resulted in an increase
in output of The length of the lead was finally reduced
to 100 mm to minimise the signal losso The P.M. load resistor
was then set at a maximum of 1 Mc/Land the preset pot. (A)
varied for maximum output signal. (Values of RT above aboutli
2o2 Mc/^did not appreciably alter the output signals obtainable.)
Although the preamplifier in Fig. 2.10a was very sensitive
the situation often arises that if the signals from the flame
are too large the amplifier is saturated, i.e. the swing of
the signal voltage about the earth point becomes greater than that
allowed by the value of the power supply voltage (for the pre­
amplifier i 6.8 Vdc). The signals can become too large if at
the wavelength of interest there is a large amount of noise. This
only occurred once in this study. The noise at 396.2 nm, the
wavelength used for measuring aluminium fluorescence, was far
greater than the noise at 18 9-0  nm (arsenic) and 303-^ - nra (tin).
In order to reduce the sensitivity of the preamplifier in these
noise limited situations a variety of values of R^ were provided
at the preamplifier input. The switching arrangement for this
ko
is shown in Fig. 2.10b. Thus, at high light levels, one can
use lower values of to prevent saturation, and at low light
levels (particularly at low wavelengths, e.g. 189=0 nm) increase
R, to increase the measured signal level. This effectively increases Jj
the dynamic range over which the signals can be measured.
From a practical point of view it was possible to tell 
v/hether or not saturation of the preamplifier was occurring by 
observing the signal at a point in the lock-in amplifier circuit 
(Test point 1, see Fig. 2.12) using an oscilloscope. The 
symmetrical pov/er supply for the preamplifier was derived from 
the supply built for the lock-in amplifier. The pre-amplifier 
circuit board was built into a diecast metal box to provide 
electrical shielding and to allow placing of the lock-in amplifier 
remote from the photomultiplier.
The input amplifier
Similar impedance matching problems occurred between the 
output of the pre-amplifier and the input amplifier as were 
encountered in the P.M. - preamplifier situation. The SN72702 r. 
integrated circuit used in the input amplifier behaves in a 
similar way to the SN7274-1 amplifier insofar as the consequences 
of changing the feedback configuration are concerned. However 
using the non-inverting input does not give the same high input 
impedance as would be obtained with an SN7274-1 amplifier (see 
data for SN72702 amplifier in appendix 3 )» The impedance 
matching of preamplifier to input amplifier was not as serious as 
the P.M. to preamplifier situation because the output impedance 
of the preamplifier was low (an inherent advantage of the output 
of most integrated circuit amplifiers is a low output impedance).
The non-inverting input of the SN72702 input amplifier was 
therefore used rather than the lower impedance inverting input
input from anode 
of photomultiplier
Pig. 2• 1 (Tb. Switching arrangement for alternative 
values of load resistor, (R ).
L
Resistance in ohms.
which is used in the original design* Tho resulting circuit is
shown in Fig* 2*11* A switch was used to change the gain of
the input amplifier from 20 to 40 dB rather than the two separate
BNC connectors used by Caplan and Stern.,
Use of the non-inverting input of the input amplifier
decreased the stability of the SN72702 sufficiently to cause it
to go into self-oscillation* In order to prevent these high-
frequency oscillations the response of the amplifier at high
frequencies was reduced by altering the frequency compensation 
*
components R and C, Fig* 2*11* However reducing the amplifier’s 
response in this way effectively reduces the bandwidth of the 
input amplifier* The bandwidth of the lock-in amplifier as 
designed by Caplan and Stern was from doC* to 5 MHz* The 
resulting bandwidth of the preamplifier and lock-in amplifier 
combination in this work was found, experimentally, to be wide 
enough to accept signals at frequencies between 10 and 20 KHz 
without significant attenuation (the attenuation was -3dB at 
17 KHz)* This bandwidth was satisfactory for measuring the 10-20 
KHz signals routinely obtained during the atomic fluorescence 
measurement *
The high frequency oscillation problem is caused by the inter-rel­
ationship of the phase shift of the amplifier with the amount of 
feedback applied and with the input impedance* This problem is dealt
15k
with in most basic electronics textbooks, for example Brophy and 
in the particular case of the SN72702 amplifier the subject is dis­
cussed extremely clearly in a booklet produced by one of the manu-
153
facturers of integrated circuits * The phase-shift and bandwidth 
of the SN72702 amplifier can be tailored to remove high frequency 
instabilities in the amplifier by altering the values of the 
frequency compensation components*
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Low pass filter, high pass filter and filter output amplifier
The complete circuit for these sections of the lock-in 
amplifier is shown in Fig. 20120 This figure also includes the 
input amplifier to facilitate direct comparison with the same
1U2
circuit diagram in the published circuit by Caplan and Stem o
The main points about the complete circuit in Fige 2„12 
1l±2
are as follows «, The filtering is performed by the SN72702 
operational amplifiers as described in section 2„3o1Co The cut­
off frequencies of the low and high pass filters can be moved 
independently by two 12-position switches on the front panelo 
In this way the operator can select the centre frequency and 
bandwidth while maintaining relatively constant gain.. Table 2«1 
lists the component values of C2 and C5 being switched in the 
low pass filter and the respective cut off frequencies., Table 2„2 
lists the component values of C1 and C3 being switched in the 
high pass filter and the associated cut off frequencies«> Some 
of these capacitor values are slightly different from the ones 
used by Caplan and Stem due to the non-availability of specific 
valueso
The filter amplifier again uses the SN72702 operational 
amplifier.. The gain of this stage may be switched by a front 
panel control between OdB (unity) and 20dBo Additionally a 
front panel control potentiometer is available for manual balance 
of the output from this stage allowing the signal channel to 
provide a signal to the mixer with zero bias° It was found by 
Caplan and Stern that the presence of a direct voltage could 
cause errors when measuring low level signals.
The whole of the circuity of Fig„ 2.12 is identical 
to the circuity as designed by Caplan and Stern with the exception 
of the input amplifier and the frequency compensation components.
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TABLE 2 . 1.
LOW PASS FILTER SWITCHING VALUES
Switch
position
Cut off 
frequency
C2 C5
1 37.,5 Hz 1 yMF 0.047 /IF
2 1C0 Hz 0.047 f/F 0.022 ftF
3 •250 Hz *
OJOJ0o 6800 pF
4 625 Hz 0 .0 68/(F 3*3 nF
5 1500 Hz 0.033 /'fF 1400 pF
6 3730 Hz 0.015 )/ F 560 pF
7 10 KHz 4-700 pF 200 pF
8 25 KHz 1500 pF 68 pF
9 62.,5KHz 680 pF 47 pF
10 10 KHz 3000 pF 200 pF
11a 150 KHz 250 pF 10 pF
12a 373 KHz 100 pF 3 pF
a - Capacitor values added for experimental purposes. The 
capacitance of C2 and C5 con be varied using front panel 
controls. In this way bandwidth can be varied. These 
were found to be of little use.
h5
HIGH PASS FILTER SWITCHING VALUES
TABLE 2 .2
Switch Cut off
position frequency
1 37 c,3 Hz 0,.33//F
2 100 Hz 0,,10/^ F
3 230 Hz 0.■ 033#F
4 623 Hz Oc,013/^ F
3 1300 Hz 6800 pF
6 3750 Hz 4700 pF
7 10 KHz 1000 pF
8 23 KHz 470 pF
9a ca. 8 KHz 1300 pF
10a 62 KHz 200 pF
11a 130 KHz 30 pF
12b 0 32 F
a - Capacitor values added for experimental purposes (see footnote 
Table 2.1)
b - C1 and C3 were short circuit in the design of Caplan and 
Steam but in our amplifier this lead to instability. 
C1=C3=32/4F enabled low frequency signals to be measured but 
not as low as 1 Hz.
Oscillation of all the SN72702 operational amplifiers was 
encountered at some stage in the building of the lock-in amplifier. 
The phenomenon was cured each time by altering the frequency 
compensation components at pins k and 3 or pin 10 on each 
amplifier, (see footnote page I4.2 ). The output from the filter 
section can be monitored using an oscilloscope at testpoint 1 ,
Fig. 2.12.
Reference Input Amplifier
The whole of the circuity in Fig. 2.13 is identical to 
the circuity as designed by Caplan and Stern. The reference input 
amplifier stage (Fig. 2.13) again uses the SN72702 operational 
amplifier. The input resistance of this amplifier can be varied 
by a front panel 10 K(J\^ potentiometer which allows for a continuous 
gain variation from unity to fifty. Because the output of 
this amplifier is passed through the phase shift stages (Fig. 2.13) 
each of which have a gain less than -unity, the reference amplifier 
output is monitored (Test point 2) and the gain adjusted until 
maximum undistorted output is achieved.In this way the 
maximum signal amplitude reaches the comparator resulting in the 
most accurate square wave output (Test point 3)»
Phase shifting and squaring stages
The capacitors 0 1 are changed in the phase shift stages 
by a single front panel six position switch. This is necessary 
so that the stage can cope with any frequency that is being 
detected. The values of C? and the frequencies of operation 
are given in Table 2.3» Two phase shift stages are connected 
together by the front panel phase shift control to give a 
maximum phase control of 3^0°* To give an additional 180° of 
phase variation a front panel controlled inversion switch is 
provided which switches the necessary complementary outputs
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TABLE 2.3
PHASE SHIFT SWITCHING
Switch
position
Lowest Highest Capacitor
operating operating value
frequency frequency (Cf)
1 32 Hz 100 Hz 0A7/ J\ F
2 100 Hz 250 Hz 0.22/'F
3 230 Hz 8oo Hz O.OS/’F
k 800 Hz 5 KHz 0.022 fJ(F
5 5 KHz 50 KHz 2200 pF
6 30 KHz 500 KHz - 200 pF
from the source follower stage.
The comparator is used here as a zero crossing detector.
As long as the sinusoidal input from the source follower stage is
larger than 10-20 mV peak-to-peak the output waveform at Test
point 3 is square with rise and fall times of less than 20 nsec.
(Data for the comparator jA A  710 is given in Appendix 3
The square wave output from the comparator is fed into
the NAND gate which, in the circuit configuration used, gives at
the output the two complementary square waves discussed in
section 2.3»1.C. The rise and fall times of these two output
square waves from the NAND gate were the best obtainable at the
time Caplan and Stern wrote their paper.
Phase Sensitive Detector p.s.d.
This circuit (Fig. 2.1A) was again built exactly to the
design by Caplan and Stern and no circuit changes were necessary.
Each amplitude adjust circuit is used to process the
complementary outputs from the NAND gate section and consists
of a 2N2369 switching transistor which is used to amplify the
NAND gate output waveform.
The chopper switching discussed in section 2.3°1«C is
realized by using two pairs of 3N13& M0SFETrs, each pair switching
one of the complementary half-wave portions of the detected signal.
Some further discussion of the circuitry of the p.s.d. is given
1142 ,
in the paper by Caplan and Stern (Data for 3N13o given in app­
endix 3 ) •
Output amplifier (Differential output low pass filter)
The rectifying action of the output amplifier was 
described in section 2.3°1.C.
The output amplifier also acts as a low pass filter.
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This filter as designed by Caplan and Stern used the same SN727^1
operational amplifier as used in the pre-amplifier described
earliero When this filter was built, the d*c0 output stability
of the lock-in amplifier with an output filter bandwidth of
0*03^ - Hz and a time constant of A* 7s was satisfactory at
0o02%V o However, a change to a bandwidth of 0o0031Hz and a
—1
time constant of 31-7s resulted in a stability of only 3 «
This was likely to degrade the detection limits for atomic 
fluorescenceo To improve this situation, a second output filter 
was built (Fig* 2*15)° This circuit uses a A-727B, SGS-Fairchild 
amplifier which is kept at a constant temperature by active 
regulator circuitry incorporated into the same monolithic
153integrated circuit chip as the amplifier , (Some data and 
information on this operational amplifier is given in appendix 
3 )* Drift in d*c* amplifiers is caused predominantly by 
changes in ambient temperature, hence the advantages of an 
amplifier which is held at constant temperature* The JJ( A-727B is 
a pre-amplifier designed to drive a standard linear integrated 
circuit amplifier, in this case an SN727 -^1o
The output stability of the lock-in amplifier with the 
second filter (output 2) with a bandwidth of 0*0031 Hz and a 
time constant of 51°?s was 0*02/£V * This large improvement was
sufficient to allow the use of an even longer time constant of 
10 3»^s without further significant loss in stability of the 
electronics* The circuitry associated v/ith the 51»7s time 
constant of the original filter was removed* The resulting 
circuit is shown in Fig* 2*16 * The output (output 1) was 
provided with a separate BNC connector*
The time constant and bandwidth details of both filter 
circuits are given in Table together with the relative
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TABLE 2-4
PERFORMANCE OF TEE OUTPUT LOW PASS FILTERS AND 
ATOMIC FLUORESCENCE DETECTION LIMITS FOR TIN
A 1 ppm aqueous tin solution nebulized into an argon-separated 
air-acetylene flame and the fluorescence measured at 303-4 run- 
Optical system A (Section 2-3-4.) 10 KHz modulation- EDL
•5 -1
cooled in t cavity- Acetylene flow 0-9 1 min , air flow 
3-7 1 min . Time constant 4.7s.
output
filter
Time 
constant 
T (s)
Band­
width
f(Hz)a
Signal
(arbitary
units)
Noise Signal-
to-noise
ratio
Detection
Limit
(p-p.m. ) 0
1 4-7 0.034 8 -0 1-5 5-3 0-38
2 18 -2 0 -0 056 24.0 2-5 10 .0 0 -20
2 51-7 0-0031 61-5 4-5 13-6 0.15
2 193*4i 0-0015 92-0 3-0 30 .6 0-065
a f = 1/2tcT (signal bandwidth) 
b Signal-to-noise ratio of 2-
improvements in signal-to-noise ratio which are obtained with 
increasingly long time constants* The time constant is easily 
calculated by R z C where R -R^ R^ R^ or R^ in Figs* 2*15 or 
2*16 respectively and C is 4 7 ^  F in both figures* The R ’s and 
C's are both in the feedback loops of the operational amplifiers 
concerned and are acting as low pass filters as described in 
sections 2*3*1*B and 2*3*1*0*
Referring to Table 2*4- it can be seen that the improvement 
in the detection limit for tin fluorescence in the argon-separated 
air-acetylene flame in going from a 4-*7s time constant to a 103*4-s 
time constant is nearly an order of ten* However the 51*7s and 103*4-s 
time constants are impractical (see section 2*3*1*C) because the 
signal takes far too long to appear at the readout* Consequently 
in all the fluorescence work reported here a 4* 7s time constant 
was used routinely and the 18 * 2 s  time constant was used for 
measuring detection limits* It was a perfectly practical proposition 
to carry out analyses using the 18 * 2 s  time constant, although it 
is clear that this is only necessary if one is measuring solution 
concentrations fairly near the detection limit*
The performance of the lock-in amplifier
The detection limits reported in chapters three to five 
for arsenic, tin and aluminium are eminently satisfactory*
However the lock-in amplifier was only one of the contributing 
factors which led to the performance of the atomic fluorescence 
instrument as a whole* The discussion in the following sections 
of this chapter indicates that the improvement in SNR due 
to high frequency modulation of elcctrodeless discharge lamps 
and the optical arrangement could not have been made but for the 
extra versatility of the lock-in amplifier relative to the 
Jarrell-Ash a*c* tuned amplifier* Moreover the large number of
variables involved make the improvement due to the lock-in 
amplifier itself difficult to evaluate except in terms of the 
performance of the complete instrument*
Some practical comments on the use of the lock-in 
amplifier and some other incidental information is given in appendix 2*
The Source (Electrodeless discharge lamps)
In order to obtain optimal signal-to-noise ratios in
atomic fluorescence the source needs to have a high radiant
output over the absorption line and exhibit minimal short term
noise and long term instability or drift* The high radiant
output is necessary because this leads to high fluorescence
radiant output* A direct result of the proportional relationship
between source radiance and fluorescence radiance (appendix I)*
Microwave excited electrodeless discharge lamps (EDL'S) have
been the most successful type of high intensity line source for
atomic fluorescence as demonstrated by the low detection limits
5,6,158-1 62
that have been reported * EDL's have been shown to
give radiant outputs 10-100 times greater than hollow cathode
lamps ^  (HCDL's) and to have narrow line emission profileJ^*^ ^
163
The application of these lamps to atomic absorption has also 
been successful, for example for the determination of a number 
of the more volatile elements (e*g* As )* These elements have 
their main resonsnce lines in the ultraviolet and generally 
provide short-lived or less satisfactory hollow-cathode lamps*
EDL's can be made for a large number of elements 
although the range of elements covered by HCDL's is a little 
wider* However, although a large percentage of the literature
52
*of EDL's is devoted to describing their detailed preparation a 
1 6 6
number of workers have found that it is difficult to reproduce 
preparative proceedures sufficiently well to obtain lamps v/ith all 
the desirable properties of high stability, intensity and long 
life*
EDL*s consist of a sealed, quartz tube about 3 cm 
in length and a little less than 1. cm in diameter and containing 
a few mg oryMg of a metal or volatile metal salto The tube is 
filled with an inert gas at a few torr pressure. The lamp is
placed in a microwave field by means of a resonant cavity
167-16S , 167,170.
('4: wave Broida cavity or ij: wave Evenson cavity )
1 2 0
or an fA' type antenna * A tesla coil is used to initiate 
the discharge by ionizing some of the inert gas atoms* The 
resulting electrons are accelerated by the microwave field and 
their energy is then sufficient to cause further ionization*
Metal vapour is then excited to give the required line spectrum*
The metal vapour itself is obtained by a combination of the heating
effect of both the accelerated electrons and the microwave
field*
171
Comparatively recently V/inefordner and his co-workers 
have indicated that the most likely cause of the difficulties 
encountered in the past with these lamps was that work on the 
optimisation of preparative and operational conditions relied 
upon the microwave field to achieve both lamp heating and
* 16 6  
An excellent recent review by Haarsma, De Jong and Agterdenbos
can act as a convenient source for the literature concerning
the whole field of EDL's particularly the preparative aspects*
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excitation * These workers therefore provided for a heated air-
511-
stream to pass around the EDL operated in either a \ wave cavity
>d
171
171 -174
or an *A! antenna thus giving controlled
supplementary heating* The results of detailed studies 
using this temperature control indicated that lamp temperature is 
the most important variable in controlling the radiant output 
of an EDL*
. . . . . .  , 16 3 ,16 8 ,16 9 ,17 5 - 17 8  , 179-183
West and his co-workers and other workers
have looked at the use of electronic modulation of the light 
output from these lamps* Previously a mechanical chopper was 
placed between the source and flame or flame and monochromator 
entrance slit to give the required modulation for detection by 
a*Co amplifiers* The modulation frequencies used for both 
mechanical and electrical modulation were in the range 50-^fOO Hz 
depending upon the particular instrumentation used* The higher 
frequencies near kOO Hz were usually used in conjunction with a 
lock-in amplifier and were chosen to avoid 1/f and mains bourne 
noiseo
West and co-workers developed a qualitative view of
175,177,184
electronic modulation and were able to electronically
modulate their lamps at frequencies up to 20 KHz* The lamps used 
were mainly those containing the more volatile elements, i = e*
Cd, Hg, Zn, Sb, Se, As and Pb* The modulation frequency that 
gave the optimal fluorescence signal-to-noise ratio was found
175
to be 10 KHz for all these lamps* Winefordner and his co­
workers used mechanical modulation with their temperature controlled 
EDL's probably in order to be able to isolate more easily some of 
the variables which affect lamp radiance and stability*
55
A Electronic modulation of electrodeless discharge lamps
Modulation is necessary in all the flame techniques 
because the predominance of noise at the low frequency end of 
the noise spectrum makes d.c. measurements undesirable. Using 
modulation the signal channel can be shifted to another portion 
of the spectrum where noise levels are smaller. Background noise
levels in a shielded nitrogen-oxygen-hydrogen flame have been
185
determined by Alkamade et al. over a wide frequency range
(10-10 Hz). The typical 1/f pattern Fig. 2.2 was observed..
186
Other workers have obtained similar results using a premixed 
acetylene-nitrous oxide total consumption flame (PANT).
Alkamade et al. concluded that in their case the optimal modulation 
frequency for fluorescence measurements was in the region 2 to 
5 KHz where the noise spectrum attains a minimum.
In atomic fli^pescence modulation of the source output 
before the flame prevents the d.c» output due to the flame 
background level from aiDpearing at the readout. No backing off 
is then necessary and drifts due to changes in the background 
level are not observed. Hence precision and detection limits 
are improved. Most work has been carried out using modulation 
frequencies below 600 Hz i.e. just sufficient to avoid serious 
1/f noise.
Mechanical choppers have disadvantages. Firstly, 
it is difficult to design a chopper to operate at high frequencies 
above 1 to 2 KHz although some manufacturers do now make such 
units. Secondly, it is necessary to move the source away from 
the flame so as to be able to fit the chopper between the two 
which reduces the light intensity reaching the flame according 
to the inverse square lav;. Thirdly, operation of the chopper
close to the flame can lead to atmospheric turbulence and flame 
instabilityc
Various methods of electronically modulating EDL*s
179,180
have been described. Thompson and Wildy transformer-
coupled a small a.c. voltage into the anode circuit of the
magnetron which is the source of the microwave power in the
microwave generator (Electro-Medical Supplies Ltd., EMS Ltd.,
Microtron 200 instrument).
Fig. 2.17 is the circuit diagram for the modulator
unit which EMS Ltd. supply to modulate the microwave output
from their generator. The circuit designed by Thompson and 
180
Wildy was essentially a simplified version of Fig. 2.17
and gave a range of modulation frequencies from 180 to 330 Hz.
The latter authors in fact could not use the EMS modulator because
it was not compatible with their Southern Analytical A3000
atomic absorption instrument. Referring to Fig. 2.17, the
circuitry within the dotted square is an oscillator which provides
the small (<v3V) a.c. signal. The rest of the circuit is a power
amplifier which amplifies the oscillator signal to a high level.
This amplified signal is placed across the transformer T which
is coupled into the anode circuit of the magnetron. The
amplified oscillator voltage swings the anode voltage to give
the required modulation. The depth of modulation is controlled
by the potentiometer, P, which acts as a voltage divide on the 
output of the transformer.
EMS Ltd. supply different versions of their modulator 
which only differ according to the components of the small signal 
oscillator. With one set of components the oscillator gives 
a spot output frequency of 400 Hz variable by £ 10% using VRI.
This variation enables the modulation of the EDL's to be phase 
adjusted to any lock-in amplifier which may be part of the particular
56
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instrument in use. The reference frequency for the lock-in 
amplifier can be taken from the sync, output point (Fig. 2.17)° 
Different values of the oscillator components can be selected to 
give a variety of spot frequencies.
Thompson and Wildy came to the conclusion that it was 
possible to operate EDLfs in the modulated mode in a similar 
manner to hollow cathode lamps but the conditions for successful 
results were much more stringent and close attention needed to be 
paid to operating conditions. They had problems with shifting 
of material within the lamp and sometimes found that volatile 
element tubes were much easier to initiate without modulation, 
the modulation being switched on when the tube had warmed up 
This sort of behaviour was also typical of the work carried out 
on electronic modulation of EDL*s, up to 1970, by West and his 
co-workers who also used modulation frequencies in the low hundred 
hertz region. The problems encountered were probably as much a 
result of the dependence on microwave heating to achieve 
satisfactory output radiance as it was on the effect of modulation 
or of preparative methods.
175 177 18U
In 1970 West and co-workers 9 9 pointed out that
transformer coupled modulation has certain disadvantages.
Because the secondary of the transformer is in the anode circuit, 
the high d.c. current may cause saturation of the core material 
and the modulation waveform applied to the primary of the 
transformer via the amplified oscillator signal may not be 
faithfully reproduced at the microwave output. Also the 
frequency and waveform that can be used are limited by the use 
of a transformer which in general is most efficient at low 
frequency sinusoidal waveforms. West et al. point out that 
these difficulties can be overcome for particular cases by
57
careful design but for a flexible system which can be used over 
a range of frequencies and waveforms an alternative method of 
modulation is preferable.
West and his co-workers ^used a microwave generator 
(Evans Electroselenium Ltd.) which was current stabilised and 
the modulation of the magnetron output was provided by injecting 
the modulation waveform at the error-sensing point of the stabilising 
circuitry of the magnetron power supply (current modulation). A 
range of modulation frequencies and waveforms were studied by 
West et al. in order to determine the effect on the output from 
EDL's and consequently the effect on atomic fluorescence signal 
to noise ratios.
The percentage modulation obtainable with current 
modulation is greater than that obtainable by transformer coupled 
modulation but West et al. found that this was of little 
advantage because the lamp became more noisy at the high modulation 
levels. The best signal-to-noise ratio was obtained at 63% 
modulation.
175,184
Of the different waveforms tried by West et al.
including pulses, the square wave with equal mark-to-space ratio 
always gave the most intense lamp output. The effect of the
modulation frequency on the radiance of the resonance lines from
Cd, Hg, Zn, Sb, Se, As and Pb EDL's was determined. All the sources
gave a maximal modulated output at a frequency of ca. 20 KHz
187
There is a circuit published for the current stabilisation 
of a Raytheon PGM-10 generator. The circuit was not adequate 
to control the amount of power available from our EMS generator.
58
but a frequency of about 10 KHz gave the optimal signal-to-noise
1 75
ratio for use in atomic fluorescence spectroscopy-
181 182
Other researchers 9 have developed means of high 
frequency modulation of EDL's but have not used these sources 
for atomic fluorescence- Their circuits employed valves to 
inject modulation directly into the anode circuit rather than 
through a transformer-
176
West and co-workers have also developed switched 
resistor modulation which depends on the value of the magnetron 
anode load resistor being repetitively changed at the modulation 
frequency- The microwave generator modified by these workers, 
an Evans Electroselenium Model 2.k5, has its anode load resistor 
in the d-c- side of the power supply- It was therefore possible, 
by means of a power transistor which can withstand a large collector- 
to emitter voltage, to switch, at the modulation frequency, a 
second resistor in parallel with the anode load resistor- This 
resistor controls the power to the magnetron and hence the . 
microwave power output- Changing the anode resistors value by 
switching another resistor in parallel to it therefore has the 
effect of modulating the microwave output-
The switched resistor method cannot be applied to the
EMS Microtron 200 generator because it has its power control in
the a-c- side of its power supply- A transistor, therefore,
cannot be used to achieve switched resistor modulation, the
alternative being the more complicated thyristor or triac control
1 76
of the power- Current modulation is not easy to apply ' because 
both a current stabilised microwave generator and a voltage 
amplifier to amplify the injected modulation waveform are 
necessary-
59
The application of high frequency modulation
In view of the above difficulties in modifying the MS 
generator it was decided to retain transformer-coupled modulation.
An EMS A-OO-Hz modulator was available for use with the M S  generator. 
The internal oscillator circuit which provides the small a.c. 
voltage at 400 Hz was disconnected by breaking the circuit at 
points A and B (Fig. 2.17). An oscillator (Sine-square oscillator 
Type IFM2* Farnell Instruments Ltd.) variable in frequency 
between 1 Hz and 1 MHz, was placed across A and B. Point B 
is the earth and A takes the injected signal at about 3-25 volts.
The square-wave output of the Farnell oscillator was used because 
West et al. demonstrated that this waveform gave optimal lamp 
radiant output. This was experimentally confirmed in the present 
work. The reference for the lock-in amplifier was taken from the 
synchronisation socket on the Farnell oscillator.
The above simple modification allowed the modulation 
frequency to be varied from 200 Hz to kO KHz. Modulation at 
50 Hz and 100 Hz was obtained using another M S  modulator. 
Incidentally, this 50 / 10 0 Hz modulator takes the modulation signal 
from the mains a.c. and does not therefore incorporate the 
boosting circuitry necessary for the A00 Hz modulator. Suitable 
modification for modulation over a large range of frequencies is 
therefore more difficult to apply.
A block diagram of the complete atomic fluorescence 
instrument is given at this point in the discussion (Fig. 2.18) 
in order that it can be seen clearly how the lock-in amplifier 
and modulation system are interconnected.
Signal-to-noise ratios obtained with variation in modulation 
frequency
The atomic fluorescence of three elements was investigated 
in this work. viz. arsenic, tin and aluminium (chapters three to
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five)o Observations concerning variation of modulation frequency
were made for tin and aluminium lamps* For the arsenic lamp it
175 1 8L.
was noted that West et alQ 9 found that 10 KHz was the optimal
modulation frequency and therefore 10 KHz was used in this study*
*1
a) Tin
The atomic fluorescence of tin in an air-acetylene flame
was observed while varying the modulation frequency. The results,
obtained with an aqueous 10 ppm tin solution and an output time
constant of 4* 7s are plotted in Fig* 2*19® The lamp was cooled
with a flow of air from a compressor not temperature controlled*
The ^ wave cavity and an incident microwave power of 40 watts
were used (Reflected power 25 watts)* It can be seen that the
optimal modulation frequency is 10 KHz* This frequency gave the
best signal-to-noise ratio* At higher frequencies, up to 20 KHz,
the fluorescence radiance did increase further but short term
noise increased and degraded the signal-to-noise ratio to below
that at 10 KHz* (The same results tabulated in table 2*5 show
this more clearly)* The minimum at 3®5 KHz in the plot of
Fig. 2*19 probably appears because the bandwidth of the tuned 
section of the lock-in amplifier was wide around this frequency 
compared to the bandwidths at all the other chosen frequencies*
Consequently, noise was not being reduced as effectively and the
signal-to-noise ratio was relatively poor*
b) Aluminium
The atomic fluorescence of aluminium in the argon- 
separated nitrous oxide-acetylene flame was observed while varying
*1 The tin and arsenic lamps were obtained from EDT supplies Ltd*, 
London*
*2 The aluminium lamp was obtained from EMI Ltd*, Hayes, Middlesex*
Plot of frequency of modulation 
applied to a TIN E'DL vs, the fluorescence 
signal-to-noise ratio obtained at 303*Unm. 
No flame separation or mirrors were used. 
Air-acetylene flame
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FLUORESCENCE SIGNAL AND NOISE LEVELS OBSERVED 
WHILE VARYING MODULATION FREQUENCY OF A TIN EDL
Fluorescence of 10 ppm tin measured at 303-4 nm in an unseparated
-1
air-acetylene flame. Fuel flows, 1 min , acetylene - 0.9?
air - 3.7, EDL cooled in i \ cavity, optical system A (Section 2.3=4)
TABLE 2.5
Relative 
amplifier 
response3. 
Arbitrary units
Modulation
frequency
SIGNAL NOISE 
(corrected for 
amplifier 
response 
Arbitrary units
Signal-to- 
noise ratio 
Time
constant 4.7s
6o 1S„5 KHz 337 71 4.77
50 15 = 4 KHz 497 75 6 .62
46 14.5 KHz 575 82 6 .8
20 14.0 KHz 910 134 6 .8
20 13 = 0 KHz 910 134 6 .8
20 12.0 KHz 910 134 CT\ 0 CO
20 11.0 KHz 910 132 6 .9
20 10.0 KHz 875 125 7=0
50 7=0 KHz 575 135 4.26
80 6.0 KHz 478 144 3=33
160 5.0 KHz 545 CO VjJ 2.94
100 3.5 KHz kh-7 262 1.70
4o 2.3 KHz 679 300 2.23
15 1.6 KHz 500 212 2 .36
Go 900 Hz 605 242 2.59
GO 340 Hz 700 279 2.52
50 195 Hz 375 175 2.14
50 100 Hz 275 200 1.38
50 50 Hz 375 350 1.0
a At each frequency the amplifier had a different response depending 
upon the bandwidth of the filter section of the lock-in amplifier. 
The response at each frequency was measured using a 1.0 mV input 
signal (square wave) from a variable frequency oscillator. The 
signal and noise levels were then corrected for amplifier response.
the modulation frequency. The results, obtained with an aqueous
10 ppm aluminium solution and output time constant of 4*7s are 
plotted in Fig* 2.20* The lamp was temperature controlled at 
565K in the Broida -J wave cavity with an incident microwave 
power of 40 watts* (Reflected power ca, 10 watts). It can be 
seen that the optimal modulation frequency is not as critical 
as for tin and can lie between 11*0 and 14.0 KHz. The results 
are tabulated, Table 2.6, to show the effect of modulation 
frequency on just the fluorescence signal.
Some general observations can be made concerning the 
choice of modulation frequency. Firstly the two plots Fig. 2.19 
and 2 .20 indicate that high modulation frequencies give definite 
improvements in the signal-to-noise ratio of the atomic fluorescence 
measurements. Secondly Tables 2.5 and 2.6 indicate that this 
improvement is due to an increase in the fluorescence radiance 
as well as a decrease in noise. Thirdly, in the case of tin a 
slight increase in noise degrades the signal-to-noise ratio at 
frequencies between 10 and 14 KHz while in the case of aluminium 
the noise levels are not affected by increasing the modulation 
frequency between 10 and 14 KHz. For both element lamps the 
signal continues to increase with modulation frequency up to 
14 KHz.
These observations are in general agreement with the
175,184
work of West et al. who studied a number of volatile
element lamps including arsenic but not tin or aluminium. These 
workers noted an increase in lamp radiance with modulation freq­
uency. They did not however make any quantitative observations 
on the change in fluorescence readout noise levels with modulation 
frequency. They did indicate that less source noise and drift 
was achieved and that phase-sensitive detection could increase 
the analytical signal-to-noise ratio.
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2.20 Plot of frequency of modulation
applied to an ALtfiliTIulI SDL vs. the 
fluorescence signal-to-noise ratio 
obtained at 3?6«2 nm. Aryon-separated 
nitrous oxide-acetylene flatne. The 
mirror system was used.
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TABLE 2.6
FLUORESCENCE SIGNAL AND NOISE LEVELS OBSERVED WHILE 
VARYING MODULATION FREQUENCY OF AN ALUMINIUM EDL
Fluorescence of 1.0 ppm aluminium measured at 396.2 nm in an 
argon-separated nitrous oxide-acetylene flame. Fuel flow, 1 
acetylene - 3®25, nitrous oxide - 4.8. EDL temperature 
controlled at 565 K in the i wave cavity. Optical system B 
(Section 2.3-4.)
Modulation
frequency
kHT-
Signal Noise 
(corrected for 
amplifier response)a 
Arbitrary units
Signal - to - 
Noise ratio 
Time constant 4.7s
18.5 75 15 5-0
17-0 110 20 5-5
15-4 200 28 7-1
14.0 215 30 7-2
13o0 215 30 7-2
12 .0 215 30 7-2
11.0 215 30 7-2
10 .0 190 30 6.3
3-0 80 24 3-3
1.0 100 ko 2.5
0 .6 120 55 2 .2
. -1
mm ',
a - See table 2.5
An explanation for the increased signal behaviour of 
the EDL's was not postulated by West et al. However this 
behaviour could be explained in the following way: Under
modulation there is a short period when the lamp is switched off 
and an equal period when the lamp is switched on corresponding 
to the square wave modulation frequency. At the low modulation 
frequencies ca„ 100 Hz the off time is relatively long and some 
d c. discharge is required to keep the lamp alight during the off 
time and thus prevent it extinguishing altogether. This is 
achieved by optimising the percentage modulation. The a.c. 
component i.e. 100 Hz modulation component, is therefore super­
imposed on a relatively high d.c. component. This d.c. will 
excite fluorescence but the a.c. amplifier tuned to 100 Hz will 
only detect the 100 Hz signal. As the modulation frequencies are 
made progressively higher the ,onl and foff’ times become 
proportionately shorter. Consequently the lamp is less likely 
to extinguish during the off period and the d.c. level required 
to keep the lamp alight need not be so large. The percentage 
modulation can be increased. The a.c. component of the radiation 
from the lamp will therefore be larger at the higher modulation 
frequencies than at 100 Hz. The fluorescence signals detected 
by the a.c. amplifier will be proportionately improved.
The percentage modulation was optimised at each of the 
frequencies used. it was found that for frequencies above about 
6-10 KHz it was possible to apply the maximal percentage modulation 
that the equipment could deliver (ca. 50 to 60/o). The response 
of the lock-in amplifier begins to fall off at 10 KHz and the fall 
becomes significant (-3dB) at ca. 17 KHz. Accordingly the 
modulation frequency giving maximal detected a.c. component must 
lie between 10 and 17 KHz from the point of view of both the 
maximal percentage modulation available and the response of the
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amplifier. Moreover in view of the increase in noise, observed 
by West et al., as a result of ca. 75% modulation9this frequency 
range is probably the optimum.
The different optimal modulation frequency for the 
two lamps is probably a result of the use of the two different 
flames. For tin the slight increase in noise that was observed 
above 10 KHz oould probably be a function of the noise spectrum 
of the air-acetylene flame. For aluminium the nitrous oxide­
acetylene flame is far noisier than the air-acetylene flame 
throughout the noise spectrum and apart from the preponderance of 
noise at low frequencies (1/f noise) there arc probably very 
few regions of low noise. However the changes in the levels of 
noise in the regions above 10 KHz are small, difficult to measure 
and therefore the results are rather subjective. The important 
basic trends are, the increase in the detected a.c. component, 
which is due to a greater depth of modulation, and the decrease
in noise in going from 50 Hz to 10 KHz, which is due to moving
well away from the low frequency (1/f) region of the flame noise 
spectrum. If any changes in source noise were achieved with 
increased modulation frequency they were not evident because of the 
predominance of flame noise at all frequencies. Subjectively,
however, the 10 KHz modulated lamp did seem more stable and reliable
in operation.
Bo Temperature control of electrodeless discharge lamps
The importance of allowing the temperature of a lamp in
its cavity to stabilise before a stable output could be expected
was well recognised throughout the early literature of EDL's.
However direct control of the temperature has only been pioneered
188 189
recently by a few workers viz. T. C. Rains et al., 9
190 171-174
J. J. Ball and Winefordner and co-workers
The system described by J. J. Ball and also used by
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To C. Rains et al« consists of a small heater coil wound inside
a piece of glass tubing• The glass tubing was placed inside a
i wave cavityo With the application of a small voltage to the
heater wire, to dissipate 15-18  watts, a convection current of
warm air passing up through the glass and around the lamp was
sufficient to maintain the lamp at constant temperature„ No
forced air was usedo The main effect of this arrangement was
to stabilise lamp output to within 2% for hourse Rains et 
188 189
alo 9 found that the intensity of a cadmium lamp increased 
\tfith increase in temperature (relative intensities 1 at 2db and 
671 at 232C) although it was not clear exactly which type of 
cavity (1 or J wave) or heating was used (Ball or Winefordner 
systems) 0
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Winefordner and co-workers used the ’A* type antenna
to couple the microwave power to the lampD Air from a small
fan was heated by passage over a nichrome heater coil and then
passed over the EDLo The heating unit was rigidly fixed with
respect to the antenna and wrapped with asbestos insulation«,
A chromel/alumel thermocouple placed in the air stream was 
connected to a temperature control system which precisely
regulated the current to the heater coilo These workers used
172
this system to operate multiple-element EDL’s as well as
17 3
single element EDL's0 At constant microwave power (*fOW), 
all the EDLfs studied (Hg, Cd, Tl, Zn, Fe and Cu) exhibited a 
peak in spectral radiant output at one temperature specific to 
each element lamp0 A compromise temperature was chosen to give 
acceptable outputs from each element within a particular multi­
element larnpo
1 7 1
Browner and Winefordner have reported a detailed 
study on the use of temperature controlled (thermostatted) EDL*s0 
Both thermostatted and unthermostatted EDLfs operated in either
an A-antenna or a jr wave Broida cavity were studied with respect 
to the effect of preparative conditions, lamp temperature and 
microwave power upon source radiant output, atomic absorption and 
atomic fluorescence signals of Zn, Pb, Mn, Hg and Tl. The 
main observations of these workers is best illustrated by the 
plots shorn in Fig. 2.21. These plots represent the behaviour 
of a zinc lamp. Fig. 2.21a shows the relationship between lamp 
temperature and source radiant output. A constant 50 W incident 
power was used. The curve is extremely steep over the linear 
range. A change in temperature of 150*k gave a change in 
radiant output of approximately 1000 times. The optimal 
operating temperature was the same whether the 1 wave cavity or 
the fA* antenna was used. The shape of the plot was the same 
for both means of excitation. A change in the absorbed microwave 
power from 6 W (using a 6dB attenuator) to 25 W and 50 W did 
not change the shapes of the curves or the peak temperature.
Fig. 2.21b shows the relationship between microwave 
power and radiant output with the EDL both thermostatted at its 
optimal temperature and unthermostatted in the wave cavity* When 
thermostatted absorbed microwave powers above approximately 
40 W produce very little further increase in radiant output. 
Comparing Figs. 2.21a and 2.21b it can be seen that there is a 
similarity between Fig. 2.21a and the curve showing the effect 
of microwave power on radiant output in the unthermostatted 
system. This demonstrates that the microwave power is mainly 
controlling the temperature of the lamp and hence the vapour 
pressure of zinc in the unthermostatted cavity. Similar 
observations and conclusions were made for the ’A* antenna and 
for other element EDL’s.
With the fA' antenna most lamps gave peak atomic 
fluorescence signals when thermostatting at temperatures identical
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EDL TEMPERATURE (K)
Pig. 2.21a Dependence of zinc EDL radiance on lamp 
temperature in thermostat ted antenna.
50 W incident power 213.8nm. (Ref-171)
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to those for peak source radiant output. However Zn and Cd 
lamps gave a peak fluorescence output at ca. 30K lower than the 
peak source emission temperature. Browner and Winefordner 
studied the effect of microwave power on the fluorescence 
signals using EDL’s in an unthermostatted \ wave cavity. Thus 
relying on microwave heating to achieve optimal source radiant 
output rather than thermostatting. The general conclusions 
regarding the fluorescence signals as a function of temperature 
in the ’A1 antenna also applied to the unthermostatted cavity as 
a function of microwave power. However very high microwave 
powers were required to obtain the best operating temperature which, 
for some lamps, was never reached or caused other difficulties.
The application of temperature control
Temperature control of the EDL's was achieved in the 
present work by passing air from an air-compressor through a 
heated tube and around the lamp in either a wave or \ wave 
cavity (Fig. 2.22). The tube was heated externally using 
heating tape and internally using a nichrome heating coil wound 
around glass tubing (appendix 2)« In order to control the 
current through the heating elements each heater was connected to 
a variac. No precise regulation of the power to the heaters 
was attempted because the necessary equipment was not available. 
However measurements of the air temperature after the air had 
passed through the heating tube indicated that variations were not 
greater than £ 2 K over a period of 1 hour. The stability of 
the heating effect depended upon the stability of the mains 
supply which was connected directly to the two variacs. The 
maximum temperature of the air-str^am that was attainable at the 
EDL position was about 620 K in the ir wave cavity and about 560 K 
in the wave cavity. Draughts in the laboratory cooled the 
air-stream in the \ wave cavity thus limiting the temperature.
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wave cavity
external heating tape
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internal heater air in from compresso:
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diameter around glass)
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h. System with i wave cavity in nosit ion
Fig. 2.22. Schematic representation of air-heating 
system for temperature control of EDL’s.
For particulars of heaters see appendix two.
The procedure used to measure lamp temperature was the
171
same as that used by Browner and Winefordner i0e„ the temperature 
of the lamp was measured with a chromel-alumel thermocouple placed 
against the cooler, lower, front portion of the lamp* Spectro­
scopic measurements were not made while the thermocouple was in 
position because the thermocouple disturbs the microwave fieldo 
Browner and Winefordner did not correct temperature measurements 
for the effect of microwave heating of the thermocouple which they 
found was 5 K for the maximum microwave power setting„
In this work at *f0 W incident power the microwave 
heating of the thermocouple was less than 8k in the % wave 
cavity and no heating effect was observed for the ^ wave cavity«>
This difference arises because the lower front portion of the 
lamp is probably almost out of the microwave field of the i wave 
cavityo These measurements were made with the lamp in position 
but not alight and with no hot air passing over the lamp»
Plots of the radiant output of the Tin (Fig- 3-6), 
arsenic (Fig0 f^06) and aluminium (Fig„ 5°2) EDLfs vs„ the temperature 
of the lamps are given in the appropriate chapters«. The 
temperatures that gave the maximal lamp outputs were 385 K (tin),
3^0 K (Arsenic) and 585 K (aluminium)0 The tin and arsenic 
lamps were operated in the wave cavity and the aluminium lamp
was operated in the wave cavity» Temperature measurements were
 
easier for the -J wave cavity than for the J wave cavity because
the lamp is relatively inaccessible in the latter cavity,,
Plots of the radiant output of the tin (Fig„ 3»7) and
arsenic (Fig„ EDL*s vs incident microwave power were also
obtained while the lamps were temperature controlled,, The
aluminium lamp behaved similarly to the arsenic lamp* No attempt
was made to keep the temperature of the lamps constant while
varying the microwave power, i0e<> no correction was made for the
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heating effect of the microwaves. It is probablje that the 
constant stream of hot air around the lamp maintained the temperature 
within the limits set by the precision and accuracy of the measure­
ments,, (The accuracy was probably about 5 to 10 K due to the low 
surface area of contact between the thermocouple and lamp and the 
precision was not better than 5 K). These assumptions would only 
be true when varying the microwave power over a smal1 range, say
20 -50 Wo
The main features of the temperature-radiant output plots
are firstly, a change in temperature of 15 K results in a change
in radiant output of approximately 10 times for all three lamps*
This is an order of ten less sensitive to temperature than the
1 71
lamps studied by Browner and Winefordner „ Secondly all the 
plots exhibit a plateau where the lamp becomes relatively 
insensitive to temperature although this plateau is only 10 K 
in the case of tin*
A change in microwave power from 40 17 to lower powers 
caused the radiant output to drop for all three lamps* A change
to higher powers made little difference to the aluminium and 
arsenic lamps but caused a drop in output from the tin lamp*
The aluminium lamp gave no significant output when 
operated at Uo W without heating* Sx\ritching on the temperature 
control resulted in an immediate rise in output* No attempt 
was made to try and duplicate this rise in output by putting more 
microwave power into the lamp and thus raising the temperature*
No significant net increase in radiant output was 
achieved by thermostatting the tin lamp because the equilibrixam 
temperature of the lamp in the unthermostatted -J wave cavity 
(380 K) is close to the operating temperatxire of the lamp which 
gives maximal output (385 K)* This was also the case with arsenic 
except that normally the arsenic lamp would need to be slightly
cooled to give the most intense output.
From a practical point of view the most significant
effect of temperature control was that the radiant output could
be reproduced to within 20%, everyday, with little more than
twenty minutes stabilisation time. In the case of aluminium
however a little longer was required before the air-stroam attained
the correct operating temperature. This was a function of the
high thermal capacity of the heating equipment not the operating
characteristics of the lamp. If the lamp was switched off,
cooled under running water and replaced it took under ten minutes
to restabilise.
Long term drift was improved from about 10% per hour
to about 2% per hour for the arsenic and tin lamps. The aluminium
lamp gave slightly worse drift figures of 4% per hour. A typical
warm up period and drift observation for the aluminium lamp is
shown in Fig. 2.23-
Any improvements or otherwise in the short term noise
of the three lamps was not observable at the instrument readout 
(4.7s). Moreover observations of the noise from the lamp using
an oscilloscope monitoring after the filter section of the amplifier
(Test point 1 fig. 2.12) also showed no change in short term
noise with the use of temperature control. Most noise from
EDL's would be expected to be 1/f noise (section 2.2.2.B) and
this would be significantly reduced by the 10 KHz modulation.
Observation of the atomic fluorescence signals of the
three elements indica.ted that maximum fluorescence radiance was
obtained while running each lamp at the temperature that gave optimal
radiance.
Electronic modulation and temperature control combined
Browner and Winefordner used a mechanical chopper to 
provide the a.c. signal for the detection system rather than
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electrical modulation. Some discussion is therefore necessary
to postulate a mechanism by which a temperature controlled lamp
can be electronically modulated.
Fig. 2.25 is a plot of radiant output vs microwave
power for a temperature controlled EDL as operated in the d.c.
mode and as shown by Browner and Winefordner for a number of EDL*s
(for example Hg). Fig. 2.24 is a similar plot but of a different
shape that is characteristic of an unthermostatted EDL. The
mechanism of modulation shown in Fig. 2.24 is that postulated
1 84.
by West et al. in their paper on high frequency modulation.
The triangular modulation waveform produces an a.c. component of 
the emitted radiation from a modulated EDL. If the EDL had 
been optimised for d.c. operation (i.e. a microwave power setting 
of 70 -80 17) and then modulated then no signal would be observed 
at the p.s.d., for two reasons: the amplitude of the a.c.
component of the radiation is very small as a result of the shallow 
gradient of the plot and the frequency of the a.c. component of the 
emitted radiation is twice that of the. miodulation frequency.
If the EDL had been optimised for a.c. operation the optimal 
operating power would be about 30 W where the gradient of the 
plot is greatest (Fig. 2.24). In fact West et alL^ were able 
to demonstrate experimentally some of the xooints illustrated by 
Fig. 2.24, i.e. they were able to observe frequency doubling at 
the optimal d.c. operating power and a 180° phase-shift at 
higher microwave pov/ers and optimal a.c. modulated operating 
powers were found to be lower than optimal d.c. operating pov/ers.
The argument applied here is demonstrated by Fig. 2.23.
The operating power which gives the optimal a.c. component v/ill 
again be along the steepest part of the curve. This is essentially 
the same argument as put forward by West et al. and thus can easily 
be applied to temperature controlled lamps without modification.
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Modulation
amplitude
Fig._2.2ij. Schematic representation of modulation of micro ­
wave pov/er and its effect on radiant output.
A triangular waveform modulating an unthermostat- 
ted lam'-'- at different microwave newer levels. 
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Fig. 2.25 Schematic representation of the same situation
as in Fig 2.2k hut showing in this case the pos­
sicle result of modulat ing a thermostat ted ianrr •
A plot of power vs radiant output will be of the form
demonstrated by arsenic and aluminium Fig„ ^o7- The depressed
plateau in this plot reflects the plateau in the equivalent d»c.
plot, Figo 2o25o In the case of tin (Fig* 3-7) there is probably
a peak in the d«»c0 plot which would give a faster decrease in
signal at relatively high microwave powerso Plots of radiance
vs power have been shown to give a peak as reported by Browner
and Winefordner for d.c, operated thermostatted lamps.. In fact,
for the unthermostatted situation in Fig* 2.2^ -, once the lamp has
reached its proper operating temperature by microwave heating,
the effective radiance vs power plot would be Fig» 2.23-
Consequently the a.c. component of the radiation around the
optimal power would be the same in both cases.
Finally the temperature effect is similar to that observed 
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by Browner and V/inefordner . However the gradients of the
radiant output vs temperature plots are smaller than the gradients
observed by the latter workers (see Figs. 3-6, 6 and 3-2). This
is probably a function of the amount of material in the lamps.
The discharge in all three lamps pinched near the optimal 
temperature and in the case of tin and aluminium the discharge
extinguished itself and could not be relit at higher temperatures.
Collisional quenching of the discharge due to the presence of
excess material would cause this effect The result would be
that the attainable radiant output would be progressively reduced
with increase in temperature hence reducing the gradient of 
the radiant output vs. t'emperature plot*
Co Two further observations on the operation of EDL15
The heater used by J. J« ^all ^ and To Co Rains 
was tried in this work. The construction was similar to that 
described in their paper and a 12v d.c. power supply was used 
to heat the nichrorae wire to give a 20 W heater. The maximum
7k
equilibrium temperature of the air, which rises by convection into 
the microwave cavity, was found to be 390 K. This was just 
sufficient to maintain the tin lamp at its optimal operating 
temperature (3&5 K) and the resulting increase in radiant output 
was about 3%° i.e. essentially the same results as the more 
sophisticated system described above. This heater was not 
suitable for powering the arsenic and aluminium lamps.
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Dagnall and Silvester have evaluated a microwave 
attenuator which was said to improve by about one third the 
short term noise on the output of those EDLrs which operate at 
very low powers ca. 23 watts, e.g. Cd, Zn, Hg etc. A 3dB 
attenuator was tried, in the work reported here, using the tin 
lamp 'without temperature control. No significant effect was 
found except that the lamp took a long time to worm up. However 
such a small improvement as one third is hardly worthwhile and 
certainly difficult to detect.
■ D Some conclusions concerning the operation of EDLfs
The benefits which arose from the use of high frequency 
modulation and temperature control were very significant both 
from the point of view of ease of operation as a result of 
temperature control and improvements in signal-to-noise ratio due 
to both modifications. High frequency modulation is however 
a compromise when compared to mechanical modulation. This is 
because a mechanical chopper while introducing different noise 
problems has an effective depth of modulation of 100% which gives 
the maximum possible a.c. signal. This is not possible with 
electronic modulation. High frequency modulation simply 
improves the efficiency of electronic modulation nearer the 
ultimate 100% modulation. There is no evidence either in the 
literature or in this work which has indicated that high-frequency
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modulation enables pulsing of the EDL to give high instantaneous 
radiant outputs similar to those found when pulsing hollow cathode 
lamps. Moreover from the point of view of flame noise it is not 
necessary to go to 10 KHz modulation to avoid the worst part of the 
flame noise spectra, i.e. the low frequency end.
Despite these arguments in favour of mechanical choppers 
it is clear that the high-frequency electronic modulation is a 
convenient alternative and can be used with temperature control of 
the EDL radiant output. The EDL*s that were used in this study were 
all obtained from commercial sources and all three appeared to 
contain too much material. This may have been the limiting 
factor in obtaining high radiant outputs. It is to be hoped that 
because the development of temperature control has separated 
some of the many variables that affect lamp operation more 
reliable EDL preparative methods will be developed.
The ability of temperature control to create the 
correct conditions for maximal radiance and minimal drift of 
EDL emission is a significant contribution to the attainment of 
high signal-to-noise ratios in atomic fluorescence.
2.3„3. The Flame
The basic aspects of the use of flames in atomic emission, 
absorption and fluorescence are discussed in most textbooks con-
•«, 4-v, «, 4. v • 7,97,117,192-194 „ .cerned with the three techniques . Therefore
a detailed discussion of the processes occurring when a sample 
solution is nebulized into the flame and of atomization efficiency 
is not necessary here.
The flame chosen for the analysis of a particular 
element or group of elements should be sufficiently hot and 
reducing and of low burning velocity to provide optimal atomization 
efficiency. This is the primary requirement for all three 
techniques. However the flame must also be cool enough to
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minimize ionisation and flame background. Unfortunately these 
requirements cannot all be met with a single flame.
The nitrous oxide-acetylene flame is hot, has a low 
burning velocity and some unique reducing properties which minimize 
interference effects and help maintain high atomization 
efficiencies. However it has a high, noisy background level 
in most spectral regions particularly above 300 nm. The cool 
hydrogen-argon, hydrogen-oxygen-argon and air-hydrogen flames 
have very low background and noise levels throughout the 
spectrum and give minimal ionization. The air-acetylene flame 
in most respects lies midway between the two extremes represented 
by the cool flames and the hot nitrous oxide-acetylene flame.
The oxy-acetylene flame, although slightly hotter than the 
nitrous oxide-acetylene flame, does not possess the same reducing 
properties.
In addition to the above aspects, which are relevant
to all three atomic spectroscopic techniques, atomic fluorescence
has the additional requirement of a low quenching flame. This
is a result of the fact that not all of the radiationally excited 
atoms return to the ground state by fluorescence emission.
The fraction that does return to the ground state by fluorescence
is quantified by Yp, the fluorescence spectral power yield
(appendix I). The remaining excited atoms are deactivated by
other species in the flame, for example by molecular collisions
and other radiationless deactivation processes. Both nitrogen
and hydrocarbons give rise to relatively high quenching, and
therefore flames that do not contain these gases give better
149,195
fluorescence power yields . For example the cool hydrogen
flames, particularly those containing argon, are poor quenching
149
media . However these flames,although optimal for easily 
atomized elements (e.g. arsenic, bismuth, thallium etc.), are
77
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of little use for refractory oxide forming elements and for 
analyses of solutions containing complex matrices„
There are tv/o basic types of flames - premixed and 
turbulento A premixed flame is produced by mixing the flame 
gases, in a chamber, before introduction to the burner head on 
top of which the flame burns. A turbulent flame is produced by 
allowing the gases to mix only within the flame, i.e. by passing 
the gases separately to the burner head and burning the mixing 
gases. The turbulent flames result in considerable turbulence, 
audible noise and air entrainment and associated nebulisation 
proce#dures produce relatively large solvent droplets in the
flame which may cause scatter. H’-?The premixed flames are less 
audibly noisy, the flame burns smoothly with little turbulence, 
have less flame flicker and associated nebulisation procefdures
1 4 9 , 1 9 5
produce smaller solvent droplets than turbulent flames •
Turbulent hydrogen flames were used extensively in early atomic 
2 ,  1 9 6 , 1 9 7
fluorescence work but it is now more usual to use a
1 4 9 , 1 9 8 , 1 9 9premixed flame and the gas mixture which gives the
best compromise between all the factors mentioned above. For 
example although the nitrous-oxide-acetylene flame has the dis­
advantages of high quenching ability, high background noiso etc. 
it does have high 'atomization efficiency for Al, Mo, V,.„Si, Ge,
and Be. For these elements atomic fluorescence studies have
1 0 ,1 5 ,1 6 , 2 0 0  
been carried out in the nitrous oxide flame
Other elements may have better sensitivity in cooler flames
but interferences may be greater. In such cases either the air-
acetylene or nitrous-oxidc-acetylene flame is chosen or the
matrix is separated from the analyte by suitable solvent
extraction techniques.
Once a flame has been chosen according to the above
criteria there is little else that can be done to improve the
fundamental sensitivity of the method insofar as the flame is 
concernedo However the signal-to-noise ratio can be optimised 
by proper design of the gas handling arrangements, premix chamber 
and burner and by use of flame separation. In particular flame 
separation is discussed in this section. Discussions on the 
choice of flame for the atomic fluorescence determination of 
tin, arsenic and aluminium are included in chapters three to 
five respectively.
A. The gas handling arrangements, premix chamber and burner
There are two kinds of fluctuation in the flame which
will produce noise at the photomultiplier output. Firstly,
there are random fluctuations in the concentration of element
in the flame, due to uneven spray delivery by the nebulizer,
which will give fluctuations of the fluorescence and of the
thermal emission from the element. Secondly, there are
variations in flame temperature due to turbulence and air
entrainment, which will give fluctuations in the intensity of
thermal emission from the element and of the background emission.
The magnitudes of these fluctuation^! depend upon the design of
burner and spray chamber and on the flow rates of the flame gases.
In designing a burner a detailed knowledge of the principles
of fluid flow as well as the properties of the burning gases
is required. It is not necessary here to go into the details
of the fundamental parameters involved. Hov/ever such factors
as the burning velocity, the streaming velocity and the quenching
effect of the burner walls are taken into account ii/hen designing
a new bu m e r ^ ^  A few burners designed for atomic
fluorescence spectroscopy have been r e i o o r t e c l b u t  in
1 99
general it has been usual to use a raeker-type burner as 
originally used for atomic emission measurements. Slot burners 
are now more generally used in both atomic absorption and emission
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but give no advantage in atomic fluorescence because the whole 
length of the flame needs to be illuminated by the source. This 
is not easy to arrange with presently available sources.
The burner used in the present study was a Beckman RIIC 
model with two interchangable heads. One head (Meker-type) had 
13 holes arranged in a square and was used for supporting all 
the flames except for the nitrous oxide-acetylene flame. This 
flame was supported on the second head which had a circular slot 
of the critical dimensions required. The assembly had provision 
for inert gas shielding via a water cooled jacket surrounding 
the burner head.
Pneumatic nebulization is one of the most common 
methods of spray generation probably because other techniques 
produce only very limited concentrations of aerosol. The only 
real alternative seems to be the more expensive ultrasonic
generation which is also capable of generating relatively high
2 0 4 - 2 0 8  2 0 9
density aerosols . A number of heated or improved
2 1 0
spray chambers have been reported but the majority of researchers 
use equipment obtained from instrument manufacturers.
The nebulizer and premix spray chamber used in the 
present study was a Pye-Unicam (Cambridge) model as used on that 
manufacturer ’ l SP90 atomic absorption/emission instrument.
The nebulizer was fitted with an impact bead assembly which 
effectively breaks up the spray produced by the nebulizer, into 
a finer aerosol. The impact bead gave an 80% improvement in 
fluorescence signals compared to using the system without the 
bead in place. The Beckman burner was modified slightly 
so that it could be connected to the Unicam spray chamber.
The gas handling arrangements that were used in this 
study v/ere basically those belonging to the Jarrell-Ash instrument. 
Calibrated manometric flowmeters (Gallenkamp type FL-420) with
80
intorchangeable jets were used to control flow rates and replaced 
the Jarrell-Ash rotameters which were calibrated in SCFH units® 
Flame separation
Three types of separated flame have been reported in 
the literature® These are 1. The flame is separated from the 
atmosphere by another flame (usually hydrogen) burning around its 
perimetero This is called flame shielding 2® The flame is 
separated from the atmosphere by a cylindrical silica tube- 
3° A flow of inert gas'is passodhupwards and around the perimeter 
of the flame to fulfill the function of separatioii from the 
atmosphereo
All three methods of separation have essentially one 
major effect viz® the exclusion of air from the analytical flame 
and consequent increase in fluorescence yield due to reduced 
quenchingo However there are a number of secondary effects 
which are important,, For example the absolute magnitudes of 
background emission can be reduced by up to two orders of 
ten® This is because the flame background emission originates 
primarily from the secondary diffusion zone which is removed, 
upon separation, to higher regions of the flame where analytical 
measurements are not usually made® There is also a reduction 
in noise levels because the noise associated with the secondary 
diffusion zone is out of the field of view of the detection system® 
In the 310 nm region the unseparatod flame emits a strong 
OH band system® Separation therefore gives reductions in
noise and background level which are particularly great in this
. 18 ,2 2 2  
region
1814,185,195,211 ,212,222.223
The flame sheath method is less
widely used in analytical flame spectroscopy although theoretical
1 95
studies often use a flame protected in this way® Jenkins has 
demonstrated that a sheath significantly reduces the concentration
of quenchers in the flame . He not only had a flame sheath but 
also the entire flame was further protected from air entrainment
1 99by a shield of an inert gas. Slevin et al. used a similar 
doubled sheathed air-acetylene flame supported on a burner specially 
designed for atomic fluorescence. It was concluded that from 
the point of view of both analytical sensitivity and minimisation 
of interferences this burner was markedly better than standard 
meker burners. The sheathed burner gives a more uniform atomic
1 99distribution in the control flame due to the more uniform 
temperature obtained. For those elements which form oxides 
in the flame a reduction in the entrainment of atmospheric 
oxygen is a further advantage. A more uniform atomic distribution 
makes the choice of viewing region less critical and the larger 
region of high temperature and low oxygen content can give 
increased atomic concentrations.
However the greatest number of studies have been 
carried out on inert gas separated flames. The separated flame 
was studied extensively by West and his co-workers in London.
They started by looking at air-acetylene and nitrous oxide-acetylene
213-215flames separated using the silica tube method . The
tube however could not be used for fuel-rich flames because of 
sooting up of the glass. Attention was then turned to the nitrogen
. . „ -13 ,18 ,2 0 3 ,2 16 - 2 2 1 „ ....
and argon separated flames for which essentially
the same effects were observed as with the silica tube but without
the disadvantages.
The main observations and conclusions concerning the
published work on inert gas separation are set out here:
In the separated air-acetylene flame a drop in temperature
2 16has been indicated to occur upon separation . When atomic
emission signals have been observed this drop in temperature
T: 216-218
has led to a decrease in emission signal . However
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because the drop in analytical signal is not great in regions
close to the primary cones this effect can be minimised and
advantage taken of the decreased noise levels to give a net,
greater signal-to-noise ratio. In atomic absorption the slight
2 16
temperature drop has not led to decrease in analytical signal
as would be expected,,
In atomic fluorescence? increases in fluorescence 
. . 2 2 2 13
emission have been observed and attributed to reduced absorp­
tion of source radiation and reduced quenching due to the presence
of the inert gas, When nitrogen is used for shielding the
12 13
reduction in quenching is small , although noise is still
18 21G— 218
reduced, It is usually emphasised 9 that the effect
of separation of the air-acetylene flame reduces noise levels.
Often it is not clear what effect on the signal itself was
1 ii i 7  'iR P "1 P\
observed upon separation 9 ' 9 l(J 0 in general however,
whatever the source of the improvement (signal or noise or both),
argon separation usually gives greater improvements in detection
222 18 limit than nitrogen separation especially in atomic fluorescence
Separation of the nitrous oxide-acetylene flame has been
221
shown to lead to a drop in temperature which is minimal just
200 220— 222
above the primary cone. Published information 9 shows
clearly that separation gives increases in signal,in atomic
emission,atomic absorption and atomic fluorescence,as well as
a decrease in noise. It is postulated that an increase in
atomic population of refractory oxide forming elements occurs on
separation of the nitrous oxide f lame .The most significant evidence 
2 2 0
for the increase in atomic population is said to be the
21  9increase m  atomic emission from several elements on separation
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of the flame, even though it was shown that separation leads to
2 21
decreased flame temperature . The results of experiments 
with controlled apertures indicatecP^ that the increase m
emission was not due to the observed increase in volume of the
red interconal zone of the fuel-rich flame„ Moreover the
prevention of the diffusion of atmospheric oxygen into the
flame upon separation is thought to be the important factor for
refractory oxide forming elements which are more efficiently
222
atomized under reducing conditions „ Indeed the improvements 
obtained on separation in all three flame techniques tend to
support these conclusions particularly well in the case of
10,219,220 16,219,220
Al and Si and several other of the
, . , .10,15,200,219,220
refractory oxide forming elements
Hydrogen flames, particularly argon-oxygen-hydrogen,
have been separated and improvements in detection limit obtained
although again this has only been attributed to reduction in
9
noise where nitrogen separation was used 0 In fact the
present author was not able to find a significant number of reports
of separation of cool flames except where flame sheathing was usedo
In summary it can be said that flame separation increases
emission and fluorescence signals in most instances probably by
reduced quenching of emitted radiation,, In the case of emission
the magnitude of the effect will be dependent on the opposing effects
of reduced quenching and the drop in temperature„ Argon as 
separating gas gives a smaller cooling effect than nitrogen and
is a less effective quencher„ It is therefore optimal for
emission and fluorescence work0 In the case of refractory
oxide forming elements increases in signal are also observed in
atomic absorption using the nitrous-oxide-acetylene flame„
These increases are thought to be due to an increase in atomic
population» Noise levels and flame background emission levels
are always reduced,, This is particularly useful in atomic
emission where the background cannot be reduced by using an
a.c. detection system,,
81+
The application of flame separation
The beckman RllO burner had provision for separation.
The inert gas was directed upwards around the flame using coiled,
corrugated steel strip packed into a water cooled jacket as
2 1 8 ^  
used by West et al. . However this method uses 10-13 1 min
of the inert gas to give efficient separation.. A more recent
form of s e p a r a t o r ^ * u s e s  stainless steel capillary tubing
to direct the gas flow0 A very even, stiff gas flow is established
and only ca. 6 1 min flow is required for efficient separation
(It is interesting to note that the researchers who built this
203
separator also built a capillary burner«> This type of burner
gives a very laminar flame and its advantages have led to it
, . 18*28,.
being used a great deal m  recent atomic fluorescence studies )
In the present work a capillary separator was constructed
by packing a ring of hypodermic needles around the centre of the
Beckman RIIC water cooled jacket. The corrugated strip was
removed. Araldite was the adhesive used. This separator gave
efficient separation of both the air-acetylene and the nitrous
oxide-acetylene flames and used only ca. 6 1 min"*^  of gas.
The effects of argon flame separation on the three
elements stuSieS are detailed in chapters three to five. As
expected separation gave increases in fluorescence signals for
all three elements in both the air-acetylene and nitrous oxide-
acetylene flames. No success was achieved when separating the
argon-oxygen-hydrogen flame probably because this flame flifted
off* before it could be efficiently separated. This is a
result of its relatively low burning velocity and the situation
could only have been improved by use of a better burner e.g. a
capillary burner. This was particularly disappointing for the
determination of tin whose most sensitive wavelength 30 3®^ nm lies
9
very close to the OH band system
The increases in fluorescence signal that were obtained 
in the acetylene flames were always significant, their magnitude 
usually being a factor of 2 or 3 times. As expected an 
increase in the atomic emission signal from aluminium was observed 
in the nitrous oxide-acetylene flame. This increase was about 
the same magnitude as that found in atomic fluorescence. This 
supports the idea that for aluminium the drop in temperature 
(usually 10-100 K) obtained upon separation is more than compensated 
for by an increase in atomic population and a decrease in quenching 
Both the latter effects would be expected to affect atomic emission
and fluorescence roughly equally.
1 8
Browner and Manning indicated that flame separation
would not be expected to reduce noise, with a high frequency
modulated and synchronously detected system, quite as well as
with a d.c. readout. This is because most flame (i.e. 1/f) noise
185>186
is concentrated at the low frequency end of the noise spectrum 
and therefore flame separation is most beneficial at those 
frequencies. An a.c. modulated system is most beneficial at 
the same frequencies. However Browner and Manning reported 
that flame separation does reduce noise at the readout of an 
a.c. system apparently because of a reduction in shot noise.
In the present study noise in both flames was reduced 
at the readout by about J>CP/o in the atomic fluorescence of tin, 
arsenic and aluminium. These small reductions in readout 
noise were expected because of the use of a high frequency modulated 
system where the frequency bandpass is well away from the low 
1/f end of the spectrum. For the atomic emission of aluminium, 
using the 50 Hz modulated Jarrell-Ash amplifier and the nitrous 
oxide-acetylene flame, again only a slight decrease in noise was 
observed on separation. This indicates that there is relatively 
little background at the aluminium wavelength, 396 .2 nm, because
86
any reduction in 1/f noise would have been relatively large with
222
the 50Hz modulated detection system. West reported an
improvement in emission detection limit of only two times for
aluminium. This also must have been mainly due to an increase
in signal. Large reductions in noise can only be expected
when measuring in a region of relatively high background, for
example the OH band emission at 310 nm. In the case of the
atomic fluorescence of tin, at 30 3 =^- ftni, noise levels are very
9
high and flame separation would be more effective . However
in this work the use of 10 KHz modulation and the lock-in
amplifier made the effect of separation on noise levels appear
small. This can be seen from Table 2.3 (tin fluorescence in
the unseparated air-acetylene flame) when in going from 50 Hz 
*
modulation to 10 KHz modulation there was a factor of nearly
222
3 times decrease in noise. Published examples of the effect 
of separation in the 310 nm region when using low frequency 
modulation are noteworthy: Bismuth emission 306.8 nm, 50 Hz
modulation, 10 times improvement in detection limit on nitrogen
 
separation of the air-acetylene flame. Molybdenum fluorescence 
313-3 nm, 13-6 times improvement on nitrogen separation of the 
nitrous oxide-acetylene flame. In the case of molybdenum this
improvement probably included a signal increase. In view of the
work reported here this signal increase may have been 
about two times#
*
Here the signal-to-noise ratio performance is comparable to 
the 50 Hz modulated Jarrell-Ash amplifier.
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It was found therefore that the most significant
effect of flame separation in improving signal-to-noise ratios
was due to an increased signal as a result of reduced quenching
or, in the case of aluminium, increased atomic population.
Although flame separation has been shown to reduce low frequency
1/f noise this factor was not important here because of the use
of the lock-in amplifier at 10 KHz modulation. However there
was a slight decrease in noise upon separation which was probably
due to a reduction in the white, shot noise from the flame.
2 . The Optical Arrangement
Two important variables appear in the equations that
govern the magnitude of the fluorescence signal at the readout.
These are the solid angles of a) collection of source radiation
to focus on the flame i.e. Jig in appendix I and b) collection
of fluorescence radiation to focus on the monochromator entrance
slit i.e.Slj, where K = HT^ J l y  equation (1) section 2.2.1.
These angles SLj. and can be maximised using a suitable
arrangement of mirrors and/or lenses. The importance of the
proper choice of optics was emphasised when atomic fluorescence
1
was first proposed as an analytical method and since that .
time quite a large number of optical arrangements have been
reported. These are adequately described by Winefordner and 
5
Elsor in their review of atomic fluorescence.
Early work in atomic fluorescence was often carried out 
simply by placing the source as close to the flame as possible 
thereby allowing the maximum amount of light onto the flami^3 
However this arrangement prevents the development of the rest of 
the optical system because mirrors designed to collect fluorescence 
radiation can easily pick up light from the source and focus 
this into the monochromator entrance slit thus creating a large,
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noisy background signal., Baffles were usually constructed 
around the monochromator entrance slit to prevent light from the 
source being viewed directly*
The two most popular optical arrangements which have 
been reported are illustrated in Fig. 2.2-6. In (a) the amount 
of light collected from both the source and flame is limited 
by the size and focal length of the lenses used (Appendix I 
page A12). Moreover lenses have a number of disadvantages.
Firstly they become more expensive as size increases and focal 
length decreases. Secondly a lens gives more aberrations and 
more light is lost by absorption and reflection than when using 
equivalent and less costly mirrors. Thirdly the use of lenses
22k
does not give the same versatility that is obtained with mirrors 
This latter point is best illustrated by the optical arrangement 
in Fig. 2.26b. The source lens is still necessary to focus 
radiation onto the flame. Although some alternatives to this
5
lens are available these are limited by the geometry of the 
source itself. In cases where the lens is not used the source 
must be set slightly back from the flame ancl/or baffles con­
structed to minimise stray light entering the slit. However 
lenses cannot perform the functions of mirrors M1 and M2.
Mirror M2 gives a second pass of the source radiation 
through the flame thus increasing the effective source radiance. 
Mirror M1 is able to collect radiation travelling away from 
the detector and focus it back onto the entrance slit. Omenetto
22k
and Rossi observed an increase m  fluorescence intensity of 
168% using- a mirror in the M1 position. Other researchers have
17
obtained similar increases . However the physical character;- . 
istics of mirrors (size, focal length etc.) are not always 
given and it is therefore difficult to compare the improvements
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a) All lens system
M2
"b") mirror system with a source lens
Fig. 2.2b Two popular optical systems for atomic 
f3-uorescen.ce.
in fluorescence signals that have been reported,,
11+, 17
Sychra and Matou&ek used a combination of
2.26 (a) and (b) but without the source lens (The source was 
set 35 mm back from the flame and baffles were used). These 
researchers in common with a number of others found that the 
mirror M1 was not always advantageous because it increased the 
background emission and hence noise from the flame. This is 
important; any optical system designed to collect the fluorescence 
radiation will collect the flame background and noise equally 
efficiently. Hence the desirability of a detection system that 
can distinguish between signal and noise.
With the optical arrangement in Fig. 2.26b it is 
desirable to have the flame as close as possible to the entrance
22k
slit. To this end Omenetto and Rossi moved the flame position 
from the normal atomic absorption position on a ^arrell-Ash
225
spectrometer to within 12 cm of the slit. In a later paper 
the same authors reported some measurements on sodium emission 
which indicated that there is no difference in the signals 
obtained by using a condensing spherical lens between the flame 
and the entrance slit and those observed when the flame is placed
225
about 12 cm from the slit. Omenetto et al„ also designed 
and built a sophisticated optical arrangement based on the 
flame being close to the entrance slit. This optical arrange­
ment can be discussed here in conjunction with Fig. 2.27<>
(Fig. 2.27 represents the arrangement used in our study.
However the mirror M1 was a spherical concave mirror while 
Omenetto used an ellipsoidal mirror at the M1 position, otherwise 
the two optical systems are identical). The mirror M1 can most 
efficiently collect radiation from the flame and focus it onto 
the slit if it has two foci. This requirement is met by an
Fig. 2.27 (F) Flame; (S) source; (mi) monochromator
entrance slit; (c and f) centre of 
curvature and focal point- of mirror M1 ; 
(P) centre of curvature of mirror M3 at. 
flame position.
Details of mirror dimensions ana mirror to flame distances 
are given on the next page.
Fig. 2.27 Details of mirror dimensions and mirror to flame 
( cont. ) distances.
Mirror System A
M1 - Concave, rectangular, front-silvered,
4 8  x 8 7 mm, focal length 6 9 mm.
M2 - Concave, spherical, front-silvered, 
diameter 62mm , focal length 60mm.
M3 - Concave, spherical, front-silvered, 
diameter 9 0 mm, focal length 5 7 .5 mm 
with a rectangular slit in the vertex 
( 5  x 2 0 rnm)
L - Lens, silica, 30 mm diameter, focal 
length 50mm.
Mirror to flame distances - (M1-F) lU5mm;
(M2 -F) 120mm; (M3-F) 115mm. Source and lens
positioned to give maximal fluorescence
signal, the lens "being c a . 5 0 mm from the flame
Mirror System 5
All mirrors front-silvered, spherical, concave 
and 9 0 mm in diameter.
M1 and M2 each have a focal length of 50mm.
L & M3 identical to mirror system A.
Mirror to flame distances - (M1-F) 8 5 mm;
(M2-F) 1 0 0 rnm; (M3-F) 115mm.
ellipsoidal mirror. By placing the flame in the first focus 
its image will be formed at the second focus with a 1:1 
magnification. The entrance slit can be placed at the second 
focus. However consider fluorescence radiation travelling in a 
direction towards the slit. The solid angle of this radiation 
viewed by the slit is limited by the finite slit dimensions, 
the collimator diameter and the source-slit distance. Therefore, 
any radiation falling out of the slit area will be lost. Omenetto 
et al. minimized this effect by using the mirror M3. This is a 
spherical mirror at the slit position with a rectangular window 
(3 x 20 mm) in the vertex for the passage of light. This 
mirror has a centre of curvature equal to the source slit 
distance. The net result of the mirrors M1 and M3 is that 
radiations normally lost are focused back on the source by the 
mirror at the slit position and consequently on the slit by 
the ellipsoidal mirror. The lens and mirror M2 fulfill the 
same function as discussed for fig. 2 .26b.
The optics described (Fig. 2.27) were built by Omenetto 
et al. and they found that a total increase of 17 times in the 
radiance reaching the monochromator could be obtained when a 
tungsten filament lamp was at the flame position. However they 
pointed out that the same improvement could not be expected when 
measuring flame signals because a) there is a large difference 
in size between the flame and tungsten filament b) reflected 
light passing through the flame would be partially absorbed and 
c) the flame background will be increased to the same extent 
as the wanted signals. Further evaluation of their optics 
using the atomic fluorescence and atomic emission of thallium 
revealed improvements in detection limits of approximately 10 
and 3 times respectively. They were using a home-built lock-in
amplifier tuned to 375 Hz and a Jarrell-Ash 0.3 m Ebert mono­
chromator equipped with variable slits.
The application of an optical arrangement
The Omenetto system was the most promising optical
arrangement that the present author could find in the literature.
Moreover it was accurately described and evaluated. Unfortunately 
a manufacturer could not be found who would make an
ellipsoidal mirror for less than £130. Consequently a compromize
was made and a simple spherical concave mirror substituted in
the M1 position, Fig. 2.27. This mirror still collects radiation
from the flame and focuses it onto the slit but not as efficiently
as the ellipsoidal mirror.
A mirror was supplied by Optiglass Ltd. (Walthamstow, 
London) with the same specifications as detailed- by..Omenetto 
et al. for M3 (5<>75 cm focal length, 9 cm diameter, slit in 
vertex 5 x 20 mm). Two further concave, spherical mirrors were 
obtained to use in the M2 and M1 positions. The caption to 
Fig. 2.27 gives details of the dimensions of these mirrors and 
the mirror to flame distances used, (optical system A). These 
distances depend on the focal lengths of the individual mirrors.
The mirror M3 has its radius of curvature equal to the mirror- 
flame distance (11.3 cm); radiation from the flame is therefore 
collected by this mirror and the image formed is focused back 
onto the flame. The mirror M1 had a focal length of 6.9 cm 
and knowing tha.t the flame to slit distance was set by the radius 
of curvature of M3 then with M1 forming an image of the flame at 
the slit position the M1 to flame distance was calculated to be 
1A.3 cm (standard optical formula relating object and image 
distances from the mirror with focal length). The mirror 
M2 has its radius of curvature equal to the mirror-flame distance
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so that the image of the source formed by the lens on the flame is 
reflected by M2 and focused back on the flame.
In practice the various optical components were placed 
in their calculated positions and a tungsten filament lamp 
placed as accurately as possible in the centre of the flame 
position. The two images formed by M1 and M3, one from each 
mirror, could then be seen separately at the slit position.
Fine adjustments were then made to bring both images into focus 
onto the slit. It was found that if this was done carefully no 
further adjustments were necessary when making fluorescence 
measurements. In the case of mirror M2 and the lens it was 
possible to obtain an image of the source at the flame position 
with 1:1 magnification using the lens,and obtain a similar 
image due to M2. However the lens was only 3 cm diameter and 
therefore its light gathering power from a source about 3 cm 
tall was not optimal. Consequently better fluorescence signals 
were obtained by placing the EDL as close to the lens as possible, 
the lens as close to the flame as possible and similarly for M2. 
This resulted in EDL-lens, flame-lens and flame-M2 distances of 
ca. 2 cm? -jo cm and 10 cm respectively. These dimensions were 
set by the physical size of the various components and stands.
For the atomic fluorescence of tin in the argon-; 
separated air-acetylene flame, the above optical arrangement 
gave a factor of times improvement in signal-to-noise ratio 
made up of the factors detailed in Table 2.7o
li/hen the work with these mirrors was carried out the 
results seemed disappointing in view of the factor of 10 times 
obtained by Omenetto et al. for their system with the ellipsoidal 
mirror. However the mirrors M1 and M2 were second hand and 
in a rather poor condition. Accordingly two new mirrors were
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IMPROVEMENT IN SNR DUE TO OPTICAL SYSTEM *A*
A 10 ppm aqueous tin solution nebulized into an argon-separated 
air-acetylene flame. Fluorescence measured at 303«^ am using 
a A„7 s .  output time constant. EDL modulated at 10 kHz
TABLE 2o7
Mirrors in 
use
Signal
(arbitrary
units)
Noise SNR Improvement factor 
due to individual 
mirrors
Mirror Factor 
(times)
None 14.0 2.0 7*0 M1 1.79
M1 25.0 2.0 12.3 M2 1 o 12
H1 & M2 28.0 2.0 1*f.O M3 2.21
M1,M2 & M3 62o0 2.0 31 oO All 3 4.43
obtained from Optiglass Ltd. each with a focal length of 5 cm 
and a diameter of 9 cm. These front silvered mirrors were 
larger than the old ones and obviously of superior reflectance.
They were substituted into the optical arrangement. The various 
intercomponent distances are given in the caption to Fig. 2.27 
(optical system B).
With the new mirrors a factor of 6 times improvement 
in the signal-to-noise ratio was obtained under the same conditions 
as before. This improvement included not only a total increase 
in the tin fluorescence signal of 12 but also a 2 times increase 
in noise (Table 2.8). An increase in noise was not observed 
with the original mirrors (Table 2.7)- Further evaluation of 
the optical system with the new mirrors was carried out by looking 
at the improvement in the fluorescence of tin in the argon- 
oxygen-hydrogen and argon-hydrogen flames. (Table 2.6) Here 
a factor of 29 times enhancement in signal was obtained.
Again a two fold increase in noise was observed giving the 
net increase in signal-to-noise ratio of a factor of 1^.5«
Two main observations can be made concerning the effect 
of £h‘e optical system on fluorescence signals. Firstly, compared 
to the air-acetylene flame the effect of the mirrors when using 
the argon flames is larger probably because there is less 
absorption and quenching of the fluorescence radiation, by the 
flame;'gases, as it'iitlire^ssed through the flame. Secondly the 
increase in noise of only two times convincingly demonstrates the 
effect of modulating at 10 KHz. The signal increases were detected 
by the p.s.d. tuned to 10 KHz, and the increases in noise rejected 
because they originated at the low frequency (1/f) end of the 
flame noise spectrum.
To further demonstrate the effect of modulating at
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IMPROVEMENT IN SIGNAL-TO-NOISE RATIO CAUSED BY MODIFIED OPTICAL
SYSTEM «Bf
(A 10 ppm tin solution,0.4M in hydrochloric acid,was nebulized into 
three flames. Fluorescence was measured at 303°^ nm in all but 
the argon-hydrogen flame when the wavelength used was 317.3 nm 
(Chapter three). Time constant 4-.7s, EDL modulated at 10 KHz and 
temperature controlled at 333 K.
TABLE 2 .8
Mirrors in Signal Noise Signal-to Improvement
use (arbitrary noise factor due to
units) ratio use of mirrors
(times)
A) Argon-separated air-acetylene flame
None 6 2 3
M1 1A
M1 .and M3 20
M1,M2 & M3 72 18
B) Argon-hydrogen or argon-oxygen-hydrogen flames
2 3None
M1
M1 and M3 
M1,M2 & M3
10
37
73
292 k 73 1^.3
10 KHz, the atomic emission of aluminium was detected using the
50 Hz modulated Jarrell-Ash amplifier. No improvement in signal-
to-noise ratio was observed although the same large increases
151
in signal occurred. Hofton and Hubbard were also unable to 
observe improvements in the signal-to-noise ratio of Bismuth 
fluorescence using the Jarrell-Ash amplifier and a small mirror 
in the M1 position.
The effect of mirrors on analytical curves
226
Browner et al. were apparently the first researchers 
to determine the effect of mirrors M1 and M2 (Fig. 2.27) on 
analytical curves. They demonstrated that both M1 and M2 arc 
each able to advance the incidence of curvature of the lead 
analytical curves. In the case of the source mirror M2 at low 
concentrations, light reflected by M2 will not be significantly 
depleted of resonance radiation by the atomic population in the 
flame. Therefore an increase in fluorescence will occur 
because of the double pass of source radiation. However at 
high concentrations the depletion of source resonance radiation 
after passing through the flame will be significant and the effect 
of the mirrors smaller. The improvement will therefore tend 
to reduce with increasing concentration. The effect will occur for 
both resonance and non-resonance fluorescence. In the case of 
mirror M1 the resonance fluorescence radiation which is passed 
back through the flame by M1 will be partially absorbed by the 
atomic population in the flame. This self-absorption will 
increase with the concentrations of metal atoms in the flame and 
cause the premature bending of the analytical curves obtained 
with mirrors in place. The self-absorption effects of mirror M1 
would not be expected with for example, dircct-line fluorescence 
where the fluorescence line is not a resonance line. In the
97
present work the effect of self-absorption of the arsenic 
resonance line at 189=0 nm with and without mirrors M1 and M3 
was determined. The results are shown in Figj+*l8»The expected 
advanced incidence of curvature was observed with the mirrors 
in place.
2.3=5° Two further considerations of atomic fluorescence
a) Scatter
Light scattering of incident radiation by solvent 
droplets and unvaporized solute particles in the flame is a well 
recognised interference in atomic fluorescence spectroscopy.
The theoretical aspects of light scattering have been studied
227 149
by Omenetto et al. To correct for incident light scattering
a continuum source or a line source can be used. With a line
source, a non-fluorescent line of equal or higher intensity is
selected to correct for scatter. The non-fluorescent line should
189
be within 10 nm of the analyte line. Rains et al. have 
reported the use of an instrument which automatically corrects 
for light scatter using a xenon lamp and a lock-in amplifier.
Blank solutions which simulate the sample matrix but without
7.1^9
the analyte are also used to correct for scatter . This 
latter method is the one that was used throughout the thesis.
Scatter was never a serious problem here because all blanks 
for steel analysis contained 10,000 ppm iron. If any scatter 
was occurring it would be expected to be far greater from 10,000 ppm 
iron than from the analyte or any other minor concomitant.
For tin, arsenic and aluminium at the analytical wavelengths 
and at the instrument sensitivity for 10 ppm full scale deflection 
significant (more than twice the standard deviation) signals were 
not observed when aspirating 2500 ppm sodium tungstate^ 10,000 ppm 
iron or distilled water. When measuring detection limits
98
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i.e. at maximum sensitivity, signals were observed for 10,000 ppm 
iron relative to water. These signals differed in magnitude 
depending upon which flame was being usedo In general the argon- 
hydrogen flame gave a scatter signal which was far larger than 
the scatter signals in the argon-oxygen-hydrogen, air-acetylene 
and nitrous oxide-acetylene flames. Incomplete vaporization of 
the iron solution is more likely in the cooler flames consequently 
the relative magnitudes of the scatter signals observed showed 
decreased scatter with increase in flame temperature,, The 
nitrous oxide-acetylene flame gave an 10,000 ppm iron scatter 
signal at the analytical wavelength of all three elements studied 
but its magnitude was only equivalent to that concentration of 
analyte which represented the detection limit. For tin and 
arsenic non fluorescent source lines were available (tin 285-0 nm 
and arsenic 18 8 .2 nm) which were used to obtain some indication 
of whether analyte signals were scatter or fluorescence. 
Fluorescence was always confirmed,
b) Spectral bandpass
Spectral interference occurs when another element emits 
fluorescence radiation simultaneously with the test element and
both wavelengths fall within the spectral bandpass of the
monochromator. With line sources such interferences are rare,
hence the usefulness of nondispersive fluorescence (section 2.1).
The spectral bandpass (s) of a monochromator also 
influences the fluorescence signal through equation (1), section 
2.2.1. and the signal-to-noise ratio as discussed in section
2.2.1 (c). With variable slits it is possible to find an 
optimal slit width (W). However in the work reported here 
only fixed slits (100 mm entrance and 150jL\m exit) were available. 
The 150^ LAm exit slit determined the effective spectral bandpass
which is given by :
s = R.Wd
where R^ is the reciprocal linear dispersion of the monochromator
7
m  the first order and is given by :
R = 105
W
where £ is the number of lines per cm ruled on the grating, and 
F is the monochromator focal length. For the Jarrell-Ash 
monochromator used F was 50 cm and was 1.8 x 1o\ s was 
therefore 0 .2 5 nm.
2.3.6. Conclusion
The improvements in instrumentation described in the 
preceeding sections all resulted in significant improvements in 
signal-to-noise ratio. The lock-in amplifier formed the basis 
for almost all the improvements. Its particular versatility, 
the ability to be tuned to any frequency from 50 Hz to 20 KHz, 
resulted in an optimal modulation frequency of 10 KHz. This 
modulation frequency allowed the EDL's to be modulated to a 
greater depth than is possible at 50 Hz modulation. Taking 
the signal channel from the 1/f noise dominated 50 Hz region of 
the noise spectrum to 10 KHz resulted in a significant decrease 
in noise.
The optical system increased the fluorescence signal-to- 
noise ratio to a greater extent than is normally expected. This 
was because the noise increase due to the mirrors takes place at 
low frequencies where flame noise is greatest and where the lock-in 
amplifier, when modulated at 10 KHz, has little response.
Flame separation was effective in decreasing fluorescence 
quenching by preventing air cntrainment. This led to significant 
increases in signal. A slight decrease in shot noise from the
flame was also observed. However the large decreases in noise 
levels observed by many workers in the past, were not observed 
because these take place at low frequencies.
Temperature control greatly simplified the use of 
EDL*s particularly in the case of aluminium where high microwave 
powers would have been necessary to obtain sufficient output 
radiance. The EDL output was also considerably improved in 
terms of stability and reproducibility.
Finally the lock-in amplifier did not give a d.c. 
output due to strong background emission from the flame or from 
strongly emitting elements in the flame. This meant that the 
baseline was particularly stable and interferences from the 
emission of elements minimised.
101
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CHAPTER THREE
The application of atomic fluorescence spectrometry to the 
determination of tin in steels
3.1 Introduction
Atomic fluorescence spectrometry has been used for the
228 229  ^50
determination of Lead , Silicon , Bismuth , Chromium and Mang-*
230 231
anese and Cobalt and Nickel in steels. The present author 
has not been able to find any published methods for the deter­
mination of tin in steels using this technique. Tin can have
232
a detrimental effect on the hot-workability of carbon steels 
and temper-brittleness can be caused by the presence of trace
233
amounts of tin in alloy steels • For these reasons the concen­
tration of tin in steels is frequently determined. This con­
centration is usually within the range 0,005 to 0.1 per cent,
9
Browner et al describe the determination of tin by atomic 
fluorescence and quote a detection limit of 0.1 ppm using the 
nitrogen-separated argon-oxygen-hydrogen flame. Several severe 
interferences were found using flame conditions that gave optimum 
sensitivity. However, the use of a leaner flame minimised 
these interferences.
In the atomic absorption determination of tin the nitrous 
oxide-acetylene flame has usually been chosen because the eenei-
,  23^,238,239
tivity has been adequate for many published applications
and because interferences are small compared to the large number
23b-237 > 2i+2, 2U3 > 21+ 9
of interferences found in the cooler hydrogen flames • The
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sensitivity in the nitrous oxide-acetylene flame is intermediate 
between the less sensitive air-acetylene flame and the more
2 3k
sensitive cool flames . Where absorption sensitivity was not
adequate the traditional method of concentration using: solvent
2^ 0,214-1
extraction techniques has been used However, Nakahara
2 l|2
et al have described an investigation of the large number of 
interferences with tin determinations using atomic absorption 
in the nitrogen-hydrogen, argon-hydrogen and air-hydrogen flames 
Iron III chloride was found to be very effective in eliminating 
interferences from other elements with only a few exceptions.
Six acids were also found to interfere seriously with the 
atomic absorption determination but the effect of iron III 
chloride on the acid interferences was not reported. The use 
of iron III chloride was satisfactorily applied to a direct 
method for the determination of tin in copper-base alloys and 
steel. The sensitivity for 1 fo absorption, 0.12 ppm in the 
argon-hydrogen flame, was similar to that obtained by solvent
21-1.0, 2i-|-1
extraction methods and up to an order of magnitude better
than the various other direct methods that employ the nitrous
23^,238
oxide-acetylene flame •
21+3
Juliano and Harrison studied the interferences of 
various metals and inorganic acids on tin determinations using 
atomic absorption in a premix air-hydrogen flame over a wide 
range of flame conditions. Comparative studies made in the 
air-acetylene and nitrogen-hydrogen flames showed that although 
tin has a better sensitivity in the hydrogen flames, it is also

much more subject to interferences than in the air-acetylene
244
flame# Levine et al deal specifically with the effect of 
potassium on the determination of tin in technical grade 
potassium stannate using atomic absorption# This enhancing 
interference was compensated for by adding potassium to the 
standard solutions.
245
Smith used atomic absorption spectrometry to determine 
trace levels of tin in aqueous solution in order to investigate 
the effect of pH upon the stability, solubility and ease of
absorption during storage of tin solutions.
2!+6 , \Engberg compared a spectrophotometric (Ouercetin; method
and an atomic absorption method for the determination of tin in 
canned foods (range 10 to 1000 ppm) and organotin residues 
(range 0.01 to 1 ppm). It was concluded that the Quercetin 
method was to be preferred for the low tin concentrations but 
both methods were equally useful for the determination of tin 
in concentrations normally found in canned foods. These con­
clusions were based on the accuracy, precision and sensitivity 
of the two methods. Atomic absorption was not sensitive 
enough for determining organotin residues using the Perkin- 
Elmer 405 instrument available to Engberg.
The best sensitivity for 1 fo absorption, 0.12 ppm, was
242 5
reported by Nakahara et al Winefordner and Elser quote
atomic absorption detection limits (0•0$ ppm) taken from two
24 7 2 4 s
sources 9 which are unfortunately difficult to compare with 
atomic fluorescence because of some confusion over the defini­
104
*
105
tion of detection limit. In atomic fluorescence Browner et
9
al, have reported the best detection limit for tin using a 
Perkin-Elmer 290 modified for fluorescence work » In their 
work a 0.1 ppm solution gave a signal which was as great as 
the background noise fluctuations; i.e. a detection limit 
of 0.2 ppm (detection limits in this thesis are defined as 
that concentration resulting in a signal-to-noise ratio of 
two) •
The work described in this chapter demonstrates that the 
atomic fluorescence determination of tin is affected by inter­
ferences very similar to those found in atomic absorption by
242  2^ 3 , 214-9
Nakahara et al and Juliano and Harrison * This work also
demonstrates that the use of more sophisticated instrumentation 
improves the detection limit for the atomic fluorescence deter­
mination of tin to the point where the full range of tin con­
centrations in steels can be measured without recourse to the 
solvent extraction techniques that are necessary in atomic
241
absorption # Moreover, this is achieved using the popular 
air-acetylene flame rather than the cooler hydrogen flames.
If necessary, further improvements in sensitivity can be 
obtained using the argon-oxygen-hydrogen flame. The argon 
separated nitrous oxide-acetylene flame was found to be the 
least sensitive flame for the atomic fluorescence determina­
tion of tin.
The work on the determination of tin in steels revealed 
that iron has a depressing effect on tin fluorescence in the
106
hydrogen flames investigated. This depressing effect does 
not occur when iron is present at a concentration of less 
than 2000 ppm. The effect of iron was compensated for by 
the addition of iron III chloride to the calibration standards.
Silicon present in the steel samples also interfered with 
the tin determination. The silicon was therefore removed by 
filtration or yolatilization with hydrofluoric acid, the latter 
being the preferred method of removal.
3.2 Optimisation of conditions for measurement of tin 
fluorescence
When building the instrument and optimising for atomic 
fluorescence measurements the atomic fluorescence of tin was 
used. Consequently the optimisation of flame conditions for 
tin and the choice of the most sensitive wavelengths 
were done at an early stage on an incompletely optimised ins­
trument. These parameters were assumed to remain unchanged 
irrespective of the sensitivity of the measurements. The work 
on the interferences affecting the determination of tin in 
aqueous solutions and the determination of tin in solutions of 
steels was carried out using an unthermostatted electrodeless 
discharge lamp. Detection limits were measured, on completion 
of the interference work, using a thermostatted lamp.
The reagents and measurement procedures used for all the 
work described in this thesis are given in appendix 2®
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3.2.1 Stability of trace levels of -tin in aqueous solution
2/45,250
Smith has examined the relationship between stabil­
ity and pH for a variety of trace metal solutions including 
tin solutions. It was found that, with the exception of 
lithium, none of the metal solutions investigated is stable 
over the pH range 1.5 to 11 at the 1 or 10 ppm level. To 
ensure stability of solutions containing the metal ions it 
was found necessary to acidify them to pH 1.5 or less with 
hydrochloric acid immediately after sampling or preparation.
In this work, except where otherwise stated, all tin 
solutions were made up in 0.4M hydrochloric acid to keep the 
pH less than 1.5• Solutions made up in this way were stable 
for at least two weeks whereas solutions made up in deionised 
water were stable for less than an hour.
3.2.2 Choice of gas flow rates, flame separation and 
flame height
The gas flow rates in the premixed air-acetylene, 
argon-hydrogen, argon-oxygen-hydrogen and nitrous oxide- 
acetylene flames were optimised by observing the atomic fluor­
escence signal from 10 ppm tin solutions, except for the nit­
rous oxide supported flame, a 1000 ppm tin solution was used. 
The fluorescence was measured at 303.4 nm. The optimal flow 
rates for each of the four flames both separated and unsepara— 
ted are listed in Table 3.1. The variations in the tin 
atomic fluorescence signal with gas flows in three of the
10 8
ABLE 3.1
GAS PLOW HATES
flow rates giving optimal sensitivity for the determination of tin 
y atomic fluorescence using various flames)
lame Gas flow rates (l min *^)
unseparated argon separated flame 
flame (argon flow 6.0 1 min” )
ir-acetylene Air 3.7 3.7
Acetylene 1.25 0.9
rgon-hydrogen Argon 3.7 M
Hydrogen 1.0 -
gon-oxygen- Argon 3.7 3.7
ydrogen Hydrogen 1.0 1.0
Oxygen 0.5 0.5
* trous oxide- 
cetylene
Ni-trous oxide 
acetylene
3.7
3.2
3.7
3.2
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flames are given in Figs 3*1 "to 3*5- These figures also 
show the effect of flame separation on the fluorescence 
signals•
In the unseparated air-acetylene and nitrous oxide- 
acetylene flames the highest signal intensities occur in 
the fuel-rich flames. This is also the case in atomic 
absorption. The reasons for this, in atomic absorption,
117 251
have been discussed by Ramirez-Munoz , Menis and Rains 
252
and Gilbert . These authors discuss the exceptional
excitation observed for many elements in fuel-rich flames
and use the terms over-excitation or chemiluminescence to
describe the phenomenon. Not only are there various
kinds of overexcitation but tin is often considered a 
252
special case because it exhibits an abnormally high pop­
ulation of free atoms in the cooler hydrogen flames, App-
252,253
arently the overexcitation of tin is not yet understood •
Various general hypotheses explaining the reactions taking 
place in fuel-rich flames which favour production of free
193
atoms are discussed by Mavrodineanu and Boiteux and
252 
Gilbert #
The oxygen flow in the argon-oxygen-hydrogen flame
/ . \ 9(Fig,3,4) is critical as reported by Browner et al for 
the atomic fluorescence of tin in this flame. However 
the maximum in the signal obtained by these workers when 
varying the hydrogen flow could not be reproduced on our 
instrument. The optimal hydrogen flow in both the argon-
20
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hydrogen and argon-oxygen-hydrogen flames (Fig.3*5 and 
Fig.3*3 respectively) was found to be the same.
Neither the air-acetylene nor the nitrous oxide- 
acetylene flames can be separated when fuel-rich. How­
ever the most sensitive conditions in the argon-separated 
air-acetylene flame gave a factor of 3.8 improvement over 
the optimal conditions in the unseparated fuel-rich flame. 
This factor of 3.8 was due not only to a reduction in 
noise by about l/3 but also to an increase in fluorescence 
emission 3*2; . Browner and Manning quote a
factor of 4.0 improvement in the detection limit for tin 
fluorescence upon a separation of the air-acetylene flame.
In our work a factor of ten improvement in detection 
limit was obtained upon argon separation of the nitrous 
oxide-acetylene flame• This was due to an increase in 
fluorescence signal of a factor of 3 and an increase in 
the photomultiplier tube operating voltage from 700 to 
850 volts. Without separation the noise from the flame 
saturated the input to the lock-in-anfplifier at ca 700 
volts. After separation there was a reduction in noise 
and it was therefore possible to improve the signal—to— 
noise ratio by operating the photomultiplier at the higher 
voltage. The nitrous-oxide flame was always operated 
under stoichiometric conditions both when separated and 
unseparated because the Beckman RIIC circular slot burner 
used easily "sooted up" if the more sensitive fuel—rich 
conditions were used.
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TABLE 3.2
IMPROVEMENT IN SNR DUE TO FLAME SEPARATION
(A 10 ppm aqueous tin solution nebulized into 
an air-acetylene Flame, Fluorescence measured 
at 303,4 nm using a 4,7s, output time constant. 
The optical system was not Fully optimised,
EDT modulated at 10 kHz)
Fuel Flow
i • -11 m m
Air Flow
n ■ -11 m m
S ignal 
(arbitary 
units)
Noise SNR
1.25a 3.7 24.0 3.0
oCO uns e parat e d
0.90 3.7 9.0 3.0 3.0 uns eparat e d
0.90b 3.7 60.5 2.0 30.3 argon-
separated
a) Fuel-rich Flame giving most sensitive conditions 
For Tin determinations.
b) Fuel Flow maximum possible consistant with 
preventing the argon From extinguishing 
the Flame,
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The effect of argon separation on the atomic fluor­
escence signal from the argon-oxygen-hydrogen flame 
(Fig.3 *3) was to increase the signal by 30^ when using 
the optimal gas flows but there was no attendant de­
crease in noise levels from the flame. The separation 
of this flame was therefore considered unjustified.es­
pecially in view of the large amount of argon required 
(6 1 min ) •
Variation in flame height with respect to the mono­
chromator entrance slit gave very little variation in 
tin fluorescence detected. This was expected because
225
it has been pointed out by Benetti et al that the 
optical arrangement used in their study does not allow 
a specific flame zone to be observed or excluded. The 
optical system on our instrument is similar to the one 
used by Benetti et al.
3,2,3 Operating conditions for the tin electrodeless 
discharge lamp used as source
Three different tin electrodeless discharge lamps 
were used in this work. All of these, when new, gave 
approximately the same output radiance and the resulting 
atomic fluorescence detection limits were also approxi­
mately the same. The characteristics peculiar to these 
lamps are discussed in chapter two together with the 
reasons for the choice of operating conditions.
1 1 3
The source was modulated at a frequency of 10kHz 
and was best operated in a 1 / 4  wave cavity although a 
3 / 4  wave cavity was used for one lamp. The maximal 
percentage modulation that the equipment could deliver 
was used for both cavities.
When the lamps were temperature controlled the 
operating temperature giving the maximal radiant output 
was 385 K (P ig.3.6), This rather low temperature 
reflects the high volatility of the tin iodide in the 
lamp. Whether the lamp was temperature controlled or 
not the incident microwave power that gave the maximum 
lamp rediance (Pig.3.7) was 40 watts (with ca 10 watts 
reflected power)
3*2.4 Atomic fluorescence spectra of tin excited in 
four flames. Sensitivities in the different 
flames
The atomic fluorescence spectra of tin excited 
in each of the four flames listed in Table 3*1 were 
obtained (Pigs.3.8 to 3*11 and Table 3.3) and all showed 
similar characteristics to the fluorescence spectrum of 
tin in the argon-oxygen-hydrogen flame reported by Browner
9
et al #
70
in
H
>
a:
<
Cl
h-
CQ
CL
Ll I
0
z
<
o
<
CL
a
<
_j
5  O
3 0
10
3 0 0  4 0 0
T E M P E R A T U R E  O F  T I N  L A M P  f i < )
Pig. 3.6. Plot of radiant output of the tin EDL at 303.Lnm vs.
temperature of the lamp. Lamp onerated at LOW in­
cident microwave oower in the ^ wave cavity and 
modulated at lOKKz.
Fig. 3.
<
Q
<
CC
t o  O  
h-
z
LU ZD  
O
>  o
CL m  
.<
CL
h-'
CD
c l cr. 
2  <. 
<
o
NT
 I
3 0  3  5  4 0  5 0
N C I  D E N T  ' M I C R O W A V E  P O W E R  ( W A T T S )
7. Plot of radiant output of the tin EDL at 303.4nm 
vs. incident microwave power. (Reflected power-ca 
7v7) Lamp ternperature controlled at 38g K a 11hough 
no compensation was made for the effect of micro­
wave heating. Lamp operated in wave cavity and 
modulated at 10 Krla.
P
ig
-
 
3-
8.
 
Th
e
 
a
t
o
m
ic
 
f
l
u
o
r
e
s
c
e
n
c
e
 
s
p
e
c
t
r
u
m
 
of
 
t
i
n
 
e
x
c
it
e
d 
in 
th
e
 
a
r
g
o
n
-
s
e
p
a
r
a
t
e
d
 
a
i
r
-
 
a
c
e
t
y
l
e
n
e
 
f
l
a
m
e
.
 
>
i- 'ogf
r f f f
S*Z !■ £ wwm iatfaggari&'r.fli
6" OOf
tm m a s u & x iv s B S Z l
£*992 -*A‘
0*-i79S
I P
9*0LZ
L-nsz
6 • SiTS ■  ■  ummt un n  a w v w C S
9 *+?2S
Pig. 3.9 The atomic fluorescence spectrum of
L‘08£ «■ ****«
d
•H
+3
d
MH 0
O hC,
o 
E d 
—1 *0 
0 >' 
-p ,d 
o | 
0 d 
P - 0  
cq tr
0 X 
c o
C 
0 d 
o o0 bo 
0 d
d Oj 
O
d 0
rH ,£*
d-J +3
o c
•H 'H
EQ ro
4-3 0 .  
Cj -P 0  
'H S 
0 O CvJ 
rd }*} rH 
E-« 0 <H
O
£*98i
6 • styg
*w«rb*uww.i»” W£T   ___ 3
*a#w«ww«fijcuwsi?ff^ srscr^ ;
Nd 1 3
bo
•H
&H
9 '* * * «; wsnrfcarssss
n
*7
*?;,
H
r  08f wtr-JKt M  \ \ £  33
r £ £ £ \ ^ J
3££Q£,
B
P
P
4-3
O
0
P, O
■ fj ?P 
P
0  0 .5  
O
P 0  
0 ,0 
O 4-3
ra
0 C 
P *H 
O .
H  0 E 
P4 +3 cd 
•H i—I
o o 'h
fc:
O
4^
&
0
■ C bD 
•H  O
4 - 3  p
0 ‘-U
&  CH >a 
Eh O d
bC
•n*
£ * 9 8 S
0*t?9S
9 *0Z.S
A * H7C s —
6 • Z'HZ 
b*5£S
9* *732
I
$
/r*
Tfr
  _.3
4'
INSTRUMENTAL CONDITIONS USED TO OBTAIN ATOMIC FLUORESCENCE 
SPECTRA OF TIN IN FOUR FLAMES
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Q
Browner et al^ did not observe the 224»6 nm res ­
onance transition or the 255*5 nm line in the argon- 
hydrogen flame. These two lines were observed in the 
present work when using the latter flame. Browner et 
al* did not give any explanation for'not being able to 
observe the 224.6 or 235.5 nm transitions in the argon- 
hydrogen flame. They did, however, observe these lines 
in the Ar/O^/H^ flame and the sensitivity in this flame 
was significantly better than in the Ar/H^ flame in 
their work. As the detection limits obtained in the 
work presented here (section 3.3.8) are better than an 
order of ten superior to those limits obtained by Browner 
et alf,it is probable that the latter workers did not 
observe the two lines in question because of a lack of 
sens itivity•
In this study the most sensitive lines in each 
flame were Ar/o^/H^ 303.4 nm; Ar/H^ 317*5 nm; Air/c^H^
303.4 nm; and NgO/c^H^ 284.0 nm. These are the same
9
wavelengths as found by Browner et al. with the excep ­
tion of the nitrous-oxide-acetylene flame which they did 
not study. The sensitivities in the two hydrogen flames 
were the same whereas Browner et al.reported that the
116
Ar/O^/H^ flame is more seneitire, at the 100 ppm level, 
by approximately a factor of two. However, fuel flows 
in the present work were very different to those by 
Browner et al as mentioned in section 3.2.2. The latter 
workers used a hydrogen flow of ca 5 1 min implying 
that their flame was physically larger than the one used 
in this work. The geometry of the flame may therefore 
be playing an important part in determining the relative 
sensitivies in the two hydrogen flames.
Browner and his coworkers carried out filtering 
studies in order to examine in more detail the fluores­
cence processes occurring in the hydrogen flames. From 
their work they conclude that the unexpectedly high ratio 
of the intensity of the 303.4 to 286.3 nm line implies 
that the state (see atomic term diagram Fig 3.13) is 
populated by a quasi luminescent process, probably invol­
ving chemical reduction of the tin salt. In the nitrous- 
oxide flame this process appears less important although 
the 303.4 line is still very intense (Fig 3.1l).
The most sensitive line in each flame was selected 
for the detailed work on interferences because preliminary 
observations indicated that interferences were not signi­
ficantly different at any of the other wavelengths.
3.3 Interferences affecting the determination of 
tin in aqueous solutions
6
Kirkbright and West have pointed out that physi­
cal and chemical interference effects on atomic fluores-
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cenoe determinations of trace elements are expected to 
be similar to those found in atomic absorption* Nakahara
2b2 2h3,2k9
et al and Juliano and Harrison have published the
most detailed papers on interferences affecting the atomic 
absorption determination of tin* The work presented 
here was designed to investigate the interferences that 
might occur in the analysis of tin in steels using atomic 
fluorescence and is compared with the atomic absorption
2k2
work of Nakahara et al . The papers by Juliano and
2k392k9
Harrison were more concerned with the effect of flame 
conditions on interferences on tin atomic absorption in 
order to elucidate some of the processes taking place in 
the flame and/or mechanisms of the interferences.
3.3*1 The effect of acids
In the argon flames and the air-acetylene flame 
the effects of five acids on the atomic fluorescence of 
tin were determined by measuring 10 ppm aqueous tin solu­
tions containing a range of concentrations of the acids.
The effects in the three flames are shown in Figs 3.14 to 
3.16. A 10 ppm tin solution containing 1 fo hydrofluoric 
acid gave 92°/ot 48/© and 26% enhancements of the fluoresc­
ence signal in the argon-oxygen-hydrogenf argon-hydrogen, 
and air-acetylene flames respectively.
Of the three flames studied only the argon—hydrogen
21' 2flame was studied by Nakahara et al. + for atomic absorption.
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The effect of acids on tin fluorescence 
in the argon-oxygen-hydrogen flame.
10 ppm tin. (-o).- hydrochloric acid;
9 ) - sulphuric and phosphoric acids:
A; - nitric acid; (A) - perchloric acid.
Fier, 3.15 effect of acids on tin fluorescence in 
argon-hydrogen flame. lOppm tin.
- hydrochloric acid; («) - sulphuric acid;
- phosphoric acid: (a ) - nitric acid;
- perchloric acid. Relative fluorescence 
•is the ratio of the fluorescence of ■ an aqueous 
tin solution containing acid to the fluorescence 
of an aqueous tin solution containing no acid.
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Pig. 3*16 The effect of acids on tin fluorescence in 
the air-acetylene flame. 10 ppm tin.
(o) - hydrochloric, perchloric and nitric 
acids: ( a ) ' . -  phosphor?Lc acid; (©) - sulphuric 
acid.
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These workers found that hydrochloric and hydrofluoric 
acids enhanced the absorption signal in this flame and 
nitric, sulphuric and phosphoric acids depressed the 
signal* The effect of perchloric acid varied from a 
depression at low concentrations to an enhancement at 
higher concentrations * It can be seen from Pig 3*15 
that the trends in atomic fluorescence are very similar*
The enhancements caused by the halogen containing acids 
are probably due to the formation of more easily vaporized 
or dissociated species* The depressions caused by the 
oxygen-containing acids are most likely to be due to the 
formation of species which are difficult to vaporize or 
dissociate in the low-temperature argon-hydrogen flame*
The two higher temperature flames show smaller interfer ­
ence effects due to the acids (Pigs* 13 and 15)*
3*3*2 The effect of elements
2k2
Nakahara et al. in their atomic absorption study 
showed that the presence of many elements such as the tran ­
sition metals caused an extraordinary enhancement in the 
tin absorption; iron had the greatest effect in this res ­
pect* Other metals, such as alkaline earth metals, prod ­
uced a considerable depressing interference* The inter ­
ferences from the elements were not linearly related to 
their concentration*
The interference of twenty-seven elements, 
including iron, on the atomic fluorescence of tin was 
studied. The concentration of tin in 0.4M hydrochloric 
acid was kept constant at 10 ppm and the concentration 
of fifteen of the twenty-seven elements was varied bet­
ween 25 and 1000 ppm. The fifteen elements chosen for 
the more detailed study are those commonly found in 
steels. The effects of the remaining elements were 
determined at the ten and hundred-fold excess levels.
The magnitudes of all twenty-seven interferences at the 
ten and hundred-fold excess levels are given in Table 
5.4. The interferences of the fifteen elements commonly 
found in steels were not linear with concentration (Figs. 
3.17 to 3.19 illustrate the trends in the argon-hydrogen 
flame*)Neither the magnitudes nor the nature, i.e. enhance­
ment or depression, of the interferences in the argon-
hydrogen flame correlated with those reported by Nakahara 
21+2
et al, for the atomic absorption of tin. The magnitudes 
of the fluorescence interferences were in general signifi­
cantly smaller. These observations were not unexpected 
because the stoichiometry of the argon-hydrogen flame used 
in this study (Table 3.l) was different from the stoichio­
metry of the same flame used by Nakahara et al. The gas
flows used by the latter workers were: hydrogen 7.2 1 min”'L,
—1 9
argon 4.5 1 min • Browner et al* have shown that flame
conditions have a marked effect on interferences with tin
119
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TABLE 3.4
INTERFERENCES ON TIN ATOMIC FLUORESCENCE 
(TEN-FOLD EXCESS)
(10 ppm tin; 100 ppm interfering ion. Results expressed as the ratio 
of the fluorescence of tin in the presence of the interfering ion to 
the fluorescence of tin alone. All solutions were made up with 0.4M 
hydrochloric acid unless the particular salt used was insoluble in 
acid. In such cases alternative dissolution conditions were used. 
Measurements were made at the most sensitive wavelength of each flame).
Element Relativei fluorescence Element Relative' fluorescence
Air-C2H2 Ar-H2 Ar-02-H2 Air-C2H2 Ar-H2 Ar-02-H2
Ala 1.19 0.87 1.00 Mnb 1.06 1.00 1.00
Alb 1,30 0.76 0.95 Moe 1.27 1.02 0.97
As° 1.20 0.91 0.96 Nbf 1.14 1.00 1.00
Bia 1.15 0.97 1.01 Nib 1.03 0.84 1.00
Bad 1.05 0.98 1.00 Pbd 1.00 1.07 1.00
Caa 1.11 0.95 1.00 Rba 1.00 0.74 0.97
Cda 1.00 1.00 1.00 Sba 1.00 1.02 1.05
_ d Ce 1.14 0.88 1.07 Srd 1.04 0.83 1.00
Coa 1.00 1.00 1.00 Tig 1.28 1.07 1.13
Crd 1.05 0.85 1.00 Tlh 1.00 0.80 0.96
Cud 1,11 1.12 1.00 v b 1.06 0.94 0.95
Fed 1.00 1.10 1.00 W1 1.00 1.04 1.00
■ m aFe 1.00 1.10 1.00 Znd 1.00 1.02 0.99
Laa 1.14 0.90 1.03 Znb 1.00 1.05 0.98
Mgd 1.04 0.99 1.00 Zra 1.16 0.79 0.93
a added as chloride
b added as sulphate
c added as sodium arsenite
d added as nitrate
e added as ammonium salt
f added as pentoxi de
g added as metal
h added as carbonate
i added as sodium tungstate
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INTERFERENCES ON TIN ATOMIC FLUORESCENCE 
(HUNDRED-FOLD EXCESS)
(lO ppm; 1000 ppm interfering ion)•
TABLE 3.4 (contd)
Element Relative fluorescence
Air-C 2^2 Ar_H2 Ar“02*“H2
Ala 1.86 0.79 1.00
Alb 2.21 0.80 0.79
As° 1.10 0.87 0.98
Bia 1.22 0.96 1.00
Bad 1.11 0.98 1.00
Caa 1.25 1.03 1.00
cd a 1.00 1.00 1.00
p d Ce 1.83 0.93 1.11
Coa 1.00 1.00 1.00
Crd 1.24 0.73 0.96
n d Cu 1.11 1.12 1.00
Fed 1.00 1.10 1.00
Fea 1.00 1.10 1.00
X aLa 1.88 0.94 1.12
d
Mg 1.22 1.03 0.98
Element Relative fluorescence
Air-C^H^ Ar-H2 Ar-O^-H^
Mnb 1.12 1.00 1.00
Mo0 1.38 0.91 0.92
Nbf 1.45 1.00 1,00
Nib 1.24 0.72 1.00
Pbd 1.00 1.13 1.00
Rba 1.00 0.85 0.97
Sba 1.00 1.30 1.28
Srd 1.09 0.83 1.00
Tig 1.62 0.98 1.18
Tlh 1.00 0.80 0.96
vb 1.44 0.84 0.95
w1 1.00 0.91 1.00
Znd 1.00 1.02 0.98
Znb 1.00 1.05 0.96
Zra 1.16 0.79 0.96
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fluorescence in the argon-oxygen-hydrogen flame and there 
are of course many other examples of the effect of flame 
conditions on interferences in flame spectroscopy. Never­
theless the very high levels of interferences found by 
Nakahara et al were expected to appear in atomic fluores­
cence. These workers apparently carried out their deter­
minations of interferences on tin atomic absorption in 
aqueous solution rather than in 0.4M hydrochloric acid.
The effects of a few elements on the fluorescence of tin 
in aqueous solution were therefore studied for comparison 
with the interferences in 0.4M hydrochloric acid solution. 
The measurements were taken soon after preparation of the 
aqueous solutions. Comparison of the results (Table 3.5) 
with the previous measurements (Table 3.4) indicates that 
the effect of 0.4M hydrochloric acid is to reduce inter­
ferences in general, but for some elements, e.g. chromium, 
the interference changes from an enhancement in aqueous 
solution to a depression in 0.4M hydrochloric acid solution. 
Thus the effect of 0.4M hydrochloric acid could to a large 
extent explain the lack of correlation between the atomic
2k2
absorption results of Nakahara et al. and the atomic 
fluorescence results given here. However, without carry­
ing out atomic absorption measurements on our instrument 
it is not possible to expect any more than correlation of 
basic trends in the two techniques, nor is it necessary 
for the purposes of this work.
12  3
TABLE 3 . 5
INTERFERENCES WITH TIN ATOMIC FLUORESCENCE 
(AQUEOUS SOLUTION)
(lO ppm tin; 100 ppm interfering ion; all solutions made up with, 
deionised water; Flame-argon-hydrogen, 317*5 nm; the same metal 
salts were used as in Table 5*4, superscripts a to i)•
Element Relative fluorescence Element Relative fluorescence
Ala 1.46 Mo3 1.76
As° 1.04 Nbf 1.26
Coa 2.28 Nib 1.12
Crd
HH
•
H
Pbd 2.17
Cud 2.04 Tig 1.84
Fea 2.07 vb 1.24
Mnb 1.52 W* 1.44
The general conclusions that can be drawn from 
these measurements are that there are as many interfer ­
ences with the atomic fluorescence determination of tin 
as there are with the atomic absorption method* In the 
air-acetylene and argon-oxygen-hydrogen flame there are 
slightly fewer interferences than in the argon-hydrogen 
flame *
3*3*5 The effect of iron on the interferences from 
other elements
2k2
In view of the findings of Nakahara et al that 
iron III chloride eliminated the interference of most 
elements in the atomic absorption determination of tin 
in cool flames it was reasonable to suppose that iron 
■ would have a similar effect on the atomic fluorescence 
of tin. Fig.3.20 shows how the addition of iron affects 
the interference of chromium on tin fluorescence in the 
argon—hydrogen flame. The interference of chromium is 
eliminated in the presence of 1000 ppm iron. Comparison 
of Fig.3#20 with the results of Nakahara et al shows 
that the effect of iron in both the atomic absorption and 
atomic fluorescence of tin is the same. 1000 ppm iron 
similarly removed the dint erf erence from chromium •i’n the 
aii»-aeetylGno flane )•• Iti all taace fla^n 1000
pptn i.’On eliminated the interference from most of
the other elements studied (Table 3.6)* Iron was as
effective in removing interferences in the argon-oxygen-
12k
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THE EFFECT OF IRON ON THE INTERFERENCE 
FROM OTHER ELEMENTS
(10 ppm tin; 1000 ppm iron III chloride. Results expressed as the 
ratio of the fluorescence of tin in the presence of 100 ppm inter ­
fering ion and 1000 ppm iron to the fluorescence of tin in the pres ­
ence of 1000 ppm iron alone. All solutions made up -with 0.4M 
Hydrochloric acid solutionf iron added as iron III chloride)»
TABLE 3.6
Element Relative fluorescence Element Relative fluorescence
Air-C2H 2 Ar-H2 Ar-02-H2 Air-C2H 2 Ar-H2 A r - 0 2 - a 2
Al a 1.00 1.00 1.00 Mnb 1.00 1,00 1.00
Alb 1.58 0.96 1.00 Mo® 1.00 0.90 1.00
As° 1.00 1.00 1.07 Nbf 1.51 1.02 1.05
Bia 1.00 1,00 1.00 Nib 1.00 0.81 1.00
Bad 1.00 1.02 1.02 Pbd 1.00 1.00 1.00
Caa 1.00 1.00 1.00 Rba 1.00 1.00 1.00
Cda 1.00 1.00 1.00 Sba 1 . 0 0 0.84 0.89
Ced 1.08 1 . 0 0 1.02 Sr 1 . 0 0 1.00 1.02
Cod 1.00 1 . 0 0 1 . 0 0 Tie 1.55 1.04 1,02
Crd 1.00 1.00 1 . 0 0 V b 1.00 0.98 0.94
n d Cu 1 . 0 0 1 . 0 0 1.00 N 1 1.00 1 . 0 0 1 . 0 0
F e d 1.00 1 . 0 0 1.00 Znd 1 . 0 0 0.98 1.00
Laa 1.19 1.00 1.00 Znb 1.00 1 . 0 0 1 . 0 0
iwr ^M g 1.00 0.96 0,96 Zra 1.46 1 . 0 0 1 . 0 0
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hydrogen flame as it was in the argon-hydrogen flame but 
most effective in the air—acetylene flame.
The interferences not removed in the presence of 
iron III chloride when using the argon-hydrogen flame 
were also still present in the comparable atomic absorp ­
tion results of Nakahara et al (Mo,Ni,Sb) and they 
correlate both in magnitude and nature. None of these 
three elements interfered in the air-aoetylene flame and 
only antimony interfered in the argon—oxygen-hydrogen 
flame. It should be noted that those trace elements 
which occur in steels and which still interfere in the 
air-acetylene and argon-oxygen-hydro gen flames in the 
presence of iron III chloride (Al, Ti, Nb in air-acety- 
lene and As, Sb, V, Nb in argon-oxygen—hydrogen) occur 
at levels which would not interfere with the determina ­
tion of tin in steels. (As, Nb, Sb, Al, Ti, V usually 
occur at less than 0.2/6 in steel, i.e. 20 ppm if lg steel 
is dissolved in 100 ml of solution)•
3.3*4 The effect of iron on the interference from acids
In the argon flames 1000 ppm iron failed to remove 
the interference from the acids studied except hydrochloric 
acid (Table 3.T). However the enhancement due to iron 
in the presence of hydrochloric acid is the same as the 
enhancement due to iron in aqueous 10 ppm tin solutions. 
(Table 3*7). In the air—aoetylene flame only phosphoric,
12 7
TABLE 3,7
THE EFFECT OF IRON ON THE INTERFERENCE FROM ACIDS
(lO ppm tin; all solutions made up with deion/'.sed water* Results 
expressed as the ratio of the fluorescence of tin in the presence of 
acid and 1000 ppm iron to the fluorescence of the aqueous tin solu ­
tion containing neither acid nor iron, iron added as iron III chloride)
Acid concentration Relative fluorescence
of acid io
Air-C2H 2 Ar-H2 Ar-O^-Hg
hydrochloric 10 1.00 2.08 2 *5 2
phosphoric 10 0.69 0.19 0*22
nitric 10 1.00 1.27 1.31
sulphuric 10 0,47 0,23 0.29
perchloric 10 1.00 1.23 1.27
hydrofluoric 1 1.20 1.96 1.68
0.4M hydrochlorio 1,00 1.52 1.36
acid - no iron
aqueous tin, 
no acid,
1000 ppm iron
1.0 0 2.08 2.52
12 8
sulphuric and hydrofluoric acids interfere (Table 3*7)•
3.3*5 The effect of organic solvents 
232
Gilbert has discussed the effect of acetone, 
ethyl alcohol and isopropanol on the thermal emission 
of tin in air-hydrogen flames and quotes enhancements
23k 2k9
in the emission of up to 75$ • Harrison and Juliano
found that the addition of a variety of organic solvents 
depresses the tin atomic absorption in the air-hydrogen
242
flame. Nakahara et al found this was also true of the 
cooler argon—hydrogen and nitrogen flames. The present 
author has not been able to find any detailed published 
information on the effect of organic solvents when the 
air-acetylene or nitrous oxide-acetylene flames are used 
for tin atomic absorption methods. However, published
2i+0,2i|.1,255
solvent extraction methods do not seem to have suff ­
ered any loss in sensitivity due to the use of organic 
solvents. In this study 10 ppm aqueous tin solutions 
containing 10$ concentrations of a range of organic 
liquids were nebulized and the fluorescence measured 
(Table 3.8). In the argon flames acetone, acetic acid, 
ethanol and methyl—ethyl—ketone all depressed the fluores ­
cence of tin. Acetic acid gave the smallest depression 
(36.5$), methyl-ethyl-ketone the largest (92.7$). 1000 ppm
iron had a releasing effect in all cases but not enough to 
enhance the signal (Table 3.8). The magnitudes of these
129
TABLE 3.8
THE EFFECT OF ORGANIC LIQUIDS ON THE ATOMIC 
FLUORESCENCE OF TIN
(10 ppm tin; solutions containing 10$ organic liquid and made up 
with deionised water. Results expressed as the ratio of the 
fluorescence of tin in the presence of organic liquid to the 
fluorescence of the aqueous tin solution containing no organic liquid)
Organic liquid Relative fluorescence
Air-C2H2 Ar-H2 Ar-02-H2
Acetone 1.05 0.36 0.12
Acetic acid 1.05 0.77 0.63
Ethanol 1.05 0.55 0.24
Methyl ethyl ketone 1.05 0.34 0.07
THE EFFECT OF IRON ON THE INTERFERENCE FROM 
ORGANIC LIQUIDS
(10 ppm tin; solutions containing 10$ organic liquid and 1000 ppm 
iron, added as ferric chloride, and made up with deionised water. 
Results expressed as the ratio of the fluorescence of tin in the 
presence of organic liquid and iron to the fluorescence of the 
aqueous tin solution alone)
Organic liquid Relative fluorescence 
Ar-H _Air-C2H 2 A r - 0  -H
Acetone 
Acetic acid 
Ethanol
Methyl ethyl ketone
1.05
1.05
1.05
1.05
0.84
0.95
0.93
0.84
0 . 1 2
0.93
0.34
0.13
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depressions in the argon flames are similar to those
2k2 2k9
found by Nakahara et al and Juliano and Harrison 
for the atomic absorption of tin.
In the air-acetylene flame all the organic liquids 
enhanced the signal by 5^ °* The addition of 1000 ppm 
iron had no effect on this enhancement. The enhancement 
effect in this flame also occurs in atomic absorption as
2k9
mentioned briefly by Harrison and Juliano • The use of 
organic solvents often increases nebulization efficiency 
due to increased uptake rates caused by lower solution 
viscosities. In the case of tin in any of the flames 
studied there is a competiticnbetween the nebulization 
effect and the chemical effect,
3,3,6 Mechanism of interference elimination
It was indicated (Section 3,3,2) that hydrochloric 
acid reduces interelement effects on the atomic fluoresc­
ence of tin in the argon—hydrogen flame, Further work 
was carried out using the argon—hydrogen flame which 
demonstrated that above a hydrochloric acid concentration 
of 2% the effect of the acid on the fluorescence of tin 
in the presence of other elements remains constant at 
the levels listed in Table 3,4, Six elements were tested 
and the results are plotted in Fig, 3.22© It is there­
fore important to keep the concentration of hydrochloric 
acid above 2fo to keep interferences constant, and above 0.4M
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Pig. 3»22 The effect of hydrochloric acid on. the 
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mol ybdenurn.
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i.e. ^  pH 1.5) to prevent loss of tin from solu ­
tion by adsorption.
Interelement effects occurring in the atomic 
fluorescence determination of tin, using the hydrogen
flames, follow the same basic trends as those reported
242 2 4 9
by Nakahara et al and Harrison and Juliano 9 in
their work on the atomic absorption of tin. In view
of this observation the mechanism for the elimination
of interferences by iron III chloride proposed by
Nakahara et al, is as acceptable for atomic fluorescence
as it is for atomic absorption. The latter authors
postulate the following schemei
+0(or 0o ) (3) 5.7 eV
S n O ---------- b-Sn
(5)
SnCl2 (or SnCl)
MCI (4)
2.7 eV 
S n H --------- £» Sn
+H(or H 2) (l) (2)
where MCI represents hydrogen chloride and/or metallic 
chloride. Tin is vaporized as SnCl^ or SnCl and the 
production of tin atoms is thought to occur through 
processes (l) and (2 ), but a larger part of the tin in 
the flame is present as SnOi
Nakahara et al found some enhancing interferences' 
when- atmnonium halides were present in the solutions u&ed
132
for atomic absorption analyses in the argon-hydrogen 
flame# No enhancing effect was observed in the air- 
hydrogen flame. These observations substantiated the 
above scheme in that the halide may contribute via 
step (4 ) to the formation of species which are stable 
in cool flame, e.g# SnCl^ or SnCl and these species may 
favour the formation of SnH which decomposes directly by
25^
step (2 ) to produce tin atoms# Burke and Albright 
found that interferences were minimised through the use 
of solutions containing 2^ ammonium chloride 5°/° perchloric 
acid and hydrochloric acid for atomic absorption analyses 
for tin in the argon-hydrogen flame. This also indicates 
that ammonium chloride (or ammonium perchlorate) could act 
as MCI in step (4 )•
In the above scheme depressing interferences occur 
through process (3), oxygen atoms or molecules being supp ­
lied by air and/or oxygen-containing compounds such as 
nitrate, sulphate and phosphate. Enhancing interferences 
occur through process (4 ) f iron III chloride being the 
most effective as MCI. Hydrochloric acid and ammonium
halides being less effective than iron chloride.
2li9
Harrison and Juliano propose that the depressive 
effect of organic solvents on tin absorption is probably 
related to the effective removal of active hydrogen atoms 
which either serve to reduce tin oxide directly to form 
tin atoms or form a tin hydride species which is more
133
susceptible to dissociation than the tin oxide* To
reach their conclusions these workers studied the effect
of organic additives on tin hydride emission at 609*5 nm.
Tin hydride showed a sharp decrease in emission intensity
as the concentration of the organic species was increased,
much like the effect shown for tin absorbance except that
a more severe effect was noted on the hydrides*
In the air-acetylene flame a similar mechanism to
the schemes above could be postulated. However step (l)
could involve a variety of other reducing species which
257
are present m  the air-acetylene flame. Harrison and 
OhQ
Juliano point out that reduction by carbon species will
be favoured energetically because of the more stable C-0
bond as compared with the OH bond. That hydrogen does
not play a large part in the atomisation of tin in this
flame is indicated by the enhancement effect of organic
liquids in this fluorescence work as well as in Juliano
and Harrison’s absorption work, i.e. the removal of
active hydrogen is not as significant as it is in the
hydrogen flames. Steps (3 ) and (4 ) probably still occur
in the air-acetylene flame because iron III chloride has
the same dTfect on the fluorescence of tin in the presence
of other elements as it does in the hydrogen flames.
2i+3
Juliano and Harrison present a more detailed discussion 
of the possible mechanisms by which individual elements 
interfere with tin absorption. They propose various
134
•types of ionisa-bion mechanisms and solute vaporization 
interferences based on the formation of -oxides in the 
flame•
3*3*7 Analytical Curves
The expressions which relate the radiance of 
fluorescence emission to the concentration of fluorescing 
atoms are given in appendix I*. These expressions high­
light the important factors which affect the shape of 
analytical curves especially at high concentrations of 
analyte atoms in the flame* At low concentrations the 
plot of analytical signal vs metal atom concentration has 
a slope of unity because self-absorption of the emitted 
fluorescence by ground state analyte atoms is negligible * 
At high concentrations self-absorption of resonance radia­
tion becomes important* The other factors, related to 
self-absorption, which affect the shape of analytical 
curves at high concentrations are mainly concerned with 
the method of illumination of the flame and the solid 
angle over which the fluorescence is measured.
The above considerations hold when excitation and 
fluorescence are taking place at the same wavelength 
(resonance fluorescence)• Xf the fluorescence is emitted 
at a different wavelength to the excitation the shape of 
the analytical curve will be altered. This occurs when a
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line source is used and the fluorescence transition 
terminates in an excited state, (Generalisation (z>
Appendix i) an example of such a transition is direct 
line fluorescence. In these cases the fluorescence 
radiance at all analyte concentrations becomes independent 
of the shapes of the absorption and fluorescence bands 
because ground state analyte atoms will not absorb strongly 
at the fluorescence wavelength and therefore the self­
absorption factor, fs, tends to unity (Appendix I) . It 
should be noted however that in flame spectroscopy this 
excited state should be about 0,5 eV or higher above the 
ground state for fs to approach unity^ , The consequence 
of using such non-resonance fluorescence is an analytical 
curve with a long linear range to higher concentrations 
than is normally encountered.(see theory, Appendix i)•
For the atomic fluorescence of tin in the argon-
g
hydrogen flame, the direct line fluorescence at 317-5 nm
is most sensitive (section 3-2,4)- In the argon—oxygen—
hydrogen and air-acetylene flames the 303,4 nm line is the
most sensitive. The latter line is a step-wise transition
with a component from a thermally assisted (^P to see
o 1
Fig 3-13) resonance fluorescence transition at 303-4 nn^ . 
Neither of the fluorescence transitions, 317-5 or 303,4 nm, 
terminate in an excited state greater than 0-5eV above the
/ 193
ground state (0,210 and 0,425eV respectively ) consequ­
ently the self-absorption factor, fs,1 cannot be unity - 
However analytical curves in all three flames were linear
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between the detection limit and 250 ppm (Fig. 5.23) a 
relatively long linear range compared to other elements 
using resonance lines where such lines give superior 
detection limits. An example of such an element is 
manganese which gives calibration graphs, at the 280 nm
resonance line, which are linear from 0.0025 to only
*l 2* ^10 ppm '. Consequently the use of non-resonance tran­
sitions for the atomic fluorescence determination of tin 
has the twofold advantage of extended linear range at 
high concentrations and superior detection limit. This
favourable situation also occurs for other elements, for 
i i±
example lead In the atomic fluorescence of arsenic
(Chapter four) the 235*0 nm thermally-assisted direct- 
line fluorescence transition gives analytical curves 
which show less curvature at high concentrations than 
the resonance line at 189.0 nm. However the 235.0 nm 
line was found to give poor sensitivity in this work.
A choice between linear range to high concentrations and 
superior detection limits often needs to be made depend­
ing upon the application and/or element concerned.
In this work on tin the calibration solutions used 
to obtain the analytical curves were 0.4M in hydrochloric 
acid and each contained 1000 ppm iron III chloride. The
upper limit of the linear range, 250 ppm, was the same as
9
that obtained by Browner et al in their tin fluorescence 
studies•
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Fig. 3*23 Analytical curves for the determination of tin by 
atomic fluorescence. All solutions were O.L M in 
hydrochloric acid and contained 1000 ppm iron.
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3»3»8 Detection Limits
Detection limits in this thesis are defined as 
that solution containing the analyte which gives a 
signal-to-noise ratio of two at the readout when using 
an 18.2s time constant. A full discussion of the 
factors which affect signal-to-noise ratios is given 
in chapter two. The procedure and conditions used 
to measure detection limits are given in appendix 2.
The detection limits obtained for the atomic
fluorescence determination of tin were 0.05 ppm in the 
argon-separated air-acetylene flame, 0.006 ppm in the 
argon-oxygen-hydrogen and argon-hydrogen flames and 
3 ppm in the argon-separated nitrous-oxide acetylene 
flame. The standard solutions used to measure these 
limits contained 0 .0 5 ppm tin for air-acetylene, 0 .0 2 5  
ppm tin for the argon flames and 10 ppm for the nitrous- 
oxide flame. The solutions were also 0.4M in hydrochloric 
acid and contained 1000 ppm iron (added as iron III chloride).
The magnitude of the signals in the argon-separated
nitrous oxide-acetylene flame, argon-separated air-acety­
lene flame and the argon flames were in the ratio 1:10:30 
respectively when using the most sensitive conditions in 
each flame and the same instrumental conditions. The 
ratio of the signal in the air-acetylene flame to that in
the argon-oxygen-hydrogen flame is approximately the same
9
as that obtained by Browner et al#^ if the improvement
13 8
due to flame separation is taken into account. (Browner 
et al did not separate the air-acetylene flame for this 
measurement)•
Prom a comparison of the above ratios with the 
detection limits it can be seen that the superior det­
ection limits obtained in the argon flames are a combin­
ation of the reduced amount of noise associated with the 
argon flames and the higher sensitivity in these flames. 
Whether this larger signal is in fact due solely to the 
overexcitation phenomenon discussed in section 3*2.2 
(which gives a larger atomic population in cool hydrogen 
flames) or has a contribution due to reduced quenching 
of fluorescence by flame gas species is not clear from 
these results. However the fact that the air-acetylene 
flame is so much more sensitive than the nitrous-oxide- 
acetylene flame indicates that quenching is appreciable 
in the latter flame. One would expect the atomic popu­
lation to be greater in the nitrous-oxide flame because 
this flame is more sensitive than air-acetylene iu atomic
. 2 3 4
absorption • It is interesting to compare these observa­
tions with the situation found for the determination of 
arsenic at 189*0 nm (chapter four)*
Comparison of the above atomic fluorescence det­
ection limits with the best atomic absorption limits that
t 5
we could find (e.g. Winefordner and Blser 0.03 ppm in
cool flames) demonstrates the superior limits obtained
when using atomic fluorescence for the determination of
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tin. The more popular air-acetylene flame gives a 
detection limit which is comparable with the limits 
found for atomic absorption in cool flames and further 
improvements can be obtained by using the cool flames 
in atomic fluorescence*
3*4 The determination of tin in steel samples
2k2
Nakahara et al pointed out that the effect of 
iron III chloride in eliminating interferences facili­
tates the determination of tin in steels by atomic 
absorption* These workers successfully determined tin 
in steel by dissolving lg of steel in aqua-regia, evap­
orating to dryness, taking up in 10 ml of 6M hydrochloric 
acid, diluting to 100 ml in a volumetric flask and meas­
uring the absorption of the resulting solution in the 
argon-hydrogen flame* In the work reported here the 
above atomic absorption method was repeated, i.e* cali­
bration curves were obtained using standards containing 
1000 ppm iron (added as iron III chloride) and aqua-regia
was used to dissolve lg samples of five B.C.S. standard 
258
steels * The resulting solutions were nebulised and 
the atomic fluorescence measured at the 303*4 nm line* 
However, all the fluorescence signals from the steel 
solutions were severely depressed by between 50 and 90fo 
in the argon-hydrogen and argon-oxygen-hydrogen flames 
and enhanced by up to A-Ofo in the air-acetylene flame 
(Table 3.9).
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TABLE 3 . 9
THE DETERMINATION OP TIN IN STEEL USING 
CALIBRATION STANDARDS CONTAINING 1000 ppm IRON
(For a discussion of these results and the dissolution method 
used see text)*
Brit isha 
Chemical 
Standard 
Steel N o .
Description 
of steel
BCS
standardised 
value /o
Tin content 7»
Atomic fluorescence 
(Duplicate analyses)
Air/C2H2 Ar/H2 Ar/02/H2
451 plain
carbon
0.006 0.007
0.007
b b
321 mild 0.014 0.019
0.018
b b
322 mild 0.24 0.30
0.29
0.05
0.07
0.10
0.11
323 mild 0.024
OJ
 
H
 
tA
 
O 
O
 
• 
.
o 
o b 0.013
0.012
325 mild 0.046 0.055
0.054
0.009
0.010
0.020
0.019
a. The standardised analyses of the steels can be obtained 
by referring to the list of analysed samples published 
by the Bureau of Analysed Samples Ltd.25o
.b. Eluorescence signals not detectable.
Norris and Nest investigating the determination 
of chromium and manganese in steels using atomic fluor­
escence spectroscopy found that iron above a 250-fold 
excess interfered in the determination of chromium 
causing a depressing effect. They found it necessary 
to remove most of the iron by extracting it from strong 
hydrochloric acid-nitric acid solution, immediately after 
dissolution, with an equal volume of A.R. grade amyl 
acetate.
2 5 6
Burke and Albright found that 10,000 ppm iron 
caused a depression of tin atomic absorption signals in 
the argon-hydrogen flame. This depression was alleviated 
but not eliminated by the ammonium chloride-perchloric 
acid system mentioned in section 3*3*6.
The effect of iron (added as iron III chloride) 
present in the range 0 to 10,000 ppm, on the fluorescence 
of a 50 npm tin solution was determined in this work 
using the two argon flames and the separated air-acetylene 
flame. The results, plotted in Fig*3<»2i4.* show that iron 
has a depressing effect on the determination of tin in the 
argon flames. The severe depression caused by iron in 
the argon-hydrogen flame presents difficulties in the use 
of this flame for sensitive atomic fluorescence measure­
ments of solutions of steels.
Results of further steel analyses (Table 3*10) using 
standards containing 8000 ppm iron demonstrated that it
11+1
230
w
o\-r,
W
o
IQ
frJ
o
PH
M
Eh
c
H-1
PI
f*5
5?1 iS*• 3*2h The effect of iron (adder] as iron (3.13.) chloride)
on the atomic fluorescence of tin,
*rv -pirrj 4 -
Solutions O.lj. M 
in hydrochloric acid. 50 rnm tin. Relative 
fluorescence is the ratio of the fluorescence of tin 
in the presence of iron to the f3_uorescence of tin 
alone.
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TABLE 3.10
THE DETERMINATION OE TIN IN STEEL USING 
CALIBRATION STANDARDS CONTAINING 8000 ppm IRON
(Por a discussion of these results and the dissolution method 
used see text).
Britisha Description Tin content $
Chemical of steel _______________________________________
Standard BCS Atomic fluorescence
No. standardised (Duplicate analyses)
value fo
Air/C2H 2 Ar/ 0 2/H2
322 mild 0.24 0.30 0.14
0.30 0.14
323 mild 0.024 0.031 0.016
0.030 0.015
431 plain 0.006 0.007 b
carbon 0.008
258
a. Bureau of Analysed Samples Ltd,
b. Pluorescence signals not detectable.
was not possible to wholly attribute the large depress­
ions in the argon flames to the effect of high concen­
trations of iron; a ca* 40^ depression was still obser-r 
ved in the argon—oxygen-hydrogen flame* Neither could 
the enhancement in the air-acetylene flame be explained 
by the effect of iron III chloride on tin fluorescence* 
Silicates in solution are well known to cause 
marked depressions on the atomic absorption determination 
of a variety of elements; magnesium, calcium and strontium
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are notable in this respect • Silicon in steel ranges
from 0*001 to 5 The traditional method of minimising
the depressive effect of silicates is to filter the steel
solution after dissolution* This is effective because
gelatinous silica partly precipitates during dissolution
techniques which do not include a dehydration step. A
method of complete removal of silica is volatilization
1 92  2 5 9 - 2 6 0
with hydro fluoric acid during the dissolution procefes 
The tetra fluoride of silicon is gaseous at ordinary 
temperatures and therefore easily volatilized from solu­
tion* The tin tetrafluoride is an involatile solid 
which sublimes at 978 K, thus it is unlikely to be vol­
atilized from solution.
The above two methods of removing silicon were
applied to the determination of tin in three standard
258
steels from the B.C.S. range (Bureau of Analysed 
Samples Ltd., Middlesbrough)• These two methods of 
dissolution of the steel sample, both based on the use
1*4-3
of hydrochloric acid/nitric acid mixture, are detailed in Table 
3 = 11 Methods A and B)„ The calibration curves for these deter­
minations v/ere obtained using standards containing 8000 ppm iron 
and which v/ere OcAm in hydrochloric acid, (l’i£ 0 3 - 2 5  ) •
The curves are linear from the detection limit to 250 ppm using 
both the argon-oxygen-hydrogen and the argon-separated air-acetylene 
flames,. The results of the determinations are given in Table 3=12 
The depression in the argon-oxygen-hydrogen flame and the enhance­
ment in the air-acetylene flame are nof longer evidento The 
enhancement in the air-acetylene flame was probably due to 
scatter of source radiation by silica particles in the flame„
This v/as confirmed using the non fluorescing line at 285 = 0 nm0
This source line was as intense as the 303 <A nm source line
(Figo 3»12)o At 285=0 nm scatter was observed from the unfiltered
steel solutions while no signals were observed from standard tin 
solutions containing 8000 ppm iron or from filtered steel 
solutions a
Detection limits in the argon-oxygen-hydrogen and argon-separated 
air-acetylene flames were measured respectively using 0 U025 and 
0 o05 ppm standard tin solutions each containing 8000 ppm iron and 
which were 0o4M in hydrochloric acido The detection limit in the 
air-acetylene flame was 0*05 ppm; the same as for standard tin 
solutions containing only 1000 ppm iron (section 3=3=8)o In the case 
of the argon-oxygen-hydroeen flame the presence of 8000 ppm iron in the
CO
£h
M
>H
<a’
w
Eh
IH
PQCr'
<5
Wr *\
t^ y-
<M
fi
K
M
OOj
o
M
PH
c£>
o
HP
LOG TIM COMCMMTRVriOTT vvm
Pig. 3*25 Analytical curves for the determination of tin "by 
atomic fluorescence. All solutions were 0*U M in 
hydrochloric acid and contained 8000 ppm iron.
1U5
DISSOLUTION METHODS USED FOR THE DETERMINATION OE 
TIN IN STEEL BY ATOMIC FLUORESCENCE
TABLE
METHOD A .
lg of the steel was dissolved in 7 ml of concentrated hydrochloric 
acid and 3 ml of concentrated nitric acid and the resulting solution 
was heated gently until the evolution of brown fumes due to oxides 
of nitrogen ceased. The solution was then evaporated, almost to 
dryness, the residue taken up with 10 ml of concentrated hydrochloric 
acid and filtered through a No.4 sinter crucible. The solution was 
then transferred to a 100 ml volumetric flask and diluted to the mark.
METHOD B .
lg of the steel was dissolved, in a 100 ml P.T.F.E. beaker with 7 ml 
of concentrated hydrochloric acid and 3 ml of concentrated nitric acid. 
The resulting solution was heated gently until the evolution of brown 
fumes ceased and then 2 ml of hydrofluoric acid was added. The solu­
tion was then boiled gently for ten minutes to volatilize the silicon 
tetrafluoride, evaporated almost to dryness, taken up with 10 ml of 
hydrochloric acid and diluted to 100 ml in a volumetric flask.
METHOD C .
lg of the steel was dissolved in 7 ml of concentrated hydrochloric acid 
and 3 ml of concentrated nitric acid. When the reaction had subsided 
10 ml of perchloric acid was added and the solution evaporated slowly 
until fumes of perchloric acid appeared. The solution was then fun.ad 
for a further five minutes, cooled, 50 ml of deionised water added, 
filtered and diluted to 100 ml in a volumetric flask.
ABLE 3.12
THE DETERMINATION OP TIN IN STEEL USING- CALIBRATION 
STANDARDS CONTAINING 8000 ppm IRON AND EMPLOYING THE 
REMOVAL OP SILICON DURING DISSOLUTION.
cXhe following trace elements are present in all or most of the steels:
, Si, S, P, Mn, Ni, Cr, Mo, Cu, V, N, Ti, As, Al, Sb.Nb.Arsenic, niobium,
ntimony, vanadium, titanium and aluminium are present at levels not '
ikely to interfere with the determination (less than 0.2$). The remaining
lements do not interfere in the presence of iron III chloride.
itish Description Tin content
hemical of steel ■--------------------------------------------------------
tandard BCS Atomic fluorescence•(Duplicate analyses)
teel No. standardised , ,
value io Method A Method B
Air/C2H2 Ar/02/H2 Air/C2H 2 Ar/02/H2
322 mild 0.24 0.24 0.23 0.23 0.23
0.24 0.24 0.24 0.24
323 mild 0.024 0.024 0.023 0.024 0,024
0.024 0.024 0.023 0.024
431 plain
carbon
0.006 0.006
0.005
0.005
0.005
0.006
0.006
0* 006 
0.005
a. The standardised analyses of the steels can be obtained by 
referring to the list of analysed samples published by the 
Bureau of Analysed Samples Ltd. 258
b. See text and Table 3* 11c
standard solutions increased the flame noise as well as 
depressing the fluorescence signal. This degraded the 
detection limit from 0,006 ppm to 0,01 ppm.
The precision of Method B (Table 3«1*l) was invest­
igated for one of the standard steels (B.C.S. No,323, & 
mild steel)• Six samples of this steel were treated 
using dissolution method B and the average of three 
atomic fluorescence readings taken for each sample.
The relative standard deviation was 3*1$ for the air- 
acetylene flame and 2,3$ for the argon-oxygen-hydrogen 
flame•
A third dissolution method (Method C, Table 3•i i) 
using aqua-regia but followed by oxidation with perchloric 
acid and a filtration step was used to analyse B.C.S. 
standard steel No.325 (standardised tin content 0.048%). 
The atomic fluorescence analysis gave a tin content of 
0.049$ using the argon-oxygen-hydrogen flame and 0.047$ 
using the argon-separated air-acetylene flame. Cali­
bration was carried out in the same way as for Methods 
A and B. However if more than 10 ml of perchloric acid 
was used in the dissolution step large enhancements of 
the fluorescence signal were observed in either of the 
above flames. For example, the use of 20 ml of per­
chloric acid resulted in a tin fluorescence signal 
corresponding to 0.13$ for B.C.S. No.325 (argon-separa­
ted air-acetylene flame)• Moreover this interference 
was not reproducible, the enhancement varying between
147
12*8
100 and 400$ (three determinations, tin content found: 
0.13$* 0.19$, 0.09$, in the air-acetylene flame, and 
0.2, 0.24, 0.1 in the argon-oxygen-hydrogen flame).
This is probably related to evaporation time during the 
dissolution step as well as to the volume of perchloric 
acid added. The effect of the concentration of per­
chloric acid on the fluorescence of tin in the argon- 
oxygen-hydrogen flame is not constant below an acid 
concentration of 10$ (Fig.3 *ltf-) •
In view of the above observations, Method C using 
perchloric acid could only be considered reliable when
using concentrations of perchloric acid accurately con-
1 92
trolled below 10$. Price points out that it has been 
found necessary to take calibration standards through a 
perchloric acid oxidation step when determining chromium 
and molybdenum in steels by atomic absorption. This 
eliminates any problems that may occur due to a difference, 
probably in oxidation state in the case of chromium, 
between samples and synthetic standards. This procedure 
may be necessary for the determination of tin in steel by 
atomic fluorescence if a perchloric acid dissolution is 
indicated. For example, if it is desirable to determine 
a number of trace elements using a single weighing and 
preparation procedure the use of perchloric acid may be 
necessary to bring one or more of the elements into solu­
tion.
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3*5 Conclusion
This work has demonstrated that interelement 
effects in both the atomic absorption and the atomic 
fluorescence of tin follow the same basic trends. The 
use of iron III chloride to eliminate interferences 
has a similar effect in both techniques. The detection 
limit obtained for tin atomic fluorescence using cool 
hydrogen based flames is nearly an order of magnitude 
lower than published figures for the atomic absorption 
method using the same flames. The air-acetylene flame 
gives a detection limit which is comparable to the atomic 
absorption detection limits in the interference prone 
cool flames.
A method has been developed for the determination 
of tin in steel using the atomic fluorescence of tin at 
the 303.4 nm line in the argon-separated air-acetylene 
flame or the argon-oxygen-hydrogen flame. The effects 
of interferences were eliminated by the addition of iron 
(added as ferric chloride) to the calibration standards 
in about the same amount as found in the sample and the 
removal of silicon from the sample. The preferred pro­
cedure involves the dissolution of the sample in aqua- 
regia followed by the volatilization of silicon using 
hydrofluoric acid. Alternativelyf the removal of silica 
by filtration was also found to be satisfactory.
The superior sensitivity of the fluorescence tech­
nique has enabled the determination of tin in steels
150
without preconcentration and moreover the popular air- 
acetylene flame can be used rather than a cooler flame. 
If necessary further improvements in sensitivity can be 
obtained using the argon-oxygen-hydro gen flame.
CHAPTER FOUR
15*1
The application of atomic fluorescence spectrometry to the determination 
of arsenic in steels..
bo'\ Introduction
The fluorescence and analytical characteristics of arsenic
11,228 17 9
have been reported by Dagnall et al, and Thompson and Wildy,
a detection limit of 0o1 ppm was obtained in both cases. Vickers 
60
et al. have determined arsenic using a non-dispersive fluorescence
261
method and Fulton et al. measured the atomic fluorescence of arsenic 
using a dual-element arsenic-antimony electrodeless discharge lamp 
as source.
The atomic absorption determination of arsenic has been well
16 5 ,19 2 ,2 5 3 ,2 6 2 - 2 6 9
characterised although two serious problems
have been encountered"^ , The first of these is that it is
difficult to construct arsenic hollow cathode lamps of high enough
270
quality for routine use, This is because the vapour pressure of 
arsenic is high and the element is rapidly lost from the cathode of 
the larnp0 Although improvements have been made, arsenic hollow 
cathode lamps still often have a relatively short operating life.
The second problem occurs primarily because the arsenic resonance 
lines lie below 200 nm and a significant number of atomic absorption 
instruments perform poorly in that spectral region* Both of these 
problems have been alleviated in modern instruments by the use of
1 6 5
arsenic electrodeless discharge lamps and optical systems which
transmit efficiently in the u.v.
Detection limits for arsenic atomic absorption have been
262 2 6 8
reported as low as 0 ,0 5 ppm in the argon-hydrogen flame 0 ,^- or
2 6 2 15 9
0,25 ppm in the air-acetylene flame, lieniG and Rains report
a limit of 0 ,1 ppm in the argon-hydrogen flame using an electrodeless
263discharge lamp as source, Kirkbright et al, quote a detection
limit of 1o2 ppm in the argon-separated air-acetylene flame and 
improve this slightly to 1.0  ppm using an inert-gas shielded nitrous 
oxide-acetylene flame^?^
Interferences affecting the atomic absorption determination
2 6 3 . 2 6 8 , 2 7 1 - 2 7 3 * 2 8 3
of arsenic have been discussed for a variety or applications 
The sensitive cool flames are so seriously affected by interferences 
that they have been used very little for the analysis of real 
samples,, The use of the nitrous oxide flame overcomes most of 
the interferences encountered in either the cool flames or the
2 6 3 - 2 6 5 , 2 7 3
air-acetylene flame •
Various emission spectrometric methods for the determination
2 7 4 , 2 7 5
of arsenic have been reported which give improved detection
limits over the Od ppm figure usually obtained by atomic 
absorption.
Further improvements in the atomic absorption method have 
276-281
been obtained by the chemical conversion of arsenic to arsine
276-278,280,281 
and its subsequent introduction into an argon-hydrogen flame
2 7 9
or an electrically heated absorption tube „ This method is more
efficient in introducing arsenic into the flame and consequently an
improvement in detection limits of up to two orders of magnitude 
is obtainedo Ando et al. use a long-path Vycor cell to improve
atomic absorption sensitivities for arsenic.
The present author has not been able to find any published
methods for the determination of arsenic in steels using the atomic
8
fluorescence method. Scholes in 1968 reviewed the analysis 
of iron and steel by atomic absorption and noted that arsenic 
was one of the more difficult elements to determine with adequate
2 8 3
sensitivity. Hill determined arsenic in steel using atomic 
absorption after a rapid distillation proceedure and Kirkbright
265 . .
et al. used atomic absorption to determine arsenic in steel 
directly by dissolution of a 2g sample and aspiration into a 
nitrous oxide flame.
1 5 2
Although the sensitivity obtainable for arsenic determination
by atomic absorption has been gradually improved it is still more
p  q j  |
usual to determine arsenic using spectrophotometric techniques
or occasionally an indirect atomic absorption method is used. This
usually involves the nebulization of an MIBK extract of arseno-
2 8 5— 288
molybdic acid and the determination of molybdenum at 3 13 .3 nm
... s 289(sensitivity 0.01 ppm;. Nall reviews some of the existing
methods for the determination of arsenic in steel including the
British Standard titrimetric method where 1 ml of titrant is
equivalent to 0.003% of arsenic on a 3g sample. Nall then
describes a simple molybdenum-blue method which is suitable for
determinations of arsenic in the range 0 .0 0 1 to 0.03% in most
types of steel.
The stability of dilute standard solutions of arsenic has
290been investigated by Al-sibaai and Fogg . The solutions, 
prepared either by Dissolving arsenic III oxide in sodium hydroxide 
solution and then neutralizing with hydrochloric acid, or by 
dissolving disodium hydrogen arsenate heptahydrate in water, were 
found to be stable at both the 20 and 4 ppm level.
This chapter describes the interferences which affect the 
atomic fluorescence determination of arsenic in four different 
flames and a method for the determination of arsenic in steel by 
atomic fluorescence. The argon-separated air-acetylene flame is 
used for the steel determinations and iron is added to the 
calibration standards. The detection limit in the latter flame is 
about 20 times better than the best reported atomic absorption
262 288detection limits 9 known to us for arsenic determinations in 
the same flame. Cool flames are of no analytical use in atomic 
fluorescence, as is the case for atomic absorption, because of 
the large numbers of interferences that occur.
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4.2 Optimisation of conditions for measurements of 
arsenic fluorescence
290
As mentioned above Al-sibaai and Fogg found that 
arsenic solutions at the 20 and 4 ppm level are stable. 
The solutions used in this work were therefore prep ­
ared using arsenic oxide and sodium hydroxide 
followed by neutralization with hydrochloric acid, 
(appendix 2 )• Wo loss of arsenic from 1000,300,10 
or 1 ppm solutions was observed over the period of this 
work, neither was there any loss when the solutions 
v/ere in hydrochloric acid or when there was 10,000 
ppm iron (as ferric chloride) present.
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^ • 2«1 Choice of gas flow rates, flame separation and flame height 
The gas flow rates in the premixed nitrous oxide-acetylene, 
air-acetylene, argon-oxygen-hydrogen and argon-hydrogen flames 
were optimised by observing the atomic fluorescence signal from 
10 ppm arsenic solutions. The fluorescence was measured at 
189=0 nm and the monochromator was flushed with nitrogen (see 
section 4.2.3,), The variations in the arsenic fluorescence
with gas flows in each of the flames are shown in Figs, 4.1
to 4.4. The effect of flame separation on the two acetylene 
flames is also shown. As in the case of tin, argon separation of 
the argon-oxygen-hydrogen flame was undesirable for the measurement 
of arsenic fluorescence. The arsenic fluorescence signal from 
this flame dropped by about 10% upon separation (at a variety of 
fuel flows) and noise levels were unaffected.
Argon separation of the air-acetylene and nitrous oxide- 
acetylene flames gave a factor of two and three increase in 
signal-to-noise ratio respectively. These factors are composed 
entirely of an increase in signal in going from the largest signal 
in the unseparated flame to the largest signal in the separated 
flame, an increase probably caused by decreased flame absorption 
of source and fluorescence radiations upon separation. Noise 
levels at the chart readout were not improved upon separation 
most probably because the noise levels from the flame are already 
very low at wavelengths below 200 nm. The fuel flov/s giving the 
optimal signals in each flame are given in Table 4.1. The 
variations in the fuel flows are similar to those obtained for the
atomic fluorescence of tin, i.e. the critical nature of the oxygen
flow in the argon-oxygen-hydrogen flame (Fig. 4.1 cf Fig. 3-4 for 
tin fluorescence), the decrease in signal with increase in hydrogen 
flow in both the argon flames (Fig, 4.2 cf Fig, 3<>5) and the 
requirement for reducing conditions in the two acetylene flames.
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TABLE 4.1
GAS FLOW RATES 
(Flow rates giving optimal sensitivity for the determination 
of arsenic atomic fluorescence at 189*>0 nm with various flames)
Flame Gas
—/j
flow rates (1 min )
unse- arated 
flame
argon separated flame
—1(argon flow 6.0 1 min )
Air •» 4.8 4.8
Acetylene 1.5 1.4
Argon 4.8 -
Hydrogen 0.72 -
Argon 4.8 _
Oxygen 0.48 -
Hydrogen 0 . 7 2 -
Nitrous oxide 4.8 4.8
Acetylene 3.4 3*4
The similarity in trends between the two elements are not
193
unexpected because Mavrodineanu and Boiteux have postulated 
that high atomic populations of both tin and arsenic are obtained 
in reducing flames or hydrogen flames as a result of various 
over-excitation phenomena. # ^ 93 2 2 p 5 3 7 )
Various authors discuss chemiexcitation or over-excitation in the
1 94book by Dean and Rains and in references 251-253
The observed optimal fuel flows gave flames which were 
approximately of the same stoichiometry as the flames used for 
atomic absorption determinations of arsenic and reported in the 
literature ^ 9 2 ,2 6 3  ,2 6 k
Variation in flame height with respect to the monochromator 
entrance slit gave very little variation in arsenic fluorescence 
detected (cf. Tin section 3°2.2.).
*f.2.2. Operating conditions for the arsenic electrodeless discharge 
lamp used as source 
Two arsenic lamps were used in this work, both gave the 
same output radiance and the resulting atomic fluorescence detection 
limits were also approximately the sane* The first lamp lasted 
about 2 months before a deterioration in the fluorescence signal- 
to-noise ratio was observed relative to that obtainable using the 
second lamp (The second lamp was not used extensively in order 
that this measurement could be made). The deterioration measured 
was ca. a factor of two* A spectrum of one of the lamps is shown 
in Fig* ^.5°
184
The source was modulated at a frequency of 1C KHz and
, 11 , 6 0  . 
was best operated m a t  wave cavity using the maximal percentage
modulation possible. The lamp was temperature controlled and
the operating temperature that gave both the maximal source and
fluorescence radiant output at 189oO nm was 3^0 K (Fig. f^.6).
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The operating temperature used was anywhere between 340 and 360 K 
because the plateau in the radiance vs temperature plot (Fig. 4.6) 
allows some latitude in the operating temperature. The lamp was 
operated at 40 watts incident microwave power. Changes in 
incident power, made without attempting to compensate for the 
heating effect of the microwaves at high powers, gave no significant 
variations in the output radiance of the lamp (Fig. 4.7).
The plateau in the radiance vs incident microwave power 
plot gives a significant level of stability to the radiant 
output of the lamp when operated at microwave powers of 40 watts 
and above (Long period fluctuation over 1 hour was i 1#).
4.2.3o Improvements in sensitivity obtained by flushing the 
monochromator with nitrogen
One of the major difficulties encountered when measuring 
atomic emission, absorption or fluorescence signals due to arsenic 
is the absorption of the arsenic resonance radiations by atmospheric 
oxygen in the light path before the photomultiplier tube.
(The resonance lines lie below 200 nm where oxygen absorbs strongly). 
This situation is further aggravated by strong absorption by the 
flame gases at wavelengths below 200 nm (section 4.2.4.). In 
order to reduce the absorption by oxygen in the monochromator 
nitrogen was passed through the monochromator. The effect of 
this is illustrated in Fig. 4.8. Spectrum A was obtained before 
passing nitrogen and spectrum B was obtained after passing 
nitrogen for half and hour, the time required to fully purge 
the monochromator of oxygen. It can be seen from Fig. 4.8 that 
there is a significant increase in transmission of the mono­
chromator when purging with nitrogen. The two spectra were 
obtained by looking at the lamp output but a proportionate 
increase in fluorescence signal was not obtained at the 189»0 nm
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line0 A factor of 1.9 improvement was obtained when looking
at arsenic fluorescence at the 10 ppm level as opposed to a factor
of 3=0 when looking at the lamp radiance„
The improvement of almost a factor of two can only just
be considered as worthwhile» However as there is work being
carried out on the application of atomic absorption to a number of
291-295
other elements with resonance lines below 200 nm ' it may be
that nitrogen flushed or vacuum monochromators will become common­
place in .the near future„
Although there was no fixture on the Jarrell-Ash mono­
chromator for connection of a nitrogen supply it was relatively 
simple to drill a hole in the cover at the mirror end of the 
instrument and attach a standard laboratory gas fitting=
Ao2.A„ Atomic fluorescence spectra of arsenic excited in four
flames - Choic3 of flame 
11Dagnall et al„ studying the atomic fluorescence of
arsenic, discussed the choica of flame and analytical wavelength
on the basis of sensitivity and linear range of the calibration 
curveso In the nitrogen-hydrogen and argon-hydrogen flames the
189=0 nm line was the most sensitive resonance line at low concen­
trations but the analytical curves showed serious curvature above 
150 ppm of arsenic0 The 197=2 and 193=7 nm lines gave analytical 
curves which were less curvedo The air-acetylene flame gave 
similar results although the 189=0 nm line was less sensitive than 
the 193=7 nm line and the 235=0 nm line was most sensitive but 
the signal-to-noise ratio was unfavourableo The air-acetylene 
flame gave analytical curves which wore of longer linear range than 
those obtained for the hydrogen flameso
The atomic fluorescence spectra which were obtained in the 
present work are shown in FigSo AD9 to A012 together with the 
relative intensities of the four main lines (18 9=0 , 19 3=7 » 197=2
159
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and 235=0 nm) at the 100 ppm level. The intensities given are
not comparable between flames but they are comparable between the
lines emitted from the flame in question. The most significant
difference between the relative intensities of the lines as
found in this work and the relative intensities as observed by
Dagnall et al. is that the 189-0 nm line is always the most
sensitive transition in any of the flames. This is probably a
result of the superior transmission, below 200 nm, of the nitrogen
flushed monochromator. However Dagnall et al. do point out that 
the photomultiplier (an EMI 96OIB) used in their study had very
little response at wavelengths below 200 nm. The Hamamatsu R106
used in this study has a better response below 200 nm.
The ratios of the fluorescence intensities at 189-0 11m and
at the 10 ppm arsenic level were 90:140:164:132 in the argon-
separated nitrous oxide-acetylene, argon-separated air-acetylene,
argon-hydrogen and argon-oxygen-hydrogen flames respectively.
Measuring the fluorescence signals at 239-0 nm gave the ratios,
in the sane order 2 6:79:8 2:12 2.
The intensities of the lines below 200 nm relative to the
intensities of the lines above 200 nm are influenced by the
absorption of the shorter wavelengths by the flame gases and
similarly the ratios mentioned above are influenced by the relative
253
absorption characteristics of each flame. Slavin has published
flame absorption curves determined by J. E. Allan. These show
that air-hydrogen flames are more transparent than air-acetylene 
flames down to about 199 -0 nm, indicating that air-hydrogen would 
be most convenient for use with the 197-2 nm arsenic line, while 
air-acetylene is preferable for the 189-0 nm line. The fuels 
absorb equally at the 199-7 nm line. Although these considerations, 
discussed by Slavin in the context of atomic absorption, are also 
important in atomic fluorescence they do not completely explain
160
the relative intensities of the fluorosccnce lines in the four flames 
studied® Indeed Kirkbright and Ranson^^iave shown that the 
separated nitrous oxide flame is less noisy and absorbs less 
source radiation at 193«7 nm than the air-acetylene flame® 
Consequently the atomic absorption detection limit is superior 
in the former flame despite the sensitivity in the latter flame 
being superior® This situation does not occur in atomic 
fluorescence presumably because fluorescence quenching is so 
much greater in the nitrous oxide flame leading to a further decrease 
in sensitivity and therefore signal-to-noise ratio® Moreover in 
the present work the separated nitrous oxide-acetylene flame was 
found to be slightly more noisy than the separated air-acetylene 
flame at 189®0 nm (Kirkbright and Ranson made no direct comparison 
of the two flames when both were separated)®
253
Although over-excitation phenomena may account for the
high sensitivity of the cool flames the air-acetylene flame is a
high quenching flame relative to the cool flames which gives a
further improvement in the relative sensitivity of the cool flames®
At 189-0 nm the argon-oxygen-hydrogen flame is less sensitive 
than the a^gon-hydrogen flame probably because of absorption of
the source and fluorescence radiations by the oxygen added to the
flame® Conversely at 233-0 nm the argon-oxygen-hydrogen is the
most sensitive probably because the effect of oxygen absorption is
not evident at this wavelength and therefore the advantages are
revealed of the low quenching characteristics of the flame relative
to hotter flames and the increased temperature of the flame
relative to argon-hydrogen®
An explanation of the relatively high fluorescence intensity
11
of the 235-0 nm line in any of the flames is given by Dagnall et al® 
in terms of the energy differences between the atomic states 
concerned®
The relative sensitivities at the 10 ppm level and at 189 = 0 nm
which are given above and the detection limits given in section 
k-kr.Z
indicate that there is very little advantage in using the 
cool hydrogen flames rather than the separated air-acetylene flame. 
The 189=0 line, being the most sensitive line in all flames at 
low arsenic concentrations, xvas chosen for the work described 
here. However it may be advantageous to use the 235=0 nm line for 
two reasons. Firstly, the instrument in use may perform poorly 
at wavelengths below 200 nm in which case 235=0 nm would be the 
most sensitive wavelength. Secondly the linear range of analytical 
curves in all four flames is greater at 235=0 nm because the latter 
is a non-resonance fluorescence transition and self-absorption is 
greatly reduced (See section A.3=5=)=
T.3° ln g^r^erericds affecting the determination of arsenic
263
Kirkbright et al. discuss the interferences affecting the 
determinations of arsenic by atomic absorption in a nitrogen- 
separated air-acetylene flame and point out that, for the deter­
mination of elements whose strongest absorption lines lie below 
200 nm, the separated air-acetylene flame combines the advantages 
of a relatively low background and noise level (comparable with 
the argon-hydrogen flame) with the less serious interferences
2 6 T
obtainable with the hotter flame. Kirkbright and Ranson 
demonstrate that there are fewer interferences affecting the atomic 
absorption determination of arsenic in the separated nitrous oxide- 
acetylene flame than in the air-acetylene flame. In some further
265
work on the same subject Kirkbright et al. compare in more detail 
the interferences affecting the atomic absorption of arsenic in 
these two flames and conclude that the argon-separated nitrous 
oxide-acetylene flame can be used for the determination of arsenic 
in complex matrices without the need for the addition of the major
162
constituents of the matrix to the standards, This was not true
of the separated air-acetylene flame»
. . .  271
williams described one of the few applications of the
argon-hydrogen flame for the atomic absorption determination of
arsenic in a real sample (preserved wood) and obtained an
analytical sensitivity of 0=1 ppm, Standards were treated with
the same dissolution proceedure as the sample and the cations of
K, Cu, Cr, Ca, Mg, Na and the anions sulphate and phosphate were
shown not to interfere seriously with the determination, Hwang 
212
and Sandonato studied interferences affecting the atomic absorption
determination in the nitrous oxide-acetylene flame and found them
to be insignificant at the concentration levels studied (10 ppm
arsenic, 10-fold excess interfering ions),
11
Dagnall et al, in their atomic fluorescence study found 
that the air-acetylene flame was less affected by interferences 
than the cooler flames. They did not study the nitrous oxide 
flame,
A,3,1, The effect of acids
Using the four flames of interest the effects of five acids 
on the atomic fluorescence of arsenic were determined by measuring 
10 ppm aqueous arsenic solutions containing a range of concentrations 
of the acids. The effects in the four flames are shown in Figs,
A.1? to A,16 , Except for hydrochloric acid all the acids cause
a depression of the fluorescence signals in all four flames. 
Hydrochloric acid causes enhancements in all four flames, A6%,
7%, 12% and 29% in the Ar/H2, Ar/O^/H^ Air/C^ and N20/C2H2 
flames respectively. These enhancements are constant at all acid 
concentrations between 2 and 10% in all but the N20/C2H2 flame.
In the latter flame this enhancement varied from 6% at 2% HC1 to 
29% at 10% HC1, There is also a slight enhancement of the
163
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fluorescence signal in the Ar/HL, flame when perchloric acid is
present although the same concentrations of this acid cause 
depressions in the other flames. The presence of phosphoric acid 
made all four flames very unstable especially the nitrous oxide 
flame.
nitrous „ u __    __   d
no interference with the atomic absorption determination of 
arsenic from nitric, sulphuric, phosphoric or hydrochloric acids0 
However these workers were testing for the acid interferences using 
100 ppm arsenic solutions containing a 100-fold weight excess of 
each acid which for any one of the acids results in a solution 
which contains less than 2% of the acid. Dagnall et al. also 
found no anion interferences on their arsenic fluorescence signals 
which is probably explained by the low concentrations of acids 
used in their study.
The results, shown in Figs. 4.13 to *f.l6, at the 2% level of 
each acid and at the 10 ppm arsenic level show that the fluorescence 
method is as free from interferences from acids as the atomic 
absorption method as reported by Kirkbright and his co-workers.
Even at acid concentrations of k% or less in any one of the flames 
there is no interference greater than 10% and most of the changes 
in the fluorescence signals are less than
It is noteworthy that Atushi Ando et al. studied the 
effect of acids on arsenic atomic absorption using a nitrogen- 
hydrogen flame and a long-path vycor cell and found similar acid 
interferences to those found in this atomic fluorescence work, 
i.e. 18% enhancement due to hydrochloric acid and depressions due 
to the other acids. They were using 1 ppm arsenic solutions which 
contained 0.1 to 0.5M concentrations of the acids.
The effects of acids on the fluorescence of arsenic are
282
similar to those on the fluorescence of tin but the arsenic 
fluorescence is less severely affectedo As in the case of tin 
the enhancement caused by hydrochloric acid is probably due to the 
formation of more easily vaporized or dissociated species. The 
depressions caused by oxygen containing acids are most likely to 
be due to the formation of species which are difficult to vaporize 
or dissocia.te in the four flames.
The effect of elements
In atomic absorption using the air-hydrogen or argon-
hydrogen flames most elements have been reported to interfere
1 6 5 j26il <,266
with arsenic absorption signals and as mentioned at the
t , 11
beginning of section A„3 Dagnall et al. report a number of inter­
ferences on atomic fluorescence in cool flames although the use 
of a 75 ppm arsenic test solution probably resulted in the interferences 
being less apparent than in the priesent work. Here, the effects 
were determined of a number of elements on the fluorescence of arsenic 
in all four flames. (10 ppm arsenic, 100 and 1000 ppm interfering 
ion most sensitive gas flows in each flame except I^O/C^H^). In 
the argon-hydrogen and argon-oxygen-hydrogen flames the expected 
large number of interferences were encountered (Table 4.2). None
of these interferences were removed in the presence of 10 ,0 0 0 ppm
282
of iron or b% hydrochloric acid. Atsushi Ando et al. attribute 
the depressing interferences in the nitrogen-hydrogen flame to 
the formation of metal arsenides and to test this hypothesis 
absorption intensity changes of Mg, Ca, Ni and Co were measured in 
the presence of arsenous acid. The observed decreased absorbance 
of these metals tended to confirm the formation of arsenides in 
the flame as the basis of the interference effects. This 
situation is probably occurring in the atomic fluorescence 
determination.
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The addition of oxygen to the argon-hydrogen flame does
not significantly alter the interferences encountered in this flame
(Table 4.2) consequently it becomes impractical to use either of
the cool flames for other than the analysis of relatively pure
solutionso The effects of the various metal ions shown in
Table 4.2 demonstrate that the fluorescence determination of
arsenic in the argon-separated air-acetylene flame is remarkably
free from interference0 Only potassium gives any change in the
fluorescence signal in the presence of 10,000 ppm iron. The
cations of Mn, Sr, Ti, Pb, Sn, Si and 2n interfere in pure
aqueous solutions but the effects due to all these cations are not
significant except at the 1000 ppm level.
The circular slot burner used to support the argon-
separated nitrous oxide-acetylene flame had been giving troiible
during the determination of the interference effects in Table 4.2.
Long use of this burner had gradually produced a sufficiently
deformed slot to alter the flow of gases into the flame, consequently,
it would not support a flame with a "red feather" greater than 5 mm
—1
in height (acetylene flow 3»1 1 min ) without instability occurring. 
A number of interferences were encountered in this flame (Table 4.2). 
The burnerhead was subsequently machined to give a slot of more
even dimensions and a few interference effects further investigated
using a flame with a red feather of about 30 mm (acetylene flow 
3°4 1 min*" ). The results,presented in table 4.3,reveal fewer
interferences than is evident with the air-acetylene flame. The
lack of interferences occurring in nitrous oxide-acetylene when
measuring in the "red feather" zone is normally attributed to the
296,297
extremely low concentration of oxygen atoms m  this region •
The interferences with the arsenic fluorescence signals in 
the various flames tested here follow the same basic trends as has
16 5 ,2 6 4 ,2 6 6
been reported for arsenic atomic absorption in the cool flames
2 6 6 ,2 6 8  26k
the air-acetylene flame and the nitrous oxide-acetylene flame .
169
170
TABLE Jf»3
INTERFERENCES on ars e n i c ato mic f l u o r e s c e n c e usi ng a  n i t r o u s 
OXIDE-ACETYLENE FLAME WITH 30 mm "RED FEATHER"
(for conditions see table 4.2)
Element 
(1000 ppm)
Aq. Fe
Al 1.0 1.0
Ce 1.0 1.0
Cr 1oO 1.0
Cu 1.0 1.0
Fe 1.0 0 . 9 6
K 1.5 1.0
Mg 1.0 1.0
Mn 1.0 1.0
Na 0.9 1.0
Pb 1.0 1.0
Si 0 o 1.0
V 1.0 1.0
Zn 1.0 1.0
Zr 1.0 1.0
The only exception to this observation is in the work of Kirkbright
263,265
et alo who observed the interference of the cations of Mg, Al,
Ca, Cr, V, Fe, Co, Ni, Cu, Mo, Hg, Pb and Sn on arsenic atomic
absorption in the separated air-acetylene flame using 100-fold
weight excesses of the ions and 100 ppm arsenic test solutions®®
This large number of interferences is surprising when compared with
266
the few atomic absorption interferences reported by Johns and 
268
Smith and Frank when using the air-acetylene flame and further 
compared with the minor interferences observed by Dagnall and
11,261 179
his co-workers Thompson and l/ildy and the present author
for the atomic fluorescence of arsenic in the same flame® Smith 
268
and Frank reported the interference of Al, Cr, Mo, Mn, Pb and 
Sn with arsenic absorption® All these cations except Mn inter­
fered in the similar studies of Kirkbright et a3^*anc?Mn, Pb and
 
Sn interfered in this fluorescence study® The large number of 
interferences observed by Kirkbright et al® may be due to the 
relatively high levels of the ions added (10,000 ppm)®
In summary, the separated nitrous oxide-acetylene flame
is the most favourable for atomic absorption and fluorescence 
determinations of arsenic in aqueous solution® However this work
has shown that the presence of 10,000 ppm iron eliminates the 
small number of interferences which affect the fluorescence of arsenic 
in the separated air-acetylene flame® This phenomenon,often 
called the ’Matrix Dilution" effect,is encountered with the flame 
spectroscopy of many elements® The presence of the major con­
stituent is said to dilute the salt matrix left after evaporation
of the solvent in the flame and hence reduce the effect of small
298
amounts of other elements ® The more sensitive air-acetylene
flame must not therefore be eliminated as the flame of choice for
the atomic absorption or fluorescence of arsenic.
11
Dagnall et al. in their atomic fluorescence study using the
171 :
air-acetylene flame found that Na, K and Cu interfered with the
determination and attributed these interferences to intense light
emission from these easily excited elements. This emission
reached the photomultiplier via a light leakage in the Unicam
SP900 A monochromatoro In the present work the arsenic fluorescence
signals in both acetylene based flames were enhanced by potassium
but not by copper or sodium. In order to discover why Cu and Na
did not interfere an R166 photomultiplier tube was used instead
of the P106 tube. The R166 has very little response to wavelengths
above 320 nm and would not therefore be expected to respond
significantly to any light leakage from strong thermal emissions in
the visible region. Using this detector the potassium enhancement
remained at exactly the same magnitude (Relative fluorescence 1.5
and 1.4 in the nitrous-oxide-acetylene and air-acetylene flames
respectively). At the sodium emission wavelengths, 589*0, 330.2,
no signal was observed when aspirating 2500 ppm sodium. Similarly
for potassium at 4o4.4 nm and copper at 327*4 nm. This was the
case when either of the two photomultiplier tubes (R106 and R166)
were being used. These results demonstrate the absence of a light 
leakage and emphasize the efficiency with which the combination of
high frequency modulation and the lock-in amplifier is able to
reject emission from the flame. Without this high rejection light
leakage may well be a problem in atomic fluorescence spectroscopy.
At least two examples of this have been described in the literature. 
36
Barnett and Kahn observed an enhancing interference of sodium on
4
the fluorescence of iron in an air-acetylene flame. The sodium 
produced no atomic absorption interference (presumably because 
instrumental gains are not high in atomic absorption). These 
workers found that when a blank solution containing only sodium 
and no iron was measured the reading exactly matched the sodium 
enhancement obtained when measuring iron fluorescence. Thus they
were able to attribute the sodium in ter ■ ?<»*■  once to light leakage o
1 8 9
Rains et alo were successful in reducing but not eliminating
sodium emission signals reaching the photomultiplier by using a
R166 photomultiplier tube in conjunction with a lock-in amplifier
and 70 Hz modulation» From the latter work it seems that the
R166 tube is less effective in reducing light leakage than the
use of high-frequency modulation as described in the present worko
Further, the complete absence of a light leakage in this ’work
indicates that the potassium enhancement on arsenic signals is
11
probably due to a chemical effect» Dagnall et alo would seem 
to have been justified therefore in attributing the sodium and 
copper interferences to a light leakage although the potassium 
interference was probably only partly attributable to leakage.,
The effect of iron on the arsenic fluorescence and on the
interferences from other elements
From Table it can be seen that the presence of 10,000 ppm
iron (as feric chloride) does minimise the interference from Zn,
Mn, Pb, Si, Sn, Ti and Zn in the*•air-acetylene flameo
The effect of iron (range 0 to 10,000 ppm) on the fluorescence
of a 10 ppm arsenic solution was determined using all four flames»
The results are tabulated (Table k-ak a) rather than represented
graphically because the effects, except for the cool flames, are
quite smallo The depressions in the cool flames further emphasize
that their use for the determination of arsenic is undesirable 
because of the large number of interferences that occur„ The small
depressions in the acetylene based flames do not significantly alter
the sensitivity of the atomic fluorescence method although they do
make it necessary, when carrying out analyses, to add 10 ,0 0 0 ppm
of ferric chloride to standard solutions»
In the air-acetylene flame the effect of iron at the 10,000 ppm
mTHE EFFECT OF IRON ON ARSENIC FLUORESCENCE
(Solutions contained 10 ppm arsenic, k% concentrated hydrochloric 
acido Iron added as iron (III) chloride. Blank solutions con­
tained iron0 Measurements made at 189»0 nm and results expressed 
as the ratio of the fluorescence of arsenic in the presence of 
iron to the fluorescence of arsenic alone) .
TABLE 4 .4
iron Flame (flow rates for optimal sensitivity)
ppm n2o/c2h 2 Air/C2H2 Ar/02/R2 Ar/H2
10,000 0 .90 0.95 0.30 0.63
9,000 0„90 0.95 0.36 0.76
8,000 O o96 0.9? 0.39 0.77
7,000 0 ,9 6 0.98 0.42 0.77
6,000 0.97 0.98 0.46 0.77
5,000 Oo99 0.99 0.63 0 .8 2
4,000 0 .98 0.99 O .78 0.85
3,000 0.98 1.0 0.86 0.89
2,000 1.0 1.0 0.91 0.94
1,000 1o0 1.0 0.98 0.95
level causes a depression of similar magnitude to that in the
263
atomic absorption method as reported by Kirkbright et al.
The same workers indicate that it is not necessary to add 
major constituents of a matrix to standards when determining
arsenic absorption in the nitrous oxide-acetylene flame* It
does seem however that it is necessary to add iron to standards
when measuring fluorescence in this flame* A burner able to
cope with a slightly higher solids content than the one used
would probably have removed the interference from iron in the
nitrous oxide-acetylene flame.
The effect of organic solvents 
_
Smith and Frank report that in aqueous acetone, methanol 
or isopropyl alcohol the absorption of arsenic is considerably
165
enhanced when using an oxy-acetylene flame. Menis and Rains 
suggest that the interference of CH and CL, radicals in flame gases 
in the far ultraviolet region at 193° 7 nm precludes the direct 
burning of organic solutions (These workers used diethylammoniura 
diethyldithiocarbamate, DDDC, to separate the arsenic from interfering 
cations and after back extraction the atomic absorption detection 
limit for arsenic in the resulting aqueous medium was 0*1 ppm).
Arsenic can be extracted from acid solutions up to pH 6 using
192,253 165
APDC and MIBK or DDDC to concentrate but the final solution
is usually aqueous*
In this study 10 ppm aqueous arsenic solutions containing 
10% concentrations of a range of organic liquids were nebulized 
and the fluorescence measured (Table *f*5)• In the argon flames 
acetone, acetic acid, ethanol and methyl-ethyl-ketone all depressed 
the fluorescence signals thus demonstrating a further disadvantage 
of using these two flames for the determination of arsenic* In 
the two hot flames enhancements of up to 70% are possible when methyl 
ethyl ketone is added to the analysis solutions* These trends,
175
TABLE 4*5
1
THE EFFECT OF o r g a n i c  LIQUIDS 
ON THE ATOMIC FLUORESCENCE OF ARSENIC
(10 ppm arsenic; solutions containing 10% organic liquid and 
made up with deionised water* Results expressed as the ratio 
of the fluorescence of arsenic in the presence of organic 
liquid to the fluorescence of the aqueous arsenic solution 
containing no organic liquid)*
Organic liquid Relative fluorescence
n2o-c2h2 Air-C2H2 Ar-°2- H2 Ar-H2
Acetone 1.4 1*20 0*59 0.24
Acetic acid 1*4 1.12 0*15 0*97
Ethanol 1*2 1*12 0*58 0*52
Me thyl-Ethyl-Ke t on e 1.7 1*28 0*15 0.22
THE EFFECT OF IRON ON THE 
INTERFERENCE FROM ORGANIC LIQUIDS
(10 ppm arsenic; solutions containing 10% organic liquids,
10,000 ppm iron and 4% concentrated hydrochloric acid and made 
up with deionised water* Results expressed as the ratio of 
the fluorescence of arsenic in the presence of organic liquid, 
iron and acid to the fluorescence of arsenic in the presence 
of iron and acid alone)*
Organic liquid Relative fluorescence
n2o-c2h2 Air-C2H2 Ar~°2~H2 Ar-H,
Acetone 1-53 1*05 0*07 0.07
Acetic acid oo0r- 1*00 0.27 0*33
Ethanol 1*07 1*00 o*4o 0*53
Methyl-Ethyl-Ketone 1-33 1 00 0.07 0.07
being similar to those found for the fluorescence of tin suggest, 
by analogy, that active hydrogen may be playing a role in the atom­
ization of arsenic in the two cool flames.
Unfortunately when 10 ,0 0 0 ppm of iron is present in 
solution the enhancements due to the organic liquids are almost 
halved (Table 4.5)° Moreover although these enhancements may be 
further improved if sa.y a 50% concentration of the organic liquid 
was used the problems due to the CH and C_ radicals mentioned by
165
Menis and Rains may reduce the effectiveness of the measure.
4.4. Analytical Curves and detection limits 
4.4.1. Analytical Curves
11
The results obtained by Dagnall and his co-workers when
looking at the linear range of analytical curves have been
summarized in section 4.2.4. In the present work analytical
curves were obtained for solutions containing arsenic alone at
the wavelengths 18 9 -0  nm and 235»0 nm and for arsenic solutions
containing 10,000 ppm iron at 189oO nm. All four flames were
used and the results compared with those of Dagnall et al.
In Figs. 4.17 to 4.20 the analytical curves obtained are
plotted linearly as concentration (ppm) vs fluorescence radiance
(arbitrary units). This form of presentation emphasizes the
high concentration performance of the curves. It can be seen that
the 235.0 nm line yields plots far less curved than the 18 9.O nm
line. The effect of self-absorption is negligible because the
235°0 nm line is the result of a thermally assisted direct-line
11
fluorescence transition . The 18 9 .0  nm line is a resonance 
transition and suffers from self-absorption to give the serious 
curvature observed. In all of the flames it is necessary to use 
the 18 9.O nm line for greatest sensitivity at low concentrations 
but the 235«0 nm line is preferable when measuring concentrations
■ 177
ARSENIC CONCENTRATION (PPM)
Fig. U. 17 Analytical carves for arsenic in the ar'pron-
hydrogen flame. (&) - 235.0 nm; (CT - 109.P nm; 
(4*) - 189.0 nrn,standards contained 10,000 ppm 
iron and h.% v/v hydrochloric acid.
AHSENIC C O.NGE NTR A TI ON (PPM)
Pip;. Ll • 18 Analytical, curves for arsenic in the argon- 
oxygen-hydrogen flame. (©) - 235*0 nm: (*V*) - 
189*0 nm; (©) - 189.0 nm, standards contained
10,000 ppm iron ar id  f’.P v/v hydrochloric acid, 
(a) - mirrors Ivil and M3 removed - see text*
Pig. a.-19 Analytical curves for arsenic in the argon-
separated air-acetylene flame; («•) - 2 35*0  nm; 
(+■ ) - 18 9*0  n m : (o) - 18 9*0 nm, standards con ­
tained 10,000 ppm iron and i\'% v/v hydrochloric 
acid.
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Analytical curves for arsenic in the •» ao-on-
separated nitrous oxide-acetylene flame. *
) - 11°,f> nm: (o) - 2 5 9 , 0  nm :
(+; - 189.0 nm, standards contained 10,000 
ppm iron and i \ %  v/v hydrochloric acid.
of arsenic greater than 10 to 100 ppm to take advantage of the longer 
linear range., This is especially obvious in the two cool flames 
(Figs. 4.17 and 4.18) although, as has been pointed out already, 
these flames are not analytically useful because firstly, their 
sensitivity is not significantly better than the air-acetylene 
flame and secondly too many interferences affect the arsenic 
determination in these flames.
The nitrous oxide-acetylene flame gives analytical curves 
which are more linear at high concentrations than either the cool 
flames or the air-acetylene flame although the total linear range 
is slightly shorter than the air-acetylene flame because the 
sensitivity at low concentrations in the latter flame is higher,,
The 235 nm line becomes the most sensitive line above 100 ppm 
in the cool flames and above 300 ppm in the air-acetylene flame but 
is never more sensitive than the 189»0 nm line in the nitrous 
oxide-acetylene flame.
The above observations are in general agreement with those 
11
of Dagnall et alo except for the comments on the nitrous oxide 
flameo (This flame was not studied by those workers). The 
phenomenon of self-absorption is discussed several times elsewhere 
in this thesis.
The fourth analytical curve in Fig. 4.18 illustrates the 
effect of removing mirrors M1 and M3 (See Chapter two for the 
description of the optical arrangement). Self absorption is 
reduced, because fluorescence is not being reflected through the 
flame, the linear range is extended and sensitivity is lost as a 
consequence.
The analytical curves in Figs. 4.17 to 4.20 are replotted 
on a log-log scale in Figs. 4.21 to 4.24 to emphasize the extent 
of the useful linear range in the four flames, viz: Just over two 
orders of magnitude in the argon-hydrogen and nitrous oxide-acetylene
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L O G  A s C O N C E N T R A T I O N  ( P P M )
Pig. h.21 Log piot of arsenic analytical curves in the
argon-hydrogen flame. (&) - 169.0 nm, standards 
contained 10,000 npm iron and I4Z v/v hydrochloric 
acid; (o) - 189.0 nm.
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,2k Log plot'of arsenic analytical curves in the
arpxm-seoarated nitrous-oxide acetylene flame*
(e>) - 189.0 nm, standards contained^10,000 v'pm 
iron and k% v/ v hydrochloric acid; (O) - 189*0 nm
flames and between three and four orders of magnitude in the air- 
acetylene and argon-oxygen-hydrogen flames.
The presence of 10,000 ppm of iron (added as ferric chloride) 
does not affect the linear range or the curvature at high 
concentrations of any of the analytical curves. The sensitivity 
is plainly seriously affected in the cool flames, as already shown 
in section *+.3=3, although in the other two flames the sensitivity
is not altered significantly.
11
Dagnall et al. were able to detect differences in the 
degree of curvature of the analytical curves at all three 
resonance lines (189=0, 193=7 and 197=2 nm). This study was 
not necessary here because if a longer linear range is required, 
presumably to look at high arsenic levels, the 233=0 nm line is 
to be preferred to all three resonance lines, as shown by Dagnall 
et al. and therefore the obvious choice.
^«^«2„ Detection limits
At the most sensitive line, 189=0 nm, the relative magnitudes 
of the signals obtained using the four flames under study were all 
similar with the exception of the nitrous oxide-acetylene flame 
which was found to be approximately three times less sensitive 
than the other flames (Discussed in section 4.2«*f.)= The noise 
levels at the output of the lock-in-amplifier were also very 
similar although the noise from the nitrous oxide flame was 
approximately a factor of two worse than the noise from the other 
flames (The two acetylene flames were always used with the separating 
sheath of argon).
Detection limits (signal-to-noise ratio equal to two, 18.2s 
time constant) were obtained for pure arsenic solutions and for 
arsenic solutions containing 10,000 ppm iron. The results are 
shown in Table 4„6. From these figures it can be seen that the
179
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TABLE k06
DETECTION LIMITS FOR THE ATOMIC FLUORESCENCE 
DETERMINATION OF ARSENIC IN FOUR FLAMES
(Measurements made at 189<>0 nm using 0.05 ppm arsenic solutions 
for the hydrogen flames and the air-acetylene flame and 0 o5 ppm 
solutions for the nitrous oxide-acetylene flame» Proceedures 
for measurement of detection limits are detailed in appendix II»)
Detection limits 
(Signal-to-noise ratio=2 Time constant 18„2s )
Flame Aqueous arsenic Aqueous arsenic solutions 
solutions containing 10 ,0 0 0 ppm
iron and k% concentrated 
hydrochloric acid
Argon-hydrogen 0 o 0 1 0.025
Argon-oxygen<
hydrogen 0.01 OoO^
Argon-separated 
air-acetylene 0.015 0 .0 18
Argon-separated 
nitrous oxide- 
acetylene 0 .10 0.12
addition of iron to the arsenic solutions has a significant effect 
only in the cool flames where sensitivity is most affected by 
such addition,, A slight increase in noise occurs in all four 
flames, when iron is present, resulting in a further deterioration 
in signal-to-noise ratios.
From the detection limits it can be seen that the cool flames
have no advantage over the separated air-acetylene flame especially
when iron is present. This is in contrast to the use of the
cool flames for the determination of tin by atomic fluorescence
where the reduction in sensitivity due to iron is more than
compensated for by the increased sensitivity of the argon-oxygen-
hydrogen flame relative to the separated air-acetylene flame and
by the lower noise levels associated with the cool flame. The
arsenic detection limit in the nitrous oxide flame is only about
five times worse than the limit in the air-acetylene flame. This
again is in contrast with the determination of tin where the noise
levels associated with the nitrous oxide acetylene flame at the
wavelengths used are relatively high. The cool flames therefore
when used for the determination of arsenic suffer from the twofold
disadvantage of being firstly, only marginally more sensitive 
than the argon-separated air-acetylene flame and secondly, at 
wavelengths below 200 nm all the flam.es studied have very low noise 
levels resulting in the cool flames being only marginally less
noisy than the two acetylene flames.
Comparison of the arsenic atomic fluorescence detection
limits in Table 4.6 with the best atomic absorption limits known
to us (examples are given in the introduction to this.chapter)
reveals that in the air-acetylene flame the atomic fluorescence
method can be used to detect arsenic concentrations between ten and
twenty times lower than the atomic absorption method in the same 
flame. In the argon hydrogen flame the detection limits are.
between five and ten times better than the atomic absorption
181
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determination„
The determination of arsenic in steel samples
The effects of a number of elements, present as trace levels 
in steels, on the determination of arsenic in all four flames was 
described in section 4„3°2o It was shown that in the two argon- 
separated acetylene based flames there were no significant 
interferences caused by the elements testede The effect of
10 ,0 0 0  ppm iron (equivalent to dissolving 1g of steel in 100 ml 
of solution) has also been described in section 4-o3°3° and it 
was shown that it is desirable to add 10 ,0 0 0 ppm iron to the 
calibration standards
It was anticipated that it would be necessary to exercise 
some care when dissolving the steels because of the relatively
299
low boiling point of the arsenic trichloride (4-03 K) and the risk 
of losing arsenic as arsine. The use of an oxidising acid mixture
289
to prevent the latter is quite adequate but it was found necessary 
to excercise care when evaporating to dryness during the dissolution 
step. The method used for the dissolution of the standard steels 
is given in Table 4-„7« Four steels were treated in this way and 
the fluorescence signals in the two acetylene based flames measured,, 
The results are shown in Table *f„8 o Calibration curves for these 
determinations were obtained using standards containing 10 ,0 0 0  ppm 
iron and h% concentrated hydrochloric acid (4 ml of concentrated 
hydrochloric acid were used in the final step of the steel 
dissolution, Table *f„7)«> The curves, which covered the range 
0 to 3 ppm, were linear, as expected from the results given in 
section *f„3°5o The curve for the separated air-acetylene flame 
is given in Figo *f„2„5o
Some difficulty was found when determining arsenic in 
standard steel number 3 2 1, low results (0„001 and 0 .002% in both
A R S EN I C  C O N C EN T R A T I O N  ( P PM )
Fig. 4.25 Calibration curve for steel analysis. Argon- 
separated air-acetylene flame. Standards con­
tained 105000 ppm iron and Ifio v/v hydrochloric 
acid.
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DISSOLUTION METHOD USED FOR THE DETERMINATION 
OF ARSENIC IN STEEL BY ATOMIC FLUORESCENCE
The steel (1 g) was dissolved in 7 ml of concentrated hydro­
chloric acid and 3 ml of concentrated nitric acid and the 
resulting solution was heated gently until the evolution of 
brown fumes due to oxides of nitrogen ceasedo The solution 
was then evaporated almost to dryness with the minimum of 
heating, the residue taken up with 4 ml of concentrated 
hydrochloric acid and filtered through a No. 4 sinter crucible. 
The solution was then transferred to a 100 ml volumetric flask 
and diluted to the mark.
TABLE k„7
TABLE 4.8
THE DETERMINATION OF ARSENIC IN STEEL
British 
Chemical 
Standard 
Steel NOo
Description 
of steel
Tin content %
BCS
standardised 
value %
Atomic fluorescence 
(duplicate analyses)
Air/C2H2 n20/c2h2
321 mild 0.003 0.003 0.003 detection
limit
322 mild 0 .0 12 0 .0 11 0 .0 12 0 .0 11 0 .0 12
323 mild 0 .0 58 0.057 0 .0 58 0.057 0 .0 58
325 mild 0.013 0.013 0.013 0 .0 12 0.013
mflames) being obtained with the first two samples. Two further
samples of this steel were treated as followsr A 100 ml round-
bottomed flask, with a water cooled reflux condenser attached was used
during the dissolution until the brown fumes of the oxides of
nitrogen v/ere completely expelled. The flask was then cooled,
the condenser removed and the sample slowly evaporated almost to
dryness with the minimum of heating. The resulting solution was
then cooled, taken up 11/ith k ml concentrated hydrochloric acid end
after filtration made up to 100 ml in the normal way. The atomic
fluorescence signals obtained showed that the previous low readings
were probably due to the loss of arsenic trichloride as a result of 
the solution becoming too hot at some point during the dissolution
proceedure. (The results in Table *f.8 are those obtained using
the method just described).
To investigate the precision of the method six samples of
standard steel number 323 were treated using the dissolution
method in Table *+.7 and the fluorescence in the argon-separated air-
acetylene flame measured. The average of three atomic fluorescence
readings were taken for each sample solution. The relative standard 
deviation of the measurements was found to be 2 .9%°
k06 Conclusion
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A theoretical analysis given by Winefordner indicates 
that atomic fluorescence with a line source should give similar 
or lower limits of detection than atomic absorption with a line 
source for nearly all elements with resonance lines below about 
325 nm. On the other hand atomic emission should give lower 
limits of detection for nearly all elements with resonance lines
1 65
greater than 325 nm. Dagnall et al. look at the various 
tablulations of detection limits that are available and come to 
similar conclusions. Arsenic with its resonance lines below 200 nm
is one of the moot favoiirablo elements for atomic fluorescence 
determinationo The arsenic detection limits obtained in this 
work convincingly demonstrate this because they are at least an 
order of ten better than arsenic atomic absorption detection 
limits (In both air-acetylene and cool flames).
The interferences encountered when measuring either arsenic 
absorption or fluorescence signals are essentially the same. 
Interferences are minimal in either the argon-separated nitrous 
oxide-acetylene or argon-separated air-acetylene flames but the 
cool flames are prone to a large number of interferences. The 
argon-separated air-acetylene flame gives a detection limit 
which is not very different from that obtainable in the cool 
hydrogen flames. The argon-separated air-acetylene flame is 
therefore the best available flame for the atomic fluorescence 
determination of arsenic.
The atomic fluorescence method was found to be satisfactory 
for the determination of arsenic in steel. The fluorescence, 
excited in the argon-separated air-acetylene flame was measured 
at 189«0 nm. The monochromator was nitrogen flushed to improve 
its transmission at this wavelength. It was necessary to add
10,000 ppm iron (as iron (EI3) chloride) to the calibration 
standards to compensate for the slight depression of the arsenic 
fluorescence which is caused by iron (III) chloride. Analytical 
curves were linear from close to the detection limit (0 .0 18  ppm 
for solutions containing 10 ,0 0 0 ppm iron) to about 150 ppm.
18 6
The application of atomic fluorescence spectrometry to the 
determination of aluminium in steels
5=1o Introduction
Early work on the atomic absorption of aluminium
indicated that the element could not be detected in the air-acetylene
3 0 0
flame, It was later established experimentally that extremely
small concentrations of ground state aluminium atoms are produced
when aspirating aqueous solutions (concentration giving 1%
absorption^ / 1000 ppm) into the fuel rich air-acetylene flame,
301,302
Experiments with oxy-acetylene and with the addition of
303-305
oxygen to an air-acetylene flame were more successful,
although they involved the risk of explosion„ After the nitrous
30 6 - 311
oxide-acetylene flame was introduced similar
high sensitivity was obtained but this sensitivity was accompanied 
by a greater operating safety because the nitrous oxide based 
flame has a lower burning velocity than the oxygen based flames,
97
L’vov described the development of the early work (1960-1965)
concerning the use of the fuel-rich oxyacetylene, oxyhydrogen and
then the nitrous oxide-acetylene flames and less detailed reviews
2^3
appear in most atomic absorption text books "" , The oxyhydrogen
flame has been shown to be nine times less sensitive than the 
301,302
oxyacetylene flame and therefore has not been widely used
for aluminium determination. Similarly studies of the premixed
3 12
nitrous oxide-hydrogen flame have shown poor sensitivity for 
aluminium in spite of the fact that its temperature is not more
o . 313-315
than 150 below that of nitrous oxide-acetylene
21  1
Experiments with an oxygen-shielded air-acetylene flame have shown 
that although aluminium can be detected (1% absorption 5=7 ppm) 
the sensitivity is not as good as that obtainable in the nitrous
CHAPTER FIVE
oxide-acetylene flame (1^ absorption 1.0 ppm), The effectiveness 
of the nitrous oxide-acetylene flame for the determination by 
atomic spectroscopy of aluminium and several other elements forming 
refractory oxides has been investigated a great deal in the ~ . /.*■ .
298,307-311 297
literature .• It has been shown that the degree of
atomisation is not only dependent on temperature but is also 
critically dependent on the carbon:total oxygen ratio. If 
this exceeds unity the degree of atomisation is a maximum. The 
reducing species present in the flame which are most likely helping
to maintain this desirable ratio have been shown to be CN and
296,297,316 
HCN •
The 309<*3 doublet (309«27 and 309«28 nm) is the most
306,308
sensitive absorbing line for aluminium . Other absorption
lines have sensitivities in the decreasing order 3 9 6 ,13 nm
30 8 ,21 nm y  39^o4o nm. In atomic emission^5^ ^ " ^ a n d  atomic 
1 0
fluorescence determinations of aluminium in the nitrous oxide- 
acetylene flame the 396,2 nm line is the most sensitive. The 
best detection limits for aluminium in this flame have been reported
317 3 18
by Pickett and Koirtyohann and Boumans and De Boer who obtained
values of 0 ,0 0 5 ppm and 0 ,0 0 3 ppm respectively by measuring the
atomic emission signals. However Fraser and Winefordnea?® have
obtained 0 ,0 0 5 ppm using laser-excited atomic fluorescence,
5
Winefordner and Elser quote a detection limit of 0.0*f ppm by
atomic absorption (taken from figures published by Varian Techtron
1 0
for their model M 5 instrument). Dagnall et al, in their paper 
reporting the atomic fluorescence determination of aluminium, 
obtained a detection limit of 0,1 ppm by fluorescence. The latter 
workers obtained a figure of 0 .0 5 ppm for atomic emission in the 
nitrous oxide-acetylene flame and 0 .1 ppm for atomic absorption 
in the same flame.
The high temperature of the nitrous oxide-acetylene flames
18 7
causes some ionization of the aluminium atoms causing a depression
in the absorption signal0 This particular type of interference
can be suppressed by the addition of an easily ionized element which
319-321
increased the concentration of electrons in the flame
322 323 97
Kornblum and De Galan 9 and L’vov have presented quantitative
arguments regarding the extent of ionization of elements in the
nitrous oxide-acetylene flameo Chemical interferences affecting
the determination of aluminium in the nitrous oxide-acetylene
298,308,32^-326 * 
flame have been discussed by various workers and
29 8
interferences that do occur are minimised in the fuel rich flame
1 0
Dagnall and his co-workers in reporting the fluorescence
characteristics of aluminium looked at a number of interferences 
caused by anions and cations and compared the results with the 
same tests carried out on the atomic emission signals obtained
using the same instrument«
Methods for the determination of aluminium in steels by
327 328
atomic absorption are well established and Thomerson and Price
192 2 5 9
Price , and Belcher have included aluminium in their com­
prehensive schemes for the analysis of a wide range of steels»
303Aluminium was determined in steel by Amos and Thomas using a
3 2 9
nitrogen-oxygen-acetylene flameo Fonig et al described, the 
determination of both soluble and insoluble aluminium„ The 
necessity for this exists because aluminium in steel is present 
as acid-soluble forms, which include elemental aluminium, and in 
forms that are insoluble in boiling acido These acid insoluble 
forms are corundum,,^ -aluminium oxide, and probably aluminium
330
oxide associated with calcium oxide or silicon dioxide or both #
329
Konig et al determined the soluble aluminium by dissolving the 
steel in aqua-regia and siphoning off the insoluble matter before 
observing the aluminium absorption„ To bring the total aluminium 
into solution they filtered off the insoluble part and, together
188
with the filter, it is ashed and fused with approximately 1 g of
a borax-soda mixture- The melt is dissolved in 3 ml of HC1 
diluted 1 :1 , then added to the filtrate and diluted to 100 ml
33 0
with water (original sample weighed Z. g). Headridge and Sowerbutts
/
described a method for the determination of total aluminium in 
irons and steels, which does not involve fusion of an oxide 
residueo The iron or steel was completely dissolved by first 
subjecting it to conventional treatment with acid in an open 
beaker and then attack by hydrochloric and hydrofluoric acids in 
a P.T.F.E.-lined bomb at 200°C- A solvent extraction proceedure 
was then used to isolate the aluminium before aspiration into a 
nitrous oxide-acetylene flame- The method covers the range 
0o001 to Oolh% of total aluminium in the iron or steel. Goto 
et in common with a number of workers used aqua-regia to
dissolve iron or steel for subsequent determination of acid-soluble 
aluminium and for acid-insoluble aluminium the residue from the 
acid treated sample was fused with and the melt extracted
with water* However after solvent extraction into methyl- 
isobutyl-ketone these workers determined aluminium by atomic 
emission at 396-15 nm* The acid concentrations ( 6N H^SO^ or 
HNO^} did not affect the aluminium signals. There was no inter­
ference from Mn,'..Fe,. Cu, Mo, Cr.or Co.L .300 ppm) on 2 ppm of 
aluminium in methanol. The determination of aluminium in iron 
ores, slags and refractory materials has been reported by a
3 2 9  32U
number of researchers, a fusion technique normally being usea 9
Samples have been decomposed by fusion with lithium fluoroborate
in a few instances^^*^33 
250
Smith found that aluminium was not stable in aqueous 
solutions whose pH was greater than 3-5- In the present work 
however no loss of aluminium seemed to be occurring over the 
short term ( 1 to 2  days) therefore interferences were studied
189
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in neutral aqueous solution in ordex* that comparisons could be
made with interferences reported in the literature. Tests on
solutions containing 10 ,00 0 ppm iron were carried out in the
presence of k% concentrated hydrochloric acid to ensure the
stability of the concentration of aluminium0
In this chapter the interferences affecting both the
atomic fluorescence and the atomic emission determination of
aluminium are reported and compared to those found by Dagnall 
1 0
et alo when looking at the same techniques. Comparison is 
also made with the interferences reported in the literature 
which affect the atomic absorption determination. The use of 
atomic fluorescence for the determination of acid-soluble aluminium 
in steels is described.
5=2 Optimisation of conditions for measurements of aluminium 
fluorescence
5°2.1„ Choice of gas flow rates, flame separation and flame 
height
The gas flow rates in the premixed nitrous oxide- 
acetylene flame were optimised by observing the atomic fluorescence 
signal from 10 ppm aluminium solutions at the most sensitive 
wavelength, 396.2 no. The variations in the aluminium 
fluorescence are shown in Fig. 5°1° The effect of flame separation 
on the fluorescence signals at the various flow rates are shown 
in the same figure and it can be seen that there is a factor of 
two increase in signal in going from the largest signal in the 
unseparated flame to the largest signal in the separated flame.
Noise levels at the chart readout were improved upon separation 
although not sufficiently to permit accurate measurements. The 
net improvement in signal-to-noise ratio was therefore better 
than a factor of two. These measurements were repeated for
1 9 0
the atomic emission signals at the same wavelength- (The
Jarrell-Ash amplifier was used for these results)- The optimal
fuel flows in both the separated and unseparated flames were
exactly the same as those found for the atomic fluorescence
measurements and the effect of flame separation was also the
same, i-e- an increase in the signal of about two times and a
10
slight decrease m  noise- Dagnall et al- were able to obtain
a similar factor of two improvement in fluorescence signal-to-
noise ratio upon argon-separation of the ^ flame but did not
report whether there was an improvement or not in the atomic
emission determination- The observed optimal fuel flows gave
a flame which was of approximately the same stoichiometry as the
10
flames used by Dagnall et al- for atomic emission and fluorescence
■ \ op pqa 322
and by other workers looking at the atomic absorption
of aluminium- (i»e. slightly fuel-rich with a 20 -30 mm red 
"feather")- The optimal fuel flow with the separated flame 
(Fig- 5-1) was used throughout this study.
Variation in flame height with respect to the mono­
chromator entrance slit gave very little variation in aluminium 
fluorescence detected.
5-2-2- Operating conditions for the aluminium electrodeless 
discharge lamp used as source
The lamp was modulated at a frequency of 1*f KHz (see 
chapter two for optimisation of modulation frequency) and would 
only give an output in a | wave cavity- Maximal percentage 
modulation was applied and the lamp was temperature controlled 
at 565 K. The plot of radiant output from the lamp vs- temp­
erature is shown in Fig- 5-2- At temperatures higher than 
565 K the discharge in the lamp pinched (i-e. took the form of a 
thin streamer of visible emission) and eventually self-extinguished.
191
TEMPERATURE OF ALUMINIUM LAMP (K)
Fig. 5*2 Plot of the radiant output of the aluminium EDL
at 396.2 nm vs temperature of the lamp. Lamp 
operated at RO W incident microwave power in the 
4 wave cavity ana modulated, at 1k. KHz,
This behaviour indicated that there was too much material in the
lamp and gives a possible explanation for the low optimal operating
temperature of the lamp- The temperature that gave optimal
source radiant output (565 K) also gave optimal fluorescence
172
output- It is interesting that Patel et al- used a compromise
temperature of K for a temperature-controlled multiple
element lamp containing Al, Ge, Sn and Pb iodides- No other
reports of operating temperature for aluminium lamps are known
to this author- No significant change in output was obtained
at incident microwave powers greater than kO watts and therefore
this was the chosen operating power- The signal became more
noisy at powers greater than 65 watts- Under the above optimal
conditions the long period fluctuation over 1 hour was £ 2%
3®2«3o Atomic fluorescence spectrum of aluminium in the argon-
separated nitrous-oxide-acetylene flame
The spectrum obtained for aluminium (100 ppm aqueous
solution) in the region 300 -^ 00 nm consisted’of four fluorescence
lines 308-2, 309-3» 39^oh and 396-2 nm- The ratios of the
intensities of these lines were 6:21:55*100 respectively- The
spectrum obtained by looking at the source output also consisted
of the same four lines (Fig- 5-3«) The relative atomic emission
intensities at the same four wavelengths were also obtained and
had intensities of 0:*f:56:100- The relative intensities of
both the emission and fluorescence signals were similar to
10
those obtained by Dagnall et al.
The spectral details of the most intense fluorescence 
1 93lines are given below (The 396.2 nm line was chosen for the 
study of interference effects because this was the most sensitive 
transition)-
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Fraser and Winefordner have looked at the laser-excited atomic 
fluorescence of aluminium and were able to look not only at the 
two resonance fluorescence transitions (39^°^ nra resonance 
fluorescence and 396=2 nm excited state resonance fluorescence) 
but also at Stokes direct line fluorescence at 396=2 nm. The 
latter is possible because the laser can be tuned to excite 
the absorption transition at 39k*k nm and the fluorescence 
transition at 396 = 2 nm can be separately observed., This is 
not possible with the line source used in this work because both 
lines are present in the emission from the lamp. The 396=2 nm 
line must therefore be a result of both excited state resonance 
fluorescence and Stoxes direct line fluorescence= (A definitive 
paper on the types of fluorescence transitions possible is given
3 3 V
by Omenetto and Winefordner )
5=3= Interferences affecting the determination of aluminium
As is usual the extraction of aluminium into an organic 
phase has previously been used to eliminate interferences with 
atomic absorption and emission methods as well as using the 
extraction as a concentration step. The most commonly used 
method seems to be the extraction of an aluminium chelate into
301,331,335
methyl isobutyl ketone or butyl acetate = However a
large number of authors have used the direct method for determination
of aluminium which necessitated a study of interferences-
.30k
Amos and Willis ?with the nitrous oxide-acetylene flame,could
detect no effect of hydrochloric acid (0-5N) on aluminium absorption,
while iron, added as either chloride or sulphate, had a slight
enhancing effect at the 10,000-30,000 ppm level- The enhancing
298 328
effect of iron has been reported by a number of researchers
329
although Konig et al- observed enhancement up to approximately
15*000 ppm and depression thereafter- Most workers tested
298 328
for interference up to 5000 or 10,000 ppm iron- Cobb and
. 32k
Harrison detected no interference due to iron but found an 
inhibiting effect due to 30% w/w ammounts of silica on 20 ppm 
aluminium- (These workers tested for large amounts of silica 
because they were analysing slags and refractory materials).
At the 100 ppm level of silicon Ferris et al!?^ noted a slight
depression of aluminium absorption- Ramakrishna et looked
at the effect of 200 ppm amounts of 32 cations and 19 anions on 
the absorption of 20 ppm aluminium solutinns and found no inter­
ferences except for an enhancement of 25% due to Ti(IV) and 1C% 
due to acetic acid- They found no effect due to silicate,
it is probable that refractory metals compete with one another for
oxide formation which results in the production of a greater 
number of atoms of those metals which have a tendency to form
less stable oxides- The greater stability of the titanium
oxide has been put forward as the reason for the interference
on the aluminium absorption and enhancement by aluminium has been
336 337
reported for titanium , - The red feather zone has an
extremely low concentration of oxygen atoms and a
further depletion of oxygen atoms by addition of even small con­
centrations of other refractory elements has been said to be able
191^298,308
calcium, iron or chloride- It has been pointed out that
to affect the atomic population of the analyte
19k
However
arguments have since been presented which indicate that there 
cannot be any such competition for oxygen., Sachdev and
339
co-workers observed an enhancement for vanadium upon addition 
of aluminium or titanium„ This was not due to suppression of 
ionization of vanadium because the enhancement attainable 
with alkali metals was only half the value found for aluminium 
and titanium.
3U0Koirtyohann and Pickett reported in 1960 the
interferences of a number of acids on both the atomic emission
and atomic absorption of a group of elements in the nitrous oxide
acetylene flame• Their results indicated that the acids tested
were giving an initial enhancement in signal, when the long axis
of the slot burner was parallel to the optical axis, followed by
a suppression at higher concentrations., The suppression was
attributed to solution uptake interference., The enhancement
was greatly reduced or eliminated when the slot was perpendicular
to the optical axis., The authors concluded by proposing a new
type of interference, called lateral diffusion interference and
caused by the spatial distribution of the sample within the
338flame. Fassel and co-workers reported apparent confirmation 
of the existence of lateral diffusion interference in 1973°
(In particular the effects of Co, Mo and 17 on aluminium atomic 
absorption and emission). This type of interference can account
298,307,308,310,311 ,336,339,340
for the reports of enhancement effects that
could not be attributed to ionization suppression., All these
enhancements were observed in nitrous oxide-acetylene flames
338
formed on linear slot burners., (Fassel et al. pointed out 
1 0
that Dagnall et al. have reported the enhancement effects of 
various concomitant on the emission signals of Al, Mo, Ti, V
and Zr using a circular rather than a linear slot burner. However
they stress that they were unable to confirm the more prominent
338
enhancements observed by Dagnall ot al„). Fassel et al. show
experimentally that enhancements occur at the center of a linear
slot flame and depression at the edges and that a major part of
each large centre enhancement was due, not to an increase in the
total free atom population in the flame, but to an increase in
the number density or concentration of analyte at the centre of
the flame. The postulate put forward was that: a) slower
atomization in the presence of concomitant delays the production
of free atoms; b) the atoms then have a shorter time for lateral
diffusion before entering the optical path; c) they will have
diffused a shorter distance and will be concentrated at the
centre of the flame, accounting for an enhancement at the centre
and a depression at the edges. Lateral diffusion would be
the primary cause of enhancements and ionization suppression
and other possible effects (e.g. competition for oxygen) would be
298
of secondary importance. Marks and Welcher found that Ni, Co,
Fe, Mn, Cr, ¥ and Ti at the 5000 ppm level enhanced the absorbances
of 100 ppm aluminium solutions by about 10%. The measurements
were made using a nitrous oxide-acetylene flame with a 7 mm high
red feather. The interferences from chromium and titanium were
reduced as the flame became more fuel rich. (The did not test
for this effect with Co, Ni, Fe, Mn and V). All the measurements
were made at the flame height giving maximum sensitivity and as
the flame was made more fuel rich this absorbance maximum shifted
to higher positions in the flame where vaporization is nearer
completion and salt vaporization effects are nearly eliminated.
These workers could not find evidence for lateral diffusion
interference to explain the observed enhancements but Fassel 
338
et al. were able to suggest why Marks and Welcher were not able 
to observe such evidence. The latter researchers in fact con­
cluded that competition for oxygen may account for some of the
enhancement effects observed between refractory elements because
in particular aluminium monoxide emission intensity showed a
decrease in the presence of titanium*
10
Dagnall et al. tested for the interference of 22 ions
on the fluorescence determination of aluminium, and none were
found to interfere (including K and Na but they did not test for
Ti). Eleven of the ions interfered with the emission signals.
5°3>°1* The effect of acids
The use of a fuel-rich flame to minimise interferences
2 9 8
was recommended by Marks and Welcher for the absorption deter­
mination of aluminium. All interferences in this aluminium study 
were therefore looked at using the fuel-rich flame giving the 
most sensitive conditions (Fig. 5°1)°
The effects of five acids on the atomic fluorescence 
and atomic emission of aluminium were determined by measuring 
10 ppm aqueous aluminium solutions containing a range of concen­
trations of the acids. The results are shown in Fig. 3°^° and 5*5° 
The depressions due to phosphoric, sulphuric and perchloric acids 
ocour in both fluorescence and emission with similar magnitudes. 
Hydrochloric and nitric acids only interfere at the highest 
concentrations ( ^ 6% acid). The interferences are not.
significant when the acids are present at levels below
308
In atomic absorption Ramakrishna et al. found no
interference from hydrochloric, sulphuric, nitric and perchloric
acids, all at the 5% level with 20 ppm aluminium. Depressions
at the higher levels have been reported in atomic emission by
3k0
Koiryohann and Pickett and attributed to reduced nebulizer
1 0  -
efficiency. Dagnall et al. studied Cl , NO^ and PO^ at 100-fold 
weight excess level over 20 ppm aluminium. The fluorescence and 
emission signals were unaffected but the concentrations of these 
anions were fairly low (less than 2%) compared to the concentrations
1 . 5  r
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The above observations indicate that intorferences due
to acids in the fluorescence of aluminium only occur at high
acid concentrations (above b%) and follow similar trends to
those found in atomic absorption and atomic emission.
5°3o2. The effect of elements
The effects were determined of a number of elements on
the fluorescence and emission of aluminium in the argon-separated
nitrous oxide-acetylene flame. (10  ppm aluminium, 100 and 1000
ppm interfering ion). The results given in Table 3«1» can be
1 0
compared with the results obtained by Dagnall et al. who found
that the fluorescence signals were unaffected by the elements
tested. Table 5«2« facilitates comparison of the two sets of
results because only the points of difference are tabulated.
326,338
The results of West, Knisely and Fassel are included because
10
they also compaied their work to that of Dagnall et al. Refering
to Table 5°2, K, Na and Sr interfered in the present work. They
would be expected to suppress the ionization of aluminium because
all three elements are nearly completely ionized in the nitrous
322
oxide-acetylene flame . (Ionization energies (eV) of Al,
K, Na and Sr are respectively 5°98, 4.3^, 5-1^ and 5°69)»
Enhancements caused by K and Na on aluminium atomic absorption are 
319-321 ,34 2
well known 9 and such ionization interference would be
expected to appear in atomic fluorescence. It cannot therefore
1 0
be explained why Dagnall et al. did not observe enhancement due
to K or Na unless they had added another easily ionisable element
such as caesium to suppress ionization. This was not mentioned
in their paper.
In their study of lateral diffusion interference Fassel 
338
et al. emphasise the primary importance of the type of burner 
used. Lateral diffusion interferences should be most prominent
TABLE 5o1o
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INTERFERENCES ON ALUMINIUM ATOMIC EMISSION ^ND 
ATOMIC FLUORESCENCE AT 396*2 nm WITH THE 
ARGON-SEPARATED NITROUS OXIDE-ACETYLENE FLAME
(10 ppm aluminium, 100 and 1000 ppm interfering ion* Results 
expressed as the ratio of the fluorescence of aluminium in 
the presence of interfering ion to the fluorescence of aluminium 
aloneo All solutions were made up with deionised water unless 
a particular salt was insoluble in water0 In such cases 
alternative dissolution conditions were used. The metal salts 
were those detailed in appendix 2 )°
Element Results
Atomic fluorescence Atomic Emission
1000 ppm 
ion
100 ppm 
ion
1000 ppm 
ion
100 ppm 
A ion
I 1.0As 1.0 1.0 1.0
Bi 1.0 1.0 1.0 1.0
Cd 1.0 1.0 1.0 1.0
Co 1.0 1.0 1.0 1.0
Cr 1.0 1.0 1.1 1.0 7
Cu 1.0 1.0 1.0 1.0
Fe 1.0 1.0 1.0 1.0
K 1 .15 1.1 1 07 1.03
Mn 0 o 1 0 1.0 1.0
Mg 1.0 1.0 1.0 1.0
Mo 1.0 1.0 1.1 1.0 3
Na 1 c 13 1o03 1.13 1.1
Ni 1.0 1.0 1.0 1.0
Pb 1.0 1.0 1.0 1.0
Sn 1.0 1.0 1.0 1.0
Si 1.0 1.0 1.1 1.0
Sr 1.13 1 o07 1.07 1.0 3
Ti 1.13 1 o06 1.13 1.0 3
V 1.0 1.0 1.03 1.0
V/ 1.0 1.0 1.0 1.0
Zn 1.0 1.0 1.0 1.0
Zr 1.0 1.0 1.0 1.0
TABLE 5o2o
THE EFFECT OF VARIOUS IONS ON ALUMINIUM ATOMIC 
FLUORESCENCE AND ATOMIC EMISSION AT 396c2 nm WITH 
THE ARGON-SEPARATED NITROUS OXIDE-ACETYLENE FLAME
Concomitant This
AFS
work
AES
Dagnall 
et alJG
AFS AES
3 2 6  
Fassel et ale
AES
W NI NI NI +22% NI
Mo NI +10% NI +11% +10%
Ti +13% +15% —
Sr +13% + r/o - - -
Na +15% +13% NI + 9% —
K +15% + 7% NI +11% -
Mg NI NI NI + 9% -
AFS: Atomic fluorescence spectroscopy
AES: Atomic emission spectroscopy
NI: No interference
+ : enhancement interference«,
THIS STUDY - 1000 ppm ion, 10 ppm aluminium 
10
Dagnall et al» - 100 fold weight excess of ion, 20 ppm aluminium 
326
FasEel et ale - 2500 ppm ion, 25 ppm aluminiumo
(and perhaps occur only) with linear slot burners, because only
such burners viewed lengthwise permit observation of the centre
of the flame with virtual exclusion of the edges. As a circular
slot burner was being used in the work presented here this type of
interference should not be immediately obvious and indeed no
enhancements, only depressions, due to acids were observed for
both fluorescence and emission. Further no enhancing interference
was found for Ni, Co, Fe, Mg, Cr, V, Mo and W in fluorescence or
(except for Cr, Mo, V see below) emission. These elements have
all been reported to give atomic absorption enhancements of varying
magnitudes (depending probably on instrumentation and choice of
experimental variables). Enhancement due to titanium was found
in both fluorescence and emission. Titanium has been usually
either the only element reported to give serious enhancement of
aluminium absorption or the element that gives the most serious
enhancement relative to other enhancing comcomitants. It seems
unlikely that titanium produces a lateral diffusion interference
to enhance signals obtained using a circular slot burner^?
2 9 8
Alternatively competition for oxygen may be important but with
338
the reservations as already noted „
Refering back to Table 5»1, the cations of Cr, Si, Mo,
1 0
V, Th and Ta interfered with the emission signals of Dagnall et al­
and the existence of some spectral contribution to interference 
was experimentally confirmed. In the present work the cations 
of Cr, Si, Mo and V were tested and found to interfere with the
emission signals but not with the fluorescence signals.
10
This is in accord with the work of Dagnall et al. . Spectral
g
interferences have not been expected nor encountered in atomic 
fluorescence.
It appears therefore that interferences with aluminium 
fluorescence are fewer than those found in atomic absorption
201
202
probably because the use of a circular slot burner minimises 
lateral diffusion.
5°3.3« The effect of iron and of easily ionizable elements
Iron, present as iron (III) chloride, was found to have 
no effect on either the fluorescence or emission of 10 ppm 
aluminium solutions,, The concentration of iron was varied from 
0 to 10,000 ppm. Addition of b% of concentrated hydrochloric 
acid had no effect when iron was present. In atomic absorption 
and emission using linear slot burners iron usually causes an 
enhancement effect. The possible explanations for the different 
situation reported here for fluorescence have been discussed 
in section 5 °3 «>2 ., i.e. lateral diffusion interferences and 
their relative effect when using a circular slot burner.
Ionization in the nitrous oxide-acetylene flame causes
30k
lower sensitivity, concave analytical curves and ionization 
interferences if the sample accidently contains an ionization 
suppressor. To overcome these problems excess of an alkali 
metal is normally added to stabilize the degree of ionization of
322,323
aluminium in the flame. Kornblum and De Galan m  their
study of ionization interferences in the nitrous oxide-acetylene 
flame concluded that aluminium requires 2000 ppm caesium or 
potassium for ionization suppression. Table 5»3& shows the 
effect on the atomic emission and fluorescence signals of adding 
2000 ppm Na, K and Sr to 10 ppm aluminium solutions. The signals 
are enhanced equally in all three cases. (KC1 and KNO^ each 
behaved in exactly the same way for all the results reported in 
Table 5-3o)« Table 3-3b demonstrates that the addition of
10,000 ppm iron (added as iron (III) chloride) removes the 
enhancing effect of the three elements. The addition of k% 
concentrated hydrochloric acid to the 10 ppm aluminium solutions 
had the same effect (Table 5<»3c). The removal of free electrons
203
THE EFFECTS OF Na, K, Sr ON THE ATOMIC 
EMISSION AND FLUORESCENCE OF ALUMINIUM
(10 ppm aluminium, 2000 ppm Na, K or Sr, 10,000 ppm Fe, added 
as iron (III) chloride. Results expressed as the ratio of 
the fluorescence of aluminium in the presence of interfering 
ions to the fluorescence of aluminium alone).
TABLE 5o3
Solution Results
fluorescence emission
a) Al + K 1.19 1.17
Al + Na 1.18 1.19
Al + Sr 1.19 1.2 0
b) Al + K + Fe 1.0 1.0
Al + Na + Fe 1.0 1.0
Al + Sr + Fe 1.0 1.0
o) Al + K + W  conco HC1 1.0 1.0
Al + Na + b% conc„ HC1 1.0 1.0
Al + Sr + W  cone. HC1 1.0 1.0
by Cl formation which occurs when chlorine is present in large
3b3
concentrations probably explains the removal of the ionization 
suppression effects of potassium, sodium and strontium by the 
presence of ferric chloride or hydrochloric acid.
Potassium had the expected ionization suppression 
effect on 10 ppm aluminium solutions over the range 0 to ^000 ppm. 
(Fig. 5*6)o When 10,000 ppm iron was present potassium did not 
enhance the emission or fluorescence signals at any point in 
the range, i.e. it appears that the effect of easily ionisable
elements is stabilized by the presence of feric chloride. This
. 3U2
is also true m  atomic absorption. For example Scholes reports
the results of a co-operative study which covered the effects
of iron and sodium on aluminium atomic absorption. The
investigation involved found that the presence of iron and
sodium stabilizes the interference caused by sodium and iron
respectively, i.e. essentially the same results as reported here
for fluorescence except Scholes reports that iron did cause the
usual atomic absorption enhancement.
5o3o^o The effect of organic solvents
308
Ramakrishna found that the increases in absorption
sensitivity obtained in the presence of glycols were not great
(30% increase in the presence of 3% of a glycol). Other
examples of the enhancing effects of organic liquids are common. 
298
Marks and Welcher showed that acetone has little effect on
the magnitude of interferences, although it does increase the
absorption sensitivity for aluminium. Acetic acid (3% glacial)
has been shown to increase aluminium absorption signals by a 
308
number of workers
Acetic acid (5% glacial) had no effect on the 10 ppm 
aluminium fluorescence signals observed in this work. 10% 
concentrations of ethanol, acetone and ethyl-methyl-ketone all
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effect of potassium on aluminium fluorescence.
- solutions contained 10,000 r.pm iron 
-- solutions c o n t a i n e d a 1 um j. n i urn a nd 
potassium only.
enhanced the signals by 10%. The addition of 10 ,0 0 0 ppm iron 
had no effect on the enhancements caused by the presence of 
the organic liquids.
Analytical Curves and Detection limit
Analytical Curves
At 396.2 and 39^«^ urn analytical curves were obtained
using solutions containing aluminium alone (Fig. 5«7)° These
curves v/ere essentially linear to approximately 150 ppm and
became parallel to the concentration axis at about 600 ppm.
1 0
Dagnall et al. found the range of linearity to be 1 to 250 ppm
with slight curvature toward the concentration axis between 250 and
500 ppm and appreciable curvature at concentrations between 500 and
1000 ppm. The slightly greater curvature found in the present
work was probably due to the optical system . When 10 ,0 0 0 ppm
iron and ¥/o concentrated hydrochloric acid were added to the
calibration solutions no significant difference in the analytical
signals was observed. The resulting curves were the same as
those shown in Fig. 5»7° Slight bending of the curves away
from the concentration axis was observed in the range 0 -10 0  ppm
(Fig. 5°8). This is symptomatic of ionization taking place and
has been observed in atomic absorption for a number of elements
v/hich are significantly ionized in the nitrous oxide-acetylene
30k
flame, notably calcium . Addition of 2000 ppm potassium 
nitrate to the standards removed the slight bending and gave the 
increase in signal associated with ionization suppression 
(Fig. 5.8). It has already been shown that potassium does not 
suppress ionization in the presence of 10,000 ppm iron (Section 
5c3.3.) o The curve shown in Fig. 5°9 WC1S obtained using 
solutions containing aluminium, 10 ,0 0 0 ppm iron (added as iron 
(III) chloride) and k% concentrated hydrochloric acid. This
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• 9  Analytical curve for aluminium in the argon-separated 
nitrous oxide-acetylene flare. Standards contained
10,000 ppm iron and 4/o v/v hydrochloric acid. This
curve was used in the steel analvse section 5*^
plot was used to determine aluminium in steel samples (Section 5-5) 
and is slightly curved due to ionization.
5»4.2. Detection limit
Aluminium detection limits were measured in two ways.
Firstly the criterion of a signal-to-noise ratio of two was 
applied. A 0.1 ppm aqueous aluminium solution containing 
2000 ppm potassium (added as nitrate) was used to measure 
signal-to-noise ratios. The resulting detection limits were 
0 .0 7 ppm and 0 .0 25 ppm using the 4.7s and 18 .2s time constants 
respectively. Secondly the criterion of the detection limit 
being equal to twice the standard deviation on a low level 
signal was used. Using the 18.2s time constant and the same 
0 .1 ppm solution ten successive readings had a relative standard 
deviation from the mean of 12%, i.e. a standard deviation of
0.012 ppm. The detection limit was therefore 0.024 ppm.
The relative standard deviation of a 0.1 ppm aluminium 
solution containing 10 ,0 0 0 ppm iron and 4% concentrated hydro­
chloric acid was found to be 21% (18 .2s time constant, ten results)
1.e. a standard deviation of 0 .0 21 ppm and therefore a detection 
limit of 0.04 ppm.
An atomic emission detection limit of 0.014 ppm was 
obtained using the Jarrell-Ash instrument (i.e. the same optics, 
flame, monochromator and photomultiplier tube as for the fluorescence 
measurements but with the Jarrell-Ash amplifier rather than the 
lock-in amplifier). The detection limit was calculated on the 
basis of the standard deviation of a 0 .0 5 ppm solution containing 
2000 ppm potassium. A time constant of 5s was used.
Comparison of the atomic fluorescence detection limit 
(0.07 ppm 4.7s time constant) with the atomic emission detection 
limit (0.014 ppm 5s time constant) reveals a significant superiority 
of the atomic emission technique by a factor of five.
The best reported detection, limits in atomic absorption 
(see introduction to this chapter) have usually been about the 
same as the atomic fluorescence figures obtained here.
The determination of aluminium in steel samples
The choice of dissolution methods for determination of 
aluminium in steels by atomic absorption depends upon whether 
both the acid soluble and acid insoluble aluminium content or 
just the acid soluble content is required. As the proceedures 
for determination of total aluminium by flame spectroscopy are 
well established (see introduction to this chapter) a simple 
method of dissolution with aqua-regia was used here to determine 
acid soluble aluminium.
The effects of concomitant elements on the aluminium 
determination in the nitrous oxide-acetylene flame have been 
described in section 3®3° The presence of 10,000 ppm iron 
(corresponding to 1 g of steel dissolved in 100 ml of solution) 
was shown to stabilise the effect of ionization interferences 
due to K, Na and Sr. Other interferences commonly found in 
atomic absorption (notably enhancing interferences due to lateral 
diffusion effects) were not observed in the fluorescence deter­
mination. The only element which did interfere was titanium,
100 ppm of which caused a 6% enhancement of the 10 ppm aluminium 
signal. However the relative standard deviation for the steel 
analysis (see below) was found to be 3®2%. The titanium inter­
ference can therefore be considered to be not significant at 
the 10 ppm titanium level.
The method used for dissolution of the steel samples 
is given in Table A similar method for the determination
329,33i
of acid soluble aluminium has been used by a number of workers
304,328
although others use perchloric acid as well as aqua-regia
207
208
DISSOLUTION METHOD USED FOR THE DETERMINATION 
OF ALUMINIUM IN STEEL BY ATOMIC FLUORESCENCE
1 g of the steel was dissolved in 7 ml of concentrated hydro­
chloric acid and 3 ^ 1 of concentrated nitric acid and the 
resulting solution was heated gently until the evolution of 
brown fumes due to oxides of nitrogen ceasedo The solution was 
then evaporated, almost to dryness, the residue taken up with 
k ml concentrated hydrochloric acid and filtered through a 
Noo b sinter crucible. The solution was then transferred to 
a 100 ml volumetric flask and diluted to the mark with deionised 
water.
TABLE 5 . 4 .
TABLE 5o5o
RESULTS OF DETERMINATION S OF ACID 
SOLUBLE ALUMINIUM IN STANDARD STEELS
British Descrip- BCS Al
Chemical tion of 
Standard steel 
Steel Noo
Found
standardised
Refvalue % Atomic
fluorescence 3 2 8  
acid total (duplicate (acid
soluble analyses) soluble)
Ref
330
(total)
321
322
329
mild - 0 o12 0 o123
Oo128
mild O 0O87 0.093 0 o091
O0O89
mild 0o033 O0O58 O0O61
0o053
0,13 0.133
0.0939 
0 .0 6 0 .0 38
and less oxidising conditions aro also used, for example the 
steel may be dissolved in 10-15% sulphuric acid or in dilute 
hydrochloric acid.
The results of the atomic fluorescence analysis of 
three mild steels are given in Table 5»5° The results
reported in the literature for the atomic absorption determination
328 330
of the same steels for soluble and total aluminium are also
given for comparison. It can be seen that the atomic fluorescence
method is as accurate as the atomic absorption method. (The
certificate values quoted were taken from certificates attached
to the B.C.S. samples. These same values v/ere also quoted in
the two references 32S and 330). Due to the fairly oxidising
dissolution conditions used it may be that some so-called acid
insoluble aluminium will have gone into solution. This could
explain the slightly high acid-soluble aluminium content obtained
for samples 322 and 329 (ice. the two results 0 .091% and 0 .061%
328
respectively). It is noteworthy that Thomerson and Price 
also obtained a high value for the acid soluble content of 
steel no. 329= These authors were using the even more strongly 
oxidising system involving perchloric acid.
The calibration curve used to obtain the above results 
is given in Fig. 5°9« The standard solutions contained 10,000 ppm 
iron (added as iron (III) chloride) to stabilise ionization 
effects and 4% concentrated hydrochloric acid to ensure stability 
of the concentration of aluminium.
To obtain precision values six samples of standard steel 
number 322 were treated using the dissolution method in Table 5°4 
amd the average of three atomic fluorescence readings taken for 
each sample solution. The relative standard deviations of 
the measurement was found to be 3 °2%.
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The most outstanding feature of this work on the fluores­
cence of aluminium is the apparent lack of interferences affecting 
the determinationo This same observation was made by Dagnall 
et al- but thrown into some doubt by Fassel et al?^^,^ § h o  
could not reproduce some of the surprisingly large interferences 
found by Dagnall et al. for the flame emission determinations 
of Al, V and Mo (reported in the same paper ^8s the fluorescence 
work)o The present study appears to have reinforced the con­
clusions of Dagnall et alo that the atomic fluorescence determination 
of aluminium is relatively free from interferences-
In order to achieve a favourable aluminium atomic
absorption sensitivity and detection limit it is necessary to
338
use a linear slot burner0 However Fassel et al- have confirmed
the existence of lateral diffusion interferences when using this 
type of burner for atomic absorption measurements. They
argue that the use of a circular slot burner would minimise the
effects of lateral diffusion interference and indeed this does
appear to be the case i^ ith the atomic fluorescence determination
of aluminium using the circular slot burner- Moreover it is
possible to achieve the same detection limit by atomic fluorescence
using a circular slot burner as is obtainable by atomic absorption
with a linear slot burner- This situation clearly represents an 
advantage of atomic fluorescence over atomic absorption deter­
minations of aluminium-
The atomic fluorescence method was found to be satisfactory 
for the determination of acid-soluble aluminium in steel- The 
aluminium fluorescence was measured at 396 -2 nm using an argon-' 
separated nitrous oxide-acetylene flame- The presence of 10,000 
ppm iron (as iron (III) chloride) in samples and standards was 
found to stabilise ionization interferences from various easily
5o6. Conclusion
ionizable metals. Concentrated hydrochloric acid (4 ml acid 
in 100 ml steel solution) was added to the steel solutions to 
minimise loss of aluminium.
CHAPTER SIX
Conclusions
Since atomic fluorescence was first introduced in 196*f 
a number of researchers have used various improvements in 
instrumentation which have increased the signal-to-noise ratio 
of the atomic fluorescence measurement. However this author 
was not able to find any publications which report the combined 
use of most of the more simple instrumental modifications 
which are possible on a typical atomic absorption instrument.
The instrumentation described in Chapter Two combined 
the use of a lock-in- amplifier with temperature controlled, high- 
frequency modulated electrodeless discharge lamps, inert gas 
flame separation and an efficient optical system. All these 
modifications gave improvements in signal-to-noise ratio sufficient 
to realise detection limits for the determination of tin and 
arsenic fluorescence in cool hydrogen flames which were between 
ten and twenty times superior to reported atomic absorption 
and fluorescence detection limits using the same flames.
Further, for both elements the argon-separated air-acetylene 
flame could be used to minimise interferences whilst still retaining 
a sensitivity which was superior to that obtainable in atomic 
absorption. For the determination of aluminium in the argon- 
separated nitrous oxide-acetylene flame a detection limit was 
obtained itfhich was equal to the best reported atomic absorption 
detection limits for aluminium in this flame. Not only were 
these sensitivities obtained using pure aqueous solutions but 
also, when looking at the fluorescence signals obtained using 
steel solutions, it was found that the presence of 10 ,0 0 0 ppm
iron had little effect except in the cool hydrogen flames where 
interferences often have been shown to be serious, both here and
3kk
elsewhere
2 0 , 1 1 8
Winefordner has argued that atomic fluorescence
should give better detection limits than atomic absorption because
the limiting noise in atomic absorption is due to the source
as well as the flame. In atomic fluorescence the source noise
is not the limiting factor, only flame noise. However these
observations are only true if the source in atomic fluorescence
1 1 8
gives sufficient radiant output. In 1969 this was only true 
of a few EDL sources for example Agy Cd, Hg and Zn and marginally 
true for such elements as Sn and As. However the more recent 
advances with thermostatted EDL’s may lead to improvements in 
the radiant output of other more difficult element EDL’s.
Work of this type has, to this authors knowledge, not yet been 
reported. Arsenic and tin EDL's would therefore be considered 
’easy* lamps and this partly explains why satisfactory results 
were obtained in the work reported here. The use of temperature 
control and optimisation of modulation frequency helped to ensure 
that these lamps were giving of their best in terms of radiant 
output and stability. In the case of aluminium temperature control 
ensured the highest radiant output possible without the necessity 
for the use of high microwave powers to give the correct operating 
temperature. For all three lamps, however, it is likely that 
preparative proceedures designed for operation under temperature 
controlled conditions would have improved the attainable outputs 
considerably. • For example the amount of material in the lamps 
seemed excessive as shown by the ’pinching’ of the discharges 
near the optimal operating temperature. All three lamps were 
obtained from commercial manufacturers.
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Winefordner also indicated that atomic fluorescence
is more likely to give superior detection limits, relative to
atomic absorption and emission, for elements which have their
resonance lines below ca- 325 nm- Above this wavelength atomic
emission will give superior detection limits because for guialyJfcical
flames (2000-3000K) the black body spectral radiance corresponding
to the flame temperature is greater than the line spectral radiance
of available sources- Reported tabulations of flame spectroscopic
0 , 118
detection limits have tended to confirm this wavelength
dependence- The results obtained in the present work and the
3k5
work of others also conform to this trend i„e« arsenic 
(18 9 -0  nm), detection limits are superior to those in atomic 
absorption; aluminium (396 -2 nm) detection limits are similar 
to atomic absorption but inferior to atomic emission; tin 
lay in between these extremes at 3 0 3 nm- The volatile 
elements do tend to have their resonance lines in the 190 to 
300 nm region and these volatile elements usually make the better 
EDL1s- Moreover flames are also generally less noisy at wave­
lengths below 300 nm and especially below 230 nm- These latter 
two factors improve signal-to-noise ratios below 300 nm and there­
fore contribute significantly towards the observed wavelength 
dependence-
The work reported in this thesis demonstrates that the 
potential of atomic fluorescence flame spectroscopy as a more 
sensitive technique than atomic absorption can be realised by 
simple modifications to a conventional atomic absorption flame 
instrument provided that a good EDL is available- The table 
below compares detection limits obtained in this work with 
detection limits claimed for the Jarrell-Ash model 810 two
357
channel, double beam atomic absorption instrument - This
118
215
is probably a good example of !state-of-the-a*t* atomic absorption 
(This was not the instrument used in the W02*k f*or thic thesis.)
Element Flame Detection Limits ppm
This work Model 810
Aluminium n20/c2h2 0.025 0.05
Tin CJL/Air 0.05 -
cool hydrogen flames 0 .0 0 6 0.05
Arsenic CgH^Air 0.015 -
0 .10 -
cool hydrogen flames 0 .0 1 0 .2
The favourable fluorescence signal-to-noise performance reported 
here was particularly useful when attempting sensitive determinations 
of the three test elements in steelo This was because the
acetylene based flames could be used and advantage token of their 
relative freedom from interferences. In atomic absorption the 
use of the hot flames would have entailed an unacceptable loss 
in sensitivity.
One of the interesting features of this work was the 
observed lack of interferences affecting the fluorescence of 
aluminium in the nitrous oxide-acetylene flame. The use of a 
circular slot burner for the atomic fluorescence measurements 
apparently minimised the effect of lateral diffusion interferences.
r 338This type of interference has been confirmed in atomic absorption 
using linear slot burners. This situation clearly represents a 
further advantage of atomic fluorescence over atomic absorption
for a number of elements particularly those forming refractory 
oxides which are usually determined in the nitrous oxide-acetylene 
flame. The linear slot burner is necessary in atomic absorption 
to give sensitive measurements but possesses no advantages for 
atomic fluorescence where a circular burner is optimal.
With the exception of the lateral diffusion interference 
situation the work reported here indicates that interferences 
in atomic fluorescence follow the same basic trends as have been 
demonstrated in atomic absorption. Such studies of fluorescence 
interferences are necessary for the future development of the 
technique and may lead to further insight to the nature of 
flame interferences in general as well as revealing any further 
differences between the interferences that affect the three 
flame atomic spectroscopic techniques.
The limitation in atomic fluorescence is the availability 
of high radiance sources for a number of elements. Hollow 
cathode lamps are available for most elements and therefore 
atomic absorption is possible for elements such as Nb and W 
whereas high radiance EDL’s suitable for atomic fluorescence 
are not available for elements such as Nb and W. However the 
use of a turnable dye laser has been reported to have considerable 
potential as discussed in appendix I and may for some applications 
be a solution to the source problem despite the expense involved.
Unfortunately, on the basis of sensitivity, instrument 
manufacturers do not seem to have, at present, any reason to 
justify the marketing of specially designed flame atomic fluores­
cence instrumentation to compete with the well established atomic 
absorption instruments. ^hese are at the moment being extensively 
used with non-flame cells which can give very high absolute 
sensitivities. It is therfore likely that atomic fluorescence
will in the future take a differont path to the one followed by
atomic absorption* Some such possible paths are a) high sensitivity
determination of a wide range of elements using a laser source
352
and a flame or non-flame cell and b) multielement analysis 
where there is the greater optical freedom, relative to atomic 
absorption, in being able to arrange a number of element line 
sources around a flame. This can be utilised for both non- 
dispersive and dispersive instruments and for simultaneous or 
sequential recording of analytical results. Some areas in 
which research is being carried out to further multielement atomic
3 5 2 ,3 5 8
fluorescence and indeed atomic emission are the use of
2 3 0 ,2 6i ,348-35*1 3U6,3V7
multielement EDLfs , image vidicon detectors
35 9 3b
and non-dispersive instrumentation •
Published applications of atomic fluorescence to real
analyses have so far been relatively rare but those that have 
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been reported and the work presented here have all
demonstrated the sensitivity and selectivity that has been 
predicted for the technique.
The work reported here for the determination of three 
elemento in steel has shown that more detailed work is needed 
on interferences in atomic fluorescence. A particular area is 
the lateral diffusion interference situation. Future work, 
within the framework of the present instrumentation can also 
be directed at further improving the performance of EDL*s and 
the development of the use of non-flame cells for a better burner 
such as has been reported in the atomic fluorescence literature.
Other future possibilities are mechanical modulation of EDL»s or 
alternatively a look at other types of source such as the high 
radiant output and demountable hollow cathode lamps. Any 
other suggestions for instrumental development would necessarily
be expensive. For example sophisticated electronic processing 
of fluorescence signals buried in noise and the use of lasers 
to improve signal-to-noise ratios both add versatility to the 
technique.
This work has indicated that atomic fluorescence flame 
spectroscopy is particularly suited to steel analysis. The 
technique retains the freedom from interferences which is 
characteristic of atomic absorption. However the superior 
sensitivity of the fluorescence technique ensures that 
preconcentration using solvent extraction proceedures need not 
be used as often as it is in flame atomic absorption.
Flame atomic absorption methods have been applied to 
the analysis of the steel samples which are used to standardize 
automatic emission or x-ray instruments. The more sensitive 
flame atomic fluorescence could be even more useful in the same 
application.
Contamination and vaporization problems with the non­
flame systems currently being developed are more likely with 
samples with a high solids content such as steel solutions.
If non-flame cells are applied to steel analysis the sensitive 
and selective flame atomic fluorescence method will be a useful 
standardization technique.
Future work directed at applying flame atomic fluorescence 
to the measurement of low levels of elements in steel must 
involve not only instrumentation but also attention to the 
details of dissolution conditions and measurement proceedure 
which give the- most accurate and precise analyses. For example 
it is often desirable to carry out an analysis for a number of 
trace elements using a single weighing and preparation proceedure. 
To ensure that all the elements of interest are in solution it is
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necessary to choose appropriate dissolution conditions. A 
particular problem was encountered in this work when using perchloric 
acid in the dissolution of steels. This acid is useful for 
bringing a number of elements into solution. It became clear 
however that if tin was to be determined in the presence of 
perchloric acid careful control of the acid concentration was 
necessary to ensure accuracy and precision. Other examples of 
considerations that affect dissolution proceedure were also 
encountered in this work. In particular, the volatility of 
the arsenic chloride and the discrimination between acid soluble 
and acid insoluble forms of aluminium both affect the choice of 
dissolution conditions. Measurement proceedure is particularly 
important when considering the effect of iron on the fluorescence 
signals. It is usually convenient to keep the iron in solution 
and spray the steel solution directly into the flame. If 
iron interferes its effect must be minimised by proper standardiz­
ation proceedure and also by the use of a good nebulizer-burner 
system. The latter will minimise ’clogging1 of the burner 
with solids and optimize nebulizer efficiency. The choice of 
dissolution conditions is just one of the many compromises 
necessary when attempting multielement analysis. However a 
particular versatility of flame atomic fluorescence is its 
suitability for development as a multielement technique which 
has many of the virtues of both atomic absorption and atomic 
emission in flames.
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Appendix I 
THEORY OF ATOMIC FLUORESCENCE
The types of atomic fluorescence (resonance, normal 
direct line, thermally assisted direct line, normal step ­
wise line and thermally assisted stepwise.line) have been
. . . .  • 5 ,6 ,7 ,3 3 4 ,3 5 9 ,3 6 0
described m  several reviews Resonance fluor ­
escence has been most used for analytical studies.
The summary below shows the main steps in the deriva ­
tion of the radiance (intensity) of atomic fluorescence,
B_. The treatment that follows the summary was adapted i?
5
from the review by Winefordner and Elser and the textbook 
by Winefordner et al . For a more thorough discussion see
361 122 * . 123
Alkemade , Hooymayers and Winefordner et al as well as the
5 7
above two publications '
The following assumptions were made by Winefordner et 
al^ in deriving the expressions: the sample cell (a par-
allellelepiped, see below) is completely illuminated and the 
fluorescence emitted at right angles to the exciting beam is 
measured, (if the cell is incompletely illuminated and if 
all the emitted fluorescence is not measured then correction
122,359 % '
factors must be included .}The source area (L x l 1) is
larger than the absorption area (L x  1 ’) of the cell; the 
exciting radiation reaching the cell is collimated and the 
measured fluorescence radiation is also a collimated beam at 
right angles to the exciting beam; and the atomic concentra ­
tion, n^, and temperature of the atomiser are constant across 
atomiser.
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DERIVATION OF THE RADIANCE (INTENSITY) OF ATOMIC FLU OR?] 3 CE NC 5
b f . (e r g s  o f  f l u o r e s c e n c e  p e r  s e c o n d  p e r  u n i t  a r e a  o f t h e
CELL PER UNIT' SOLID ANG-LB)
SUMMARY
II Source spectral radiance flux
exciting radiation imaged on the
2
cross-sectional area dy l 1 cm of
3
volume element dy dx l f cm
Perspective view 
of volume element 
d;/ dx I 1 in the 
atom cell.
fluorescent radiation, (observed perpendicular 
to exciting radiation)•
III Radiant flux absorbed d# *
~ sA
absorbed by a small volume element
of path length dxt
XV Conversion of flux absorbed by volume element to
radiant flux fluoresced. dj6^, by same volume element
Al *2
V Conversion of flux fluoresced to radiance fluoresced, 
dBp, by same volume element
VI Integration to give Bp
"  r
VII Evaluation of integrals in VI
a) Self-absorption integral, f .
s
b) Absorbed radiance integral, E^, - solved using 
two limiting cases 1 , continuum source and
2 . line source
VIII Final fluorescence radiance expressions
I
IX Generalizations made from the radiance expressions
A 1 . 3
DERIVATION
I Source Spectral Radiance
/ - 1  - 2  - 1  -Inierg sec cm sr nm j
The solid angle, in steradians, of light collected 
by a lens from a point source is = A,/ p where
1  p  -
2
A_ is the area of the lens (cm ) and F is its 
-i- c
focal length (cm). This favours a large diameter 
and short focal length of lens and a similar expres ­
sion would also apply to concave mirrors.
II Source spectral radiance flux (erS sec"^ nm~*^ *)
2
The flux incident on cross-sectional area dy 1* cm
3
■  of volume element dy dx l 1 cm is
= BsX° A e  ! >  1 '1 K l (1 )
where and 14^  are the source image magnification
at the cell surface in the longitudinal and hori ­
zontal directions respectively, is a factor to 
account for absorption and reflection losses due
to optical components between source and absorption
cell. q  g is the solid angle of exciting radia ­
tion collected by the optical arrangement and 
imaged on the volume element.
Ill Radiant flux absorbed
According to the Lambert absorption law, the spectral 
radiant flux at any distance x from the front surface
IV Fluorescence radiance Bp   -
Conversion of radiant flux absorbed by volume element 
dx dy 1 * to radiant flux fluoresced by the same 
volume element•
0SX  U )  = rf.X° [ e x P - ^ ] (2)
where = absorption coefficient of the analyte at 
the excitation wavelength (i.e. the fraction 
absorbed). Therefore the radiant flux absorbed at 
wavelength A  , P®** unit. wavelength interval, by the small 
volume element of path length dx is given by:-
dx (3)
Fluorescence spectra3. power yie3.d Y\;( ^  ) given by
t >( X ) - ■ t p .^(. a* )
where Yp *= power yield of fluorescence =
fluoresced radiant flux 
absorbed radiarrb flux
(and is dependent on the excitation wavelength X )
*^ ( A' ) - spectral distribution of fluorescence and
is dependent only on the fluorescence wavelength A'
The product represents the probability
that an emitted photon has a wavelength between } 
and A* + d A ’ ; i»e.
X f ( A ' ) a X ’ =  i
Therefore jp( A' ) represents the normalized shape of 
the fluorescence line or band and is given by:-
f ( v )  = _  ZAl____
d v
ro
where the emission coefficient for the fluorescence 
process is identical to the absorption coeffici
ent
The fluorescence spectral radiant flux, d ^ j ^1 , from 
the small volume element dx dy l 1 is given by
a ^ A ’  * x ( V >  •
flux factor to account for
absorbed loss of fluorescence
due to self-absorption
spectral power 
yield
The spectral radiance of fluorescence from the
volume element
The spectral radiant flux of fluorescence can be con­
verted to the spectral radiance of fluorescence by- 
dividing by 4TT, by the area dAs of the 6 surfaces
of the volume element and "by n « (There are 4 IT sr in 
a sphere of isotropic fluorescence and n is the refrac­
tive index of the flame (n'viusually)
« , > •  - [ s i ? ] [ ± ]  <7)
*"2 —. *i
the fluorescence radiance dlh, (erg sec” cm sr"” ) 
from the volume element dx dy 1* is therefore given 
by:-
dBp(V )  /“ K y d V
( P 4 ° H  ^  o | p pKA' [exp-K^yJ (8)
If equation (8) is integrated w.r.t. x and y between 
the limits of 0 and 1 for x and 0 and L for y, then 
the fluorescence radiance is given by:-
^  [ ^ ]  [  2 L i '  +L 2 h - + 2l J [  Yp
e xp - K X'J±lAhl j (g)
j ^ L ^ a X '  J
i i i I'1* ~ n d
Absorbed radiance, E^. Self-absorption factor,
fs, accounts for reabsorp­
tion of fluorescence by 
analyte species.
VII
a)
Evaluation of integrals in equation (9 )
The self-absorption integral, f
s
fs is unity or near unity for:-
(a ) Atomic fluorescence involving dilute atomic gas 
and transitions terminating in the ground or 
any excited state®
(b ) Atomic fluorescence involving any concentration 
of atoms for transitions terminating in states 
above the ground state.
(The hotter the gas the higher the level must be above 
the ground state for fr to be unity)•
However, for atomic fluorescence of concentrated gases 
and for transitions terminating in the ground or near 
ground states, the fs factor is less than unity and is 
given by:-
- Jo (l-<
f
A1.7
^s ~ -exp-EX>l)dXt
/ r i K X , d V
=  „ 2  a  ’ ( 10 )
fifir ko' l)
where kQ 1 is the peak atomic absorption coefficient 
for pure doppler broadening for the fluorescence line* 
a* is the damping constant for the fluorescence line^ 
and is given by a' = h n 2  C for the -fluorescence
A X ' D
process and a = Jin2 A X c  for the absorption process. 
A\'c is the collisional half width of the fluorescence
line and is the doppler half width of the fluores­
cence line.
For resonance fluorescence a =■  a*. FOP noil-resonance fluo­
rescence a a ’ . In (lO) a1 must be used#
A1 .8
b) Absorbed radiance integral, E^
This integral is solved by defining limiting but neverthe­
less analytically useful cases:-
lo Continuum Source Case 
In this case the source of excitation has a constant spec­
tral radiance over the entire absorption line and there­
fore :-
r oo
(1-exp-K^l)dA (ll)j  B A°(l-eXp-KXl)dA = 3°^
J0
where ^c° \  0 ^^ rie spectral radiance of the .continuum ,
source at the peak absorption wavelength. j
This condition thus simplifies integration by making 
^  a constant. The resulting integral is easily solved 
for absorption lines having a Voigt profile and which 
result from either very low or very high concentrations of 
absorbers.
For low -.concentrations of atomic absorbers collisional 
(Lorentzian) broadening is assumed to be negligible and by 
substituting an equation for which describes the absorp­
tion profile of a line broadened by only pure Gaussian, 
doppler, effects, the integral in equation (ll) becomes:-
fco roo
(1-exp-K^l)dX = KxldX - jlT K 0 A\gl (1 2 )
« 2 ,/ ln2
where AXn Gaussian half width and K is the absorp-G o
tion coefficient at absorption line'center for pure Gaussian 
broadening.
At high concentrations of absorbers collisional broad­
ening becomes significant and the damping constant "a" is 
again introduced to account for the further broadening.
The integral becomes:-
A1.9
(l-exp-KAl)aX = A X g Ifjr^ Kola) (13)
2. Line source case 
In this case the source of excitation is a narrow 
line source, i.e. the half width of the source line is 
less than the half width of the absorption line. !
Hence:-
(l-exp-K^l) dA = (l-exp-Kl) J B ^  dX
= (1-exp-El)BH° (14)
where K is the effective or average absorption coefficient 
over the source line half width and where B ° is the source 
integrated spectral radiance (integrated over the exciting
v -1 -2 -iline) f i.e. the source radiance in erg sec cm sr ■ *■ .
For a low concentration of absorbers the coefficient K 
is directly proportional to the concentration of absorbers 
and
1-exp-Kl = El . (25 )
For high concentrations 1-exp-El = X (l6)
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VIII FINAL FLUORESCENCE RADIANCE EXPRESSIONS
1. Continuum Source - Low concentration of Analyte 
from eqns (ll), (l2) with. (9) and f = 1 .
b f  = (aeI i n ’ i r te i o 
[ 4 irJ[2L l ’ + 2 1 1 '+2LlJ [ n 2MTMH J P C*9
'JTTKq A W
2 In 2n
2• Continuum Source - Atomic fluorescence terminating in
analyte - from (10), (ll) and (13) with (9 )
B p  =  [ . G e ]
L 4Trj
Ll* te 1
Y B°.
P cAo
r k  ,
olaa 1
2L11 + 211 * + 2L1
» 2W
K * Lln2 
1 0 J
3. Continuum Source - Atomic fluorescence terminating in 
excited state - Hifth concentration of Analyte - from 
• (ll) and (13) with (9 ) f = 1
b p  =
n i l
Ll
2 L 1 ’ + 211 * + 2L1I A
Y B 
I<P1H j  p  0Xo In 2 J
4• Line Source - Low concentration of analyte - from (14) 
and (15) with (9 ) f = 1 .
= fnEir
s
L l l 1 E
F [  4TrJ [ 2 L l ’ + 2 Xl' + 2 1lj[ n 2MTM
L H
r t
Y P v K
5• Line source - atomic fluorescence terminating in ground 
or near ground state - High concentration of analyte —
from (ll), (1 4 ) and (16) with (9 )
!  1f - 1L 4TTJ
Ll
2 L 1 ' + 211* + 2L1
■ n
Y B„r 
p N
a '  1 i
F K o ,IjJ
6. Line source - atomic fluorescence terminating in excited 
state - High concentration of analyte - from (1 4 ) and
(16) with (9 ) f = 1.
s* = r.QEir i r
4 i r J
!LX '  +  2 X X ' + 2 L X
TE
n 2M TM
Jj rl
Y  3 
p N
A1 . 11
■  (reneralizations made from radiance exuresGions
1 . BF oC cone of analyte for any type of atomic fluorescence
only as long as the concentration is low. (NB K , K '
o o
and K are directly proportional to concentration.See 
chapter two and references 7 >9 7 ? 117 )
2. Bp dependent only on cell volume (not cell shape) as
long as concentration is low and as long as the entrance
3
optics allow the entire cell cross section LI* cm to be
2fully illuminated and the entire fluorescence of 1 1 1 cm 
is measured - holds for any type of atomic fluorescence.
v ,
3 . spectral radiance of continuum source 3 °\ or inte-
* a Ao
grated spectral radiance of line source B ° for all con-
h
centrations.
\ I
4. B p C,£ fluorescence power yield Y for either type of sourbe
P
and all concentrations.
5. ®p<?C solid, angle of radiation collected from source Jj) j) 
for either type of source and for all concentrations.
6 . Bp independent of concentration for high concentrations of 
absorbers for continuum source and transitions terminating 
in the ground or near ground state•
Bp independent of concentration for high concentration of 
absorbers for line source when transitions terminate in 
excited state.
7. B-, independent of shapes of absorption and fluorescencei?
bands as long as concentration is low and when a. continuum
source is used. - Also true for line source, especially if 
line source is very narrow compared to absorption band - if
A1.12-
LO G Bp
L O G ' B p
F I G U R E -
G R O W T H  C U R V E S  ( T H E O R E T I C A L . )
line source width ^  width of absorption band then there 
is a complex dependence of Bp on the shapes of absorption 
and fluorescence bands.
A1.13
8.
9.
10 .
The first set of conclusions that can be drawn from 
the above generalisations are that the fluorescence radi ­
ance, Bp, is proportionately related to the concentration, 
n Q , at all except high concentrations. At high n^, Bp ©£
when a line source is used and Bp is independent
of n if a continuum source is used. These conclusions 
o
indicate the main features of the shape of growth curves 
(lg Bp vs lg n^ - Fig.Al.l) which in turn can be compared 
with curves obtained in the real analytical situation 
(analytical curves). Note that a, the damping constant 
determines the shape of growth curves. This constant is 
introduced in the theory (equation 1 3 ) to account for 
collisional broadening at high concentrations of absorbers.
Bp independent of shapes of absorption and fluorescence 
bands if absorber concentration is high and if line source 
is used and transitions terminate in an excited state.
Bp oC J c o n c . for atomic fluorescence transitions termina ­
ting in an excited state if a continuum source is used 
and if absorber concentration is high.
Bps£ cone for transitions terminating in the ground or 
near ground state, if 3.ine source is used and if absorber 
concentration is high.
This parameter does not depend on concentration or flame
temperature but is related to atom type and flame compo-. 
7 . ^ 9
sition The shape of analytical curves deviates
from the shape of growth curves at low concentrations 
because of ionisation of analyte atoms and at high con­
centrations because of decreased sample introduction 
rates into the atomiser, reduced solute, vaporisation 
rate and reduced aspirator yield. Note also that if 
the assumptions concerning complete illumination of the 
cell and measurement of all the emitted fluorescence are 
not made then the growth curves will be affected by pre-
7
filter and postfilter effects 9 . (incomplete illum­
ination of flame cell causes reabsorption in the cell 
volume of fluorescence of atoms which are not being ill­
uminated by excitation radiation - postfilter effect, and ; 
the fluorescence radiance is decreased if the fluorescence . 
in the portion of the flame cell nearest the source is not 
measured - pre-filter effect). These effects only have a '
. i
significant effect on growth curves at high concentrations
of analyte atoms. Por a comparison of theoretical and
experimental analytical curves for magnesium see Zeegers 
1 2  Ll
and Winefordner and for further treatments of the theory
i pp 361
of analytical curves see Hooymayers and Alkamade as well
as ref erences 7j'123 >359*
The second set of conclusions that can be drawn from
the generalisations are that the fluorescence radiance Bp
is directly proportional to the power yield Y (which
P
affects the choice of flame) and the effective source radi­
A1. 14
ance (which has led to the many published studies of* high 
irradiance sources)» These considerations are discussed 
in detail in Chapter two of this thesis but recent develop ­
ments in the theory and analytical use of lasers in atomic 
fluorescence spectroscopy have considerable interest.
Winefordner and his coworkers have been developing the 
use of a pulsed, tunable dye laser as a source in atomic
2 7 ,2 8 ,3 6 2 - 3 6 5  3 6 6
fluorescence flame spectrometry . Piepmeir has con ­
sidered the theory of laser saturated atomic resonance
367
fluorescence and Webb has described tunable organic dye 
lasers•
3 6 6
Piepmeir pointed out that it is theoretically possible 
to saturate the excited atom population in flames using
4*
sources of very high irradiance such as lasers. The satur ­
ated atomic population should then give a high fluorescence '
output which is almost independent of changes din the source
364,363
irradiance. Winefordner and his coworkers have pres ­
ented theoretical and experimental results concerned with * 
saturated atomic fluorescence using a tunable dye laser as 1 
the high irradiance source. Assuming a simp3.e two level 
situation these workers show that as the source irradiance 
is increased and saturation approaches the fluorescence 
radiance no longer increases linearly. There is a limit 
to the fluorescence radiance that can be achieved. This 
is because although at low source irradiances the population 
of the lower level is not significantly changed upon excita ­
tion and therefore the effect of the source irradiance on 
the absorption behaviour of the atomic population can be
A1.15
neglected, at high source irradiances there is a relation ­
ship between the spectral irradiance of the source and the 
integrated absorption coefficient• (Note that the laser
is treated as a quasi-continuum source). As saturation 
approaches^ the system becomes practically transparent to 
a further increase in source irradiance and the two levels 
become equally populated as the integrated absorption co ­
efficient approaches zero. The linear relationship between 
atomic concentration and source irradiance is still retained 
as indicated by the theoretical equations developed by
3 6h
Winefordner and his coworkers 0 These workers verified 
Piepmeir’s predictions that under saturation conditions the 
fluorescence radiance is almost independent of source irra ­
diance and quenching collisions. -Analytically this is I
important because the stability of the source is no longer * 
as critical as with low irradiance sources (e.g. electrode ­
less discharge tubes). Furthermore the dependence of the 
fluorescence radiance on the quantum efficiency which is j 
observed at low source irradiance is removed under satura- * 
tion conditions, i.e. the fluorescence radiance is not ex ­
pected to be greater in the cool, low quenching flames than 
in the hot flames. Thus the more efficient atomisation 
properties of the hot flames can be utilized to better advan 
tage. One disadvantage of the above observations is that 
the amount of scattered light continues to increase with 
increase in source irradiance while the fluorescence radi ­
ance is levelling out, thus degrading signal-to-noise 
ratios. Therefore a compromise has to be reached between
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scattering and signal stability.
The effect of the above considerations on the shape 
of growth curves and analytical curves has also been con-
36.5
sidered by Winefordner et al • Because under saturation 
conditions, the system is transparent, self-absorption 
cannot take place nor can the source irradiance be a func ­
tion of the distance along the absorption path. Consequ ­
ently growth curves will have unity slope even at high 
concentrations of absorbers. Any deviation from linearity 
will depend on the source irradiance. The above workers 
demonstrated experimentally that decrease in source irrad ­
iance does decrease the linear range of analytical curves. 
They stress however that bending of the curves could occur 
if any pre-filter and/or post-filter effects are present. ' 
Experimental conditions must be chosen to minimise these 
filter effects.
tI
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Appendix 2
EXPERIMENTAL
A.2.1. Apparatus 
Sources
Electrodeless discharge lamps, tin, arsenic (EDT 
Supplies Ltd., London) and aluminium (EMI Ltd., Hayes, Middlesex) 
were operated in either a J wave Broida or a -J wave Evenson, 
resonant cavity and powered by one of two microwave generators 
in conjunction with either, a 400 Hz modulator modified to give 
200 Hz to 4-0 KHz modulation, or a 30/100 Hz modulator (all 
from Electromedical Supplies Ltd., Greenham). Reflected micro­
wave power was monitored using either a separate meter (EDT 
Supplies Ltd.) or the meter built into one of the generators.
(The 4-00 Hz modulator and the microwave generator with the 
’'built in* Reflected Power meter were on loan to the Polytechnic 
Department of Chemistry and Biology from BISRA, the Corporate 
Laboratories of the British Steel Corporation).
- Lamp temperature was controlled by passing air from an 
air-compressor (Binks-Bullows PR303E, portable, Mk V) through a 
heated tube and upwards around the lamp in either of the cavities. 
(See Chapter two, section 2.3.2.B and Fig. 2.2.2.). External 
heating for the tube was provided by 20 ft of heating tape.
The power to this tape (300 watts maximum) was provided by a 
0-260 volt variac. Internal heating for the tube was provided 
by 5 yards of nichrome wire with a resistance of ^.2 X1. per yard. 
The power to this heater (*f80 watts maximum) was provided by a
0 -10 0 volt variag.
A photograph cf the instrument is shown
opposite. The thermostatting system can be seen in
the centre of the picture.
Burners and nebulizer
The burners and nebulizer have boon described in chapter 
two, section 2„3o3°A
Calibrated manoraetric flowmeters (Gallenkamp, London, 
type FL-A20) with interchangeable jets were used to control 
flow rates- Each flowmeter jet was calibrated by the manu­
facturers o
Air when required as a support gas was supj)lied by a 
Binks-Bullows PR303E portable rotary air-compressor Mk V0 
Optical Components
The mirrors and lens have been adequately described in 
Chapter two, section 2<,3*A° Fig- 2-27*
Basic Spectrometer
A Jarrell-Ash Maximum Versatility atomic absorption/ 
atomic emission spectrometer model 82-329*
Monochromator
Jarrell-Ash -J-m Ebert grating, 52x52 mm with 1180 lines 
per mm blazed at 300 nm„ Fixed slits were provided., (Two 
25^Am, one 100 yAm and one 150^m)« Throvighout this study the 
10 Cyu m slit was used at the monochromator entrance and 150 y/ m 
at the exito 
Detector
Hamamatsu T.V. R106 photomultiplier tube operated using 
the Jarrell-Ash stabilized power supply of the 82-529 spectrometer 
(variable from 270 to 1100 V)e
Amplifiers
Homebuilt pre-amplifier and lock-in amplifier as described 
in Chapter two, section 2.3«1«D (For atomic fluorescence work) 
or the Jarrell-Ash a.c. 50 Hz tuned amplifier. (For atomic 
emission work).
Recorder
Honeywell Electronik 194, charlt recorder.
Signal Generator
Sine-square oscillator Type IFM2 (Famell Instruments Ltd.) 
This was used to test and calibrate the lock-in amplifier and 
later to drive the modulation system with variable frequency 
from 200 Hz to 40 KHz. The oscillator itself could supply 
frequencies variable, continously, from 5 Hz to 1 MHz.
Oscilloscope
Telequipment, D54, portable dual-trace.
This was used to monitor the signals at Test point 1 to 4 on the 
lock-in amplifier. These test points can be seen on the circuit 
diagrams of the lock-in amplifier, chapter two, Figs. 2.12 to 2.14. 
A.2.2. Reagents
The reagents used in this study were all of *Analytical- 
Reagent* grade. Stock solutions were stored in stoppered glass 
bottles and deionised water was used for making up all the 
solutions. The details of the solutions used in the interference 
studies are given in Table A2.1. The tin, arsenic and aluminium 
stock solutions used for pure solution studies were 1000 ppm in 
the metal. Their details are given in Table A2.2 Concentrated 
hydrochloric, nitric, perchloric, phosphoric and sulphuric acids
TABLE A2.1
STOCK METAL SOLUTIONS USED FOR STUDYING INTERFERENCE EFFECTS
Two sets of stock metal solutions were prepared.. The first set 
was used for the tin study and were O.^ fM in hydrochloric acid 
unless the particular salt was insoluble in acido In such cases 
alternative dissolution conditions were usedo The second set 
were made up in deionised water and were used for the aluminium 
and arsenic studies. The final metal concentration was 2500 ppm 
at all timeso
Solution Metal Weight used
g diluted 
to 250 mis
Aluminium sulphate Al 6.9^5
Aluminium chloride Al 3..089
Arsenic trioxide A 3- 
&
0.825
Bismuth trichloride 0.943
Barium nitrate Ba 1d89
Calcium chloride Ca 3*^ 18
Cadmium chloride Cd 1.2 70
Cerous nitrate Ce 1*937
Cobaltous chloride Co 2.323
Chromic nitrate Cr 4.810
Copper nitrate Cu 2.376
Ferric nitrate Fe 4.521
Ferric chloride Fe 3*0$
Lanthanum chloride La 1.6 7
Magnesium nitrate Mg 3o313
Manganese sulphate Mn 2.533
Ammonium molybdate Mo 1.15 0
Niobium pentoxide Nb° 0.89^
Nickel sulphate
Nid 2.854
Lead nitrate Pb 0.999
Rubidium chloride Rb® 0.884
Antimony metal Sb 0.625
Sodium silicate Si 4. 750
Tin metal Sns 0.625
Strontium nitrate Sr ' 1.50
Potassium titanium oxalate Ti 4.620
Thallous carbonate T1 1.434
Vanadyl sulphate V 2.44 2
Sodium tungstate W 0.999
Zinc sulphate Zn 2.749
Zinc nitrate Zn 2.844
Zirconyl chloride Zr 1*597
a Dissolved in 10 ml 5% w/v sodium hydroxide solution and
neutralized with concentrated hydrochloric acid, 
b Dissolved in 10 ml concentrated hydrochloric acid and diluted 
to 250 ml id.th OoA-M hydrochloric acid 
c Dissolved in 10 ml k(f/o hydrofluoric acid and diluted to 
250 ml with deionised water 
d Insoluble in 0.4M acido Dissolved in deionised water
e Dissolved in 10 ml concentrated hydrochloric acid and diluted 
to 250 ml in the same acid 
f Dissolved in 10 ml concentrated hydrochloric acid plus a few 
drops concentrated nitric acid plus 6 g tartaric acid 
g Dissolved in 5 nil concentrated hydrochloric acid plus 1 ml 
concentrated nitric acid-
TABLE A2.1 (continued)
TABLE A2.2
TIN, ARSENIC AND ALUMINIUM 1000 ppm STOCK SOLUTIONS
Tin metal, 1-000 g dissolved in 50 ml concentrated hydrochloric 
acid and 3 nil concentrated nitric acid- Then diluted to one 
litre with deionised water-
Arsenic trioxide, 1.320g dissolved in 20 ml 5% w/v sodium hydroxide, 
neutralized with concentrated hydrochloric acid and diluted to 
one litre with deionised water-
Aluminium metal, 1.000 g dissolved in 10 ml hydrochloric acid 
with a few drops of concentrated nitric acid added and diluted 
to one litre with deionised water-
and the organic liquids acetone, ethanol, methyl ethyl kentone 
and acetic acid were ail supplied by British Drug Houses Ltd.
A.2.3o Measurement proceedure
The usual precautions were taken when measuring the 
fluorescence signals, i.e. All measurements v/ere repeated three 
times with a spraying of a blank solution between each measurement. 
If 10,000 ppm iron solutions were being nebulized then it was 
necessary to spray deionised v/ater between each sample, standard 
or blank in order to prevent solids accumulating in the orifices 
of the burner. This was particularly true of the circular 
slot burner used for the nitrous oxide-acetylene flame.
Measurement order for steel analyses was,series of standards, 
series of sample steel solutions,standards, sample solutions and 
standards.
Detection limit measurement proceedure
The theoretical considerations of detection limit have
already been discussed in chapter two, section 2.2.3° To
measure a detection limit by the criterion of a signal-to-noise
ratio of two the noise and signal were measured separately in
the following manner. The system was set for maximum sensitivity
with the 18 .2s time constant and the detection limit estimated
using a standard solution with a concentration between 0.1 and
1 ppm. A convenient standard solution concentration was then
chosen which was a factor of three or five times the detection
limit. Six measurements of the fluorescence obtained with this
solution were then recorded and the results averaged. The
noise under these conditions was then estimated by setting the
- 1
chart speed at the slowest possible, 5 min cm 1 aspirating 
the chosen standard solution for fifteen minutes and measuring 
the resulting average peak-to-peak noise. All the signals
on the chart were measured to the nearest millimeter with a 
ruler and the signal-to-noise ratio and hence the detection 
limit calculated-
Detection limits were measured using optimised 
instrumental conditions, i-e- the optical system was checked 
for optimal alignment using a tungsten filament lamp (see chapter 
two, section 2.3-^-) The nebulizer was adjusted to give maximal 
signals and the burner-nebulizer system checked for cleanliness- 
The source was optimised to give maximal radiant output and 
stability by using the correct operating temperature and micro­
wave power- The optimal flame conditions, analytical line etc- 
were used.
A-2.A- Some practical instrumental considerations 
Use of the lock-in amplifier
a- Use of the output low pass filters (Chapter two, 
Figs- 2-15 and 2 ,1 6 )
Output filter 1, Fig- 2-15 has a fixed time constant 
of 4.7s and is most convenient for routine analyses- Output 
filter 2, Fig- 2-16 , has switchable time constants of l8»2s,
51»7s and 103<>4s. The 18.2s time constant is the best compromise 
between time and signal-to-noise ratio- The necessity of 
increasing the time constant to reduce noise implies a necessity 
for an increase in gain- Thus in selecting output 2 rather 
than output 1 the noise at the readout in fact is the same but 
the gain is increased by nearly three times (Table 2.4, chapter 
two) and the time for the signal to reach its maximum value is 
also increased.
b- Continuous use of the oscilloscope 
The double beam oscilloscope is useful from two points 
of view- Firstly the output from the tuned section of the
amplifier can be monitored at Test point 1, Fig- 2-12- At 
this point the modulated signal from the lamp can be observed 
and this can be very convenient when optimising radiant output- 
When measuring fluorescence signals the noise levels can be 
observed at Test point 1. This means that it is possible to 
tell if the amplifiers are saturated by too much noise (or 
signal) in which case the photomultiplier voltage needs to be 
reduced or the load resistor lowered in value, whichever gives the 
best compromise insofar as the requirements for sensitivity are 
concerned- It is also interesting that the reduction in noise 
upon flame separation can be observed at this point- Similarly 
the relative noise levels in different flames and the dependence 
of noise upon wavelength can also be monitored-
Secondly the oscilloscope can be used to monitor at 
Test point 4 (Fig. 2-14, chapter two) where the signal and 
reference come together at the output of the p-s-d» and before 
being rectified- This is a convenient point to observe the 
effects of the phase shift control and hence bring the signal 
accurately in phase with the reference- It is convenient to do 
this at Test point 4 rather than at the chart recorder because 
the former is not affected by the output time constant while 
the chart recorder output will be sluggish because of the time 
constant-
The reference signal can be monitored at Test point 2 
(Fig- 2-13, chapter two) and the squared reference signal can 
be checked at Test point 3 (Fig- 2.13)* These two points really 
only need to be checked occasionally if the amplifier is being 
used at a set frequency- If the frequency of modulation is 
being varied it is essential that a good square wave is obtained 
at Test point 3 in order to ensure that the p-s-d- is operating
correctly.
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Choice of photomultiplier tube
The R106 photomultiplier gave a better signal-to- 
noise ratio over the 200 to 500 nm range than the R213 which 
was available- This was especially true below 250 nm- The 
R213 was therefore never used- The R166 solar blind photomulti­
plier has its peak response in the 200 to 300 nm range and very 
little response above 300 nm- It is unfortunately less sensitive 
than the R106 over 200-300 11m 0 However because the noise 
levels are lower than the R106 the operating voltage can be 
increased to give higher sensitivity- However this gives no 
advantage because the R166 signal to noise ratio cannot as a 
result be improved to better than the R106- However at 189»0 nm, 
the arsenic wavelength, the two tubes gave equivalent results 
but the R166 was being operated at an unacceptably high voltage 
(1100 volts). The solar blind photomultiplier has been used 
most often in the non-dispersive applications which have been 
reported in the literature- This is because a non-dispersive 
system views a large part of the light spectrum and its 
lack of response above 300 nm can then give improvements in 
signal-to-noise ratio below 300 nm- 
Optics
Once the optics have been set up using the tungsten 
filament lamp it is not usually necessary to make further 
adjustments to burner position, burner height, position . 
of mirrors etc- Only small changes in sensitivity, relative 
to the system without mirrors, will result after such adjustments 
because the mirrors reflect a large solid angle of radiation from
the flame to the entrance slit thus making selection of 
particular areas of the flame unlikely. It is an interesting 
point that this same property of the optical system also probably 
averages interference effects.
A.2.5. Significance of the magnitude of quoted results for 
interference effects
There are a number of criteria in the literature which 
are used to decide whether or not an interference is significant.
One common criterion is that an interference is significant 
if it changes the analyte signal by more than tv/ice the 
standard deviation of the measurement. In this study this 
criterion was used to evaluate whether any observed interference 
was likely to affect the steel analysis. However the tables of 
interferences in chapters three to five quote results which may 
be apparently insignificant. For example an enhancement 
interference of +3% niay not be significant if the standard 
deviation is 3% but if such a change was apparently reproducibly 
observed it was recorded. Such interferences at the 
1000 ppm level of concomitant may become significant at the 
10 ,0 0 0 ppm level and may prove a useful guide in any future 
reference to the interferences observed in this work.
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Appendix 3
DATA FOR ELECTRONIC COMPONENTS
The data in this section is included as a guide to 
future users of the lock-in amplifier both to help identify components 
if any failure occurs and to provide more complete information 
about the circuits of the amplifier-
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2 -30V OTA R EG U LA T ED  D .C .  P O W ER  SU P P LY
Gen e ra l  p u r p o se  e n cap su l a t e d  se r i e s  r eg u l a t o r  i n co r p o r a t in g  o ve r  cu r r en t  p r o t ec t io n . 
Pro v id e s reg u lat ed  d .c . o u t p u t  f ro m  an  u n reg u la t ed  d .c . so u r ce . V o l t ag e  an d  cu r r e n t  
cap a b i l i t i e s o f  b asic  u n i t  can  b e ext en d ed  b y t h e  ad d i t io n  o f  e x t e rn a l  co m p o n en t s.
SP EC I F I CA T IO N
V o l t a g e
R a n g e
O u t p u t
C u r r e n t
M a x .
O u t p u t
Im p e d a n ce
R ip p l e
V o l t a g e
P - P
2— 3 0 V 1A •0-1511 2 5m V
2— 20V 1 - 5 A 0-1511 2 5m V
2— 13 V 2 A 0 - 1 5O 2 5m V
2— 6 - 5  V 2 - 5 A 0 - 1 5O 2 5m V
' 2— 30V 5 0m A 0 - 5 0 1 0m V
' 2— 2 0V 7 5m A 0 - 5 O 1 0m V
2— 13V 10 0m A 0 - 5 O 1 0m V
2— 6 - 5 V 1 40m A 0 - 5 O 1 0m V
B A S I C  R EG U LA T ED  D .C. 5 U P P LY >  1A W IT H  EX T ERN  A L T R A N S I ST O R
VT1,
R2
- T - C ?
_ j. 4 RV|
3 Di
2-30 V 2 ?
REG 1 7-C1A
UNREG.
INPUT
COM PON EN TS
R t 47012 - jW Resisto r
R2 - 47111W  W / W  Resisto r
C lt  C ,, C3 -1 LtF 250V Po lyeste r
C» “ 100u.F 50V Tu b e
C5 3300^ F 63V H - R'Elect ro
D x BZY8 8  8- 2V
2—- 30V Reg u lat o r 
RV X 5kO M idget  Lin :
V T j  2N3055
Heat  Sin k  fo r VT1
(M ount  w it h sm ear  of si l ico n e g rease)
Keep  w ires as sho rt  as p o ssib le  and  w ire as 
sho w n  to m in im ise hum .
Heat  Sin k  fo r 2—30V Reg u la t o r :—
Si ze  50 m m  x 50 m m  x 18 s.w .g .
Brig h t  A lu m in iu m .
SPEC IFICA T IO N  
Outpu t  Cu rren t , 1A  m ax.
Sh o r t  Circu i t  Cu rren t , 1-5A 
Outp u t  Im pedance, 0-1511 
Outp u t  Rip p le Vo lt ag e (P - P ) , 25m V.
M ains Inpu t  Variat io n , ~ 5 °c  f rom  nom . 
COM PO N EN TS
T j  Un iversal  Rec. Tra n s. D 2 Re c ^ lA  
Plu s Com po nen t s fo r Basic  Reg u lat o r  w it h  
external t ran sist o r .
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M IO X JI  K 5 r ?F * E* W P n R M « r » F *  *  n n n ^ n  8R*8*"«ni
H I t t a i  r & h t , u n K i J 4 K t j &  h\r& tik nmmL  k f cruti lm
D E S C R I P T I O N
T h e  SN 72 74 1  i s a  h ig h  p e r f o rm a n ce  o p e r a t io n a l '  
am p l if ie r  ch a r a c t e r ise d  o v e r  t h e  0 - 7 0 "C  t e m p e r a t u r e  
r a n g e .
T h e  h ig h  co m m o n  m o d e  in p u t  v o lt a g e  r a n g e  a n d  t h e  
a b s e n c e  o f  l a t c h  u p  m a k e  the SN72741 i d e a l  f o r  
vo lt a g e  f o l l o w e r  a p p l i c a t i o n s . T h e  d e v i c e  i s  sh o r t  
ci r cu i t  p r o t e ct e d  an d  t h e  in t e rn a l  f r e q u e n cy  co m ­
p e n sa t io n  e n su r e s st a b i l i t y  w it h o u t  e x t e rn a l  co m ­
p o n e n t s.
V o lt a g e  O f f se t  
N u ll  C i r cu i t
T ERM I N A L A SS IG N M EN T S
TYPICAL PERFORMANCE CURVES
O p en  Lo op  
V o lt a g e  G a in
O p en  Lo o p  
Fr e q u e n cy  R e sp o n se
115
n o
m
■ o 10 5
r
<  10 0
o
UJO 9 5
<
_J
o 9 0
>
8 5
8 0
1 1 1
>
/ /
4/
0  2  4  6  fit 10  12 14  16 IS 20
SUPPLY VOLTAGE ( ±V)
120
100
8 0
6 0
4 0
2 0
0
• 2 0
. . .  p-p-p—
T _
\
1 10  10 0  Ik ICk 10 0 k 1M  10 M
FREQUENCY-Hz *
SN727U1 A3.3
-HIGH "-hiRr’CRiviAj .Oiil 0 F r^ R A TI OH aL» Aivif LIjj'I&Ic (Cont* •)
P A R A M ET ER  C O N D I T I O N S  V A L U E  U N I T S
( TA =  ± 25°C, V s =  ± 15 V)
I n p u t  O f f se t  V o l t a g e  R s < 1 0 k Q  1 .0  m V
I n p u t  O f f se t  Cu r r e n t  3 0  n A
I n p u t  B i a s Cu r r e n t  2 00  n A
I np u t  R e si st a n ce  1000  kQ
La r g e  Si g n a l  V o l t a g e  G a i n  R L >  2 kQ , V0 ut  =  ± 1 0  V  200 ,0 00
O u t p u t  V o l t a g e  Sw in g  R L > 1 0 k Q  ± 1 4  V
R L > 2 k Q  ± 1 3  V
I n p u t  V o l t a g e  Ra n g e  ± 1 3  V
Co m m o n  M o d e  Re je ct i o n  Ra t io  R s <  10 kQ  -  9 0  d B
Su p p l y  V o l t a g e  Re je ct i o n  Ra t io  R s <  10 kO  3 0  n V / V
Po w e r  Co n sum p t i o n  50  m W
T r a n si e n t  R e sp o n se  ( un i t y  g a in )  V | N =  20  m V ,  R L = 2  kQ
C L < 1 0 0  p F
R ise t im e  0 .3  p Se c
O v e r sh o o t  5 .0  %
S l e w  Ra t e  ( un i t y  g a in )  R L >  2  kQ  0 .5  V / p Se c
In ver t in g  Am p lif ie r
T h e  in ve r t in g  am p l i f i e r ,  a s sh o w n  in Fig  p  # i s 
o n e  o f  t h e  m o st  su i t a b l e  co n n e c t i o n s w h e r e  h ig h  
a ccu r a cy  a n d  lo w  d ist o r t i o n  a r e  r eq u i r ed .  T h i s  i s 
b e ca u se  t h e  am p l i f i e r  d o e s no t  se e  an y  la rg e  sig n a l  
sw i n g s at  i t s in p u t ,  it  i s a l so  t h e  m o st  su i t a b l e  c o n ­
f ig u ra t io n  f o r  su m m in g  a p p l i ca t i o n s a s t h e  su m ­
m ing  j u n ct i o n  i s a  v i r t ua l  e a r t h ,  g iv ing  g o o d  i so l a ­
t io n  b e t w een  t h e  in p u t s.  H o w e ve r ,  t h e  in p u t  
r e si st a n ce  is lo w  co m p a r e d  t o t h e  n o n - i n ve r t i n g  
co n f i g u r a t i o n ,  b e ing  a p p r o x im a t e l y  e q u a l  t o  R in.
A  su m m a r y  o f  t h e  p e r f o rm a n ce  i s g iven  b e low .
T y p ica l I n p u t
G a in R.n Rf Ba n d w id t h R e si st a n ce
1 10 kQ 10 kQ 1 M H z 10 kQ
10 1 kQ 10 kQ 100 kH z 1 kQ
100 1 kQ 100 kQ 10 kH z 1 kQ
1000 100 Q 100 kQ 1 kH z 100 Q
N on - In ver t in g  Am p lif ie r
T h e  n o n - i n v e r t i n g  co n f i g u r a t i o n ,  a s sh o w n  in 
R g 2 .  i s p a r t i cu l a r ly  u se f u l  in  a p p l i ca t i o n s 
w h e r e  * h igh  in p u t  im p e d a n ce s a r e  r eq u i r ed .  Fo r  
c lo se d  lo o p  g a in s o f  l e ss t h an  a b o u t  50 d B,  t h e  
in p u t  im p e d a n ce  i s d om in a t e d  by t h e  co m m o n  
m od e  in p u t  im p e d a n ce ,  w h ich  is t yp ica l ly  200  M O .  
Co m m o n  m o d e  in p u t  im p e d a n ce  is d e f i n e d  a s t h e  
para l le l  su m  of  t h e  im p e d a n ce s f r om  e a ch  in p u t  
t o  e a r t h .  In t h e  vo l t ag e  f o l l o w e r  m o d e ,  o n ly  o n e  of  
t h e se  im p e d a n ce s is se e n ,  h e n ce  t h e  400  M Q  in 
t h e  t ab le  b e low . A  su m m a r y  of  t h e  p e r f o rm a n ce  
i s g iven  b e lo w :
T y p ica l I n p u t
G a in R.n Rf Ban d w id t h I m p e d a n ce
1 oo 0 1 M H z 400  M Q
10 1 kQ 9 kQ 100 kH z 400  M Q
100 100 Q *  9 .9  kQ 10 kH z 280  M Q
1000 100 Q 100 kQ 1 kH z 80  M Q
G E N E R A L  D E S C R I P T I O N
T h e  u A 7 0 2  i s  a  c o m p l e t e  D C  a m p l i f i e r  c o n s t r u c t e d  o n  a  s i n g l e  
s i l i c o n  c h i p ,  i t  m a y  b e  u s e d  i n  h i g h  s p e e d  a n a l o g u e  c o m p u t e r s ,  
a s  a  p r e c i s i o n  i n s t r u m e n t a t i o n  a m p l i f i e r ,  o r  i n  o t h e r  a p p l i c a t i o n s  
r e q u i r i n g  a  f e e d b a c k  a m p l i f i e r  u s e f u l  f r o m  D C  t o  2 0  M H z .
F E A T U R E S :  
o W ID E BAN DW ID TH  
o  H I G H  G A I N
O  H I G H  C O M M O N  M O D E  R E J E C T I O N  R A T I O  
O  H I G H  S U P P L Y  R E J E C T I O N  R A T I O  
O  L O W  I N P U T  O F F S E T  V O I  T A G E
A B S O L U T E  M A X I M U M  R A T I N G S
T o t a l  s u p p l y  v o l t a g e  b e t w e e n  
V 4- a n d  V ~  t e r m i n a l s  
P e a k  l o a d  c u r r e n t  
P o w e r  d i s s i p a t i o n  ( N o t e  I )  
S t o r a g e  t e m p e r a t u r e  r a n g e  
O p e r a t i n g  t e m p e r a t u r e  r a n g e  
D i f f e r e n t i a l  i n p u t  v o l t a g e  
I n p u t  v o l t a g e ,  e i t h e r  i n p u t  
L e a d  t e m p e r a t u r e  ( s o l d e r i n g ,  
6 0  s e c .  t i m e  l i m i t )
2 1  V
5 0  r n A  
3 0 0  m W  
- 6 5  " C  t o  1 5 0  C  
0 ' C  t o  7 0  C  
± 1 5  V  
1 . 5  V  t o  - 6  V  
3 0 0  C
CIRCUIT D I A G R A M
Typical Performance of theyuA702A Integrated 
Operational Amplifier (cont.)
A l l  d a t a  f o r  2 5 cC  a m b ie n t  t e m p e r a t u r e  u n l e ss  o t h e r w ise  i n d ica t e d
V + =  1 2  V
><oII+>
V -  =  —  6  V V "  =  —  3
I n p u t  O f f se t  V o l t a g e 0 .5  m V 0 .7  m V
I n p u t  O f f se t  C u r r e n t 0 .1 8  pi A 0 .1 2  jxA
In p u t  B i a s C u r r e n t 2  p .A 1 .2  j i A
I n p u t  R e si st a n c e 40 kn 6 7  k H
T e m p e r a t u r e  C o e f f i c i e n t  o f  I n p u t  O f f se t  V o l t a g e  
—  5 5 °C  <  T a <  1 2 5 °C  R s =  5 0  n 2 .5  p ,V / °C 3 .5 f jiV / 0C
Co m m o n - m o d e  R e j e c t i o n  R a t io 9 5  d B 9 5  d B
La r g e - S ig n a l  V o l t a g e  G a in 3500 9 0 0
O u t p u t  R e si st a n c e 200 n 300 n
O u t p u t  V o l t a g e  Sw in g ±  5 .3  V ±  2 .7  V
P o w e r  C o n su m p t io n 8 0  m W 1 7  m W
Su p p ly  V o l t a g e  R e j e c t i o n  R a t io • 7 5  | iV / V 7 5  n V / V
A3.6
,m a
H
7'10
I G H ioILD  X A L  OOLi PARATOR
V,
G E N E R A L  D E S C R I P T I O N  -  T h e  MA 7 l O  i s a d i f f e r e n t i a l  v o l t a g e  com p a r a t o r  in t end ed  for  
a p p l i c a t X  j  r eq u i r in g  h igh  a ccu r a cy  and  f a st  r e sp o n se  t im e s.  I t  i s  co n st r u ct e d  on a si n g l e  
si l i c o n  ch ip  u sin g  t he  F a i r ch i l d  P l a n a r  e p i t a x i a l  p r o ce ss. T h e  d e v i ce  i s u se f u l  a s a v a r i a b l e  
t h re sh o ld  Schm i t t  t r ig g e r ,  a p u l se  h e ig h t  d i scr im in a t o r ,  a  v o l t a g e  com p a r a t o r  in h i g h - sp e e d  
A - D  co n v e r t e r s,  a  m em ory se n se  am p l i f i e r  or a h i g h - n o i se  im m un it y  l i n e  r e ce i v e r .  T h e  o u t ­
pu t  o f  t h e  com p ara t o r  i s com p a t i b l e  w i t h  a l l  in t eg r a t e d  lo g i c f o rm s.
ABSOLUTE MAXIMUM RATINGS
P o si t i v e  Su p p l y  V o l t a g e  q. |4 y
N e g a t i v e  Su p p ly  V o l t a g e  - 7 V
P e a k  Ou t p u t  Cu r r e n t  ]Q mA
D i f f e r e n t i a l  I npu t  V o l t a g e  +  5  V
Inpu t  V o l t a g e  - f  7  V
710
. i ! T O P  
! ' | .  V IEW
COM M ON  N ON  I K V
c r  H A P T r i  !.* . -J I N ? U T  
I N PU T
T y p ic a l  C o n d i t i o n s; T A =  2 5 °C ,  V + =  12 V ,  V -  =  — 6  V
I n p u t  O f f se t  V o l t a g e  0 .6  m V
In p u t  O f f se t  C u r r e n t  0 .7 5  p ,A
I n p u t  B i a s C u r r e n t  1 3 p iA
T e m p e r a t u r e  C o e f f i c i e n t  o f  in p u t  O f f se t  V o l t a g e  3 .5  p ,V / °C  
I n p u t  V o l t a g e  R a n g e  ± 5 V
D if f e r e n t ia l  I n p u t  V o l t a g e  R a n g e  ±  5  V
R e sp o n se  T im e  f o r  5  m V  O v e r d r i v e  4 0  n s
V o l t a g e  G a in  1 7 0 0
O u t p u t  R e s i s t a n c e  2 0 0  H
P o si t iv e  O u t p u t  L e v e l  +  3 .2  V
N e g a t iv e  O u t p u t  L e v e l  — 0 .5  V
P o w e r  C o n su m p t io n  9 0  m W
A3,7
JK34 W** 5s0 S®3 ^  f"31
’ .. • ! ‘ ’* Si '•':
1 im ijm rtf* is* iS 13 &* d
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Fo r  Cr i t i cal  Cl i oppor  App l i c at i ons &  Mol t l pl ex Ser vi ce
R C A - 3 N 1 3 8 J  i s  a  s i l i c o n ,  i n s u l a t e d - g a t e  f i e l d -  
e f f e c t  t r a n s i s t o r  o f  t h e  N - c h a n n e l  d e p l e t i o n  t y p e ,  
u t i l i z i n g  t h e  M O S *  c o n s t r u c t i o n .  I t  i s  i n t e n d e d  p r i ­
m a r i l y  f o r  c r i t i c a l  c h o p p e r  a n d  m u l t i p l e x  a p p l i c a ­
t i o n s  u p  t o  6 0 M H z .
T h i s  t r a n s i s t o r  f e a t u r e s  a  N e w  T e r m i n a l  A r ­
r a n g e m e n t  i n  w h i c h  t h e  g a t e  a n d  s o u r c e  c o n n e c t i o n s  
a r e  i n t e r c h a n g e d  t o  p r o v i d e  m a x i m u m  i s o l a t i o n  b e ­
t w e e n  t h e  o u t p u t  ( d r a i n )  a n d  t h e  i n p u t  ( g a t e )  t e r ­
m i n a l s .  A l t h o u g h  t h i s  n e w  b a s i n g  c o n f i g u r a t i o n  d o e s  
n o t  a p p r e c i a b l y  c h a n g e  t h e  m e a s u r e d  d e v i c e  f e e d ­
b a c k  c a p a c i t a n c e ,  i t  p e r m i t s  t h e  u s e  o f  e x t e r n a l  i n t e r ­
t e r m i n a l  s h i e l d s  t o  r e d u c e  t h e  f e e d b a c k  d u e  t o  
e x t e r n a l  c a p a c i t a n c e s ,  p a r t i c u l a r l y  o n  p r i n t e d  c i r c u i t  
b o a r d s .  T h i s  f e a t u r e  m a k e s  i t  p o s s i b l e  t o  m i n i m i z e  j 
f e e d t h r o u g h  c a p a c i t a n c e .
T h e  i n s u l a t e d  g a t e  p r o v i d e s  a  v e r y  h i g h  v a l u e  o f  
i n p u t  r e s i s t a n c e  ( 1 0 14  o h m s  t y p . )  w h i c h  i s  r e l a t i v e l y  
i n s e n s i t i v e  t o  t e m p e r a t u r e  a n d  i s  i n d e p e n d e n t  o f  
g a t e - b i a s  c o n d i t i o n s  ( p o s i t i v e ,  n e g a t i v e ,  o r  z e r o  
b i a s ) .  T h e  3 N 1 3 8  a l s o  f e a t u r e s  e x t r e m e l y  l o w  f e e d -  
t h r o u g h  c a p a c i t a n c e  ( 0 . 1 8 p F  t y p . )  a n d  z e r o  i n h e r e n t  
o f f s e t  v o l t a g e .
T h e  3 N 1 3 8  i s  h e r m e t i c a l l y  s e a l e d  i n  t h e  J E D E C  
T O - 7 2  p a c k a g e  a n d  f e a t u r e s  a  g a t e  m e t a l l i z a t i o n  t h a t  
c o v e r s  t h e  e n t i r e  s o u r c e - t o - d r a i n  c h a n n e l .
+ F o r m e r l y  D e v .  N o .  T A 7 0 3 2 .
* M e t a l - O x i d e - S e m i c o n d u c t o r .
M a x i m um  Rat ings, Absol u t e- M a xi mum  Va l ues:
( S u b s t r a t e  c o n n e c t e d  t o  s o u r c e  u n l e s s  o t h e r w i s e  s p e c i f i e d )  
D R A I N - T O - S O U R C E  
V O L T A G E ,  V d s  . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  + 3 5  m a x .  V
D R A I N - T O - S U B S T R A T E  
V O L T A G E ,  V d b  . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  + 3 5 , - 0 . 3  m a x .  V
S O U R C E - T O - S U B S T R A T E  
V O L T A G E ,  V s b  . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  + 3 5 ,  - 0 . 3  m a x .  V
D C  G A T E - T O - S O U R C E  
V O L T A G E ,  V g s  . . .. . . . .. . . .. . . . .. . . .. . . . .. . . .. . . .  ± 1 0  m a x .  V
P E A K  G A T E - T O - S O U R C E  
V O L T A G E ,  V g s  . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  ± 1 4  m a x .  V
P E A K  V O L T A G E ,  G A T E - T O - A L L  
O T H E R  T E R M I N A L S :  V g s , V g d ,
V g b , n o n - r e p e t i t i v e  .............................  ± 4 5  m a x .  V
D R A IN  C U R R E N T ,  I j }  ( P u l s e  d u ra t io n
2 0  m s ,  d u ty  f a c to r  A  0 . 1 0 ) ... .. .. .. .. .. .. .. .. .. .. .. .. .. .  5 0  m a x .  m A
T R A N S I S T O R  D I S S I P A T I O N ,  P T :
A t  a m b i e n t  t e m p e r a t u r e s  f r o m
—6 5  t o  + 1 2 5 ° C  1 5 0  m a x .  m W
A M B I E N T  T E M P E R A T U R E  
R A N G E :
S t o r a g e  ... . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  —6 5  t o + 1 5 0  °C
O p e r a t i n g  —6 5  t o  + 1 2 5  °C
L E A D  T E M P E R A T U R E  
( D u r i n g  S o l d e r i n g )  :
A t  d i s t a n c e s  ^  1 / 3 2 "  t o  s e a t i n g  s u r ­
f a c e  f o r  1 0  s e c o n d s  m a x .  2 6 5  m a x .  °C
I  h e  f l e x i b l e  l e a d s  o f  t h e  3 N 1 3 8  a r e  u s u a l l y  
s o l d e r e d  t o  t h e  c i r c u i t  e l e m e n t s .  A s  i n  t h e  c a s e  o f  
a r , y  h i g h - i r e q u e n c y  s e m i c o n d u c t o r  d e v i c e ,  t h e  t i p s  o f  
s o l d e r i n g  i r o n s  s h o u l d  b e  g r o u n d e d ,  a n d  a p p r o p r i a t e  
p r e c a u t i o n s  s h o u l d  b e  t a r c e n  t o  p r o t e c t  t h e  d e v i c e  
a g a i n s t  h i g h  e l e c t r i c  f i e l d s .
T h i s  d e v i c e  s b o u k i  n o t  b e  c o n n e c t e d  i n t o  o r  
d i s c o n n e c t e d  f r o m  c i r c u i t s  w i t h  t h e  p o w e r  o n  b e ­
c a u s e  h i g h  t r a n s i e n t  v o l t a g e s  m a y  c a u s e  p e r m a n e n t  
d a m a g e  t o  t h e  d e v i c e .
1 -  D r a i n
2 - Source
3  -  I n s u l a t e d  G a t e
4  -  B u l k  ( S u b s t r a t e )
a n d  C a s e
A3 . 8
SGS- FA iRCH ILP  LIN EAR IN TEGRATED  CIRCU IT  / xA727B
FEA T U RES
•  V ERY LOW  O FFSET  D R IFT S
•  H IG H  IN PU T IM PED AN CE
•  W ID E COM M ON  M OD E RA N G E
G EN ERA L D ESCRIPTIO N  —  Th e  / *A 727B is  a m o n o l i t h ic , f ixed  g a in , d i f f e r e n t ia l - in p u t  d i f f e r e n t ia l - o u t p u t  am p l i ­
f ie r . co n st ru ct ed  w i ih  t h e Fa i r ch i ld  P la n a r - e p i t a x ia l  p ro cess, m o u n ted  in  a h ig h  r h e rm a l - r e sist an ce  p ack ag e , 
an d  h e ld  at  co n st an t  t em p e ra t u re  b y ac t iv e  r e g u la t o r  c i r c u i t r y . Th e  h ig h  g ain  and  lo w  st an d b y  d issip a t io n  o f  
t h e reg u la t o r  c i r cu i t  g ive  t ig h t  t em p e ra t u re  co n t ro l o ve r  a w id e  am b ien t  t em p e ra t u re  ran g e . Th e  d ev ice  is 
in t en d ed  fo r  u se  as a se l f - co n t a in ed  in p u t  st ag e  in  ve ry  lo w - d r i f l  DC am p l i f ie r s, r e p lac in g  co m p lex ch o p p er-  
st ab i l ized  am p l i f ie r s in  su ch  ap p l ica t io n s as t h e rm o - co u p le  b r id g es, st r a in  g ag s t r a n sd u ce r s, an d  A  t o  D 
co n ve r t e rs. Fo r f u l l  t em p e ra t u re  ran g e  o p e rat io n  (— 5 5 °C  t o  + 1 2 5 ° C )  see  / < A727 d at a  sh ee t .
A BSO LU T E M A XIM UM  RA TIN G S
O p era t in g  Tem p e ra t u re  Ra n g e
Sto r ag e  Tem p e ra t u re  Rang e
Lead  Tem p e ra t u re  (So l d e r i n g , 6 0  seco n d  t im e  l im i t )
Su p p ly  Vo lt ag e  (A m p l i f ie r  an d  H eat e r )
D i f f e re n t ia l  In p u t  Vo lt ag e 
Co m m on  M ode-  In p u t  Vo lt ag e
— 2 0 °C  t o  + 8 5 °C  
- 6 5 °C  t o  + 1 5 0 ° C  
3 0 0 °C  
± 1 8  V 
± 1 0 V  
± 1 5  V
C O N N EC T IO N  D I A G R A M
( t o p  v ie w )
FREQ C0HP. = 1
A3.9
F A I R C H I L D  L I N E A R  i i M T E G R A T E D  C I R C U I T S  / . A 7 2 7 B  (CQ N T )
ELECTR ICA L CH A RA CTER ISTICS. ( — 2 0 nC <  TA <  + 8 5 °C ,  VH + =  VA f =  + 1 5  V, V  =  — 15 V, RADJ =  I M n ,  u n le ss o th erw ise  sp ec i f ie d )
PARAM ETER CON D ITIO N S TYP. M AX. UN ITS
In p u t  O f f se t  Vo lt ag e Rs <  5 0  n
. 2 .0 . mV
In p u t  O f fse t  Cu rren t
'■  i 2 .5 nA
In p u t  B ia s Cu r ren t 12 nA
In p u t  O f fset  Vo l t ag e D ri f t Rs <  5 0  n 0 .6 a V/ °C
In p u t  O f fset  Cu r ren t  D ri f t 2 .0 p A / °C
In p u t  B ia s Cu r ren t  D ri f t 15 p A / °C
D i f f e ren t ia l  In p u t  Resist an ce 3 0 0 M n
Com m on  M ode In p u t  Resist an ce 1000 M n
In p u t  Vo lt ag e Rang e ± 1 3 V
Su p p ly  Vo lt ag e Reject io n  Rat io Rs <  1 00  k n 80 AV / V
Comm on  M ode Reject io n  Rat io Rs <  1 00  k 12 100 dB
Ou tp u t  Resist an ce
1
1 .0 kn
Ou tp u t  Comm on  M ode Vo lt ag e
- 5 .0 V
D if f e ren t ia l  Ou tp u t  Vo lt ag e Sw in g ± 7 .0 V
Ou tp u t  Sin k  Cu rren t 30 M
D if f e ren t ia l  Lo ad  Reject io n 5 .0 mV / M
D if f e ren t ia l  Vo lt ag e Gain 100
Lo w  Freq u en cy  N o ise BW  =  10  Hz t o  5 00  Hz, Rs <  50  0 3 .0 rms
Lo n g  Term  D ri f t Rs <  50  S2 5 .0 p V / w eek
Am p l i f ie r  Su p p ly  Cu rren t TA =  + 2 5 °C 1.0 mA
H eat er  Su p p ly  Cu rren t Ta  =  + 2 5 °C 10 mA
i
T YP I CA L X I O OO  C I R CU I T
+15V
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The work on the instrumentation, was .published*in Analyt ica 
Chimica Acta. joj (1973) 55-67. This publication was entitled 
"STUDIES ITT ATOMIC FLUORESCE'TOE SPECTROMETRY. T'ART 1. 
INEXPENSIVE METHODS OF Lu~ROVr-G SIGNALS-TO-NOISE RATIOS". 
The work on the determlnation of tin by atonic fluorescence 
has been accepted for publication by Analytica Chimica 
Acta and takes the f o r m  of two papers which continue the 
series "STUDIES ITT ATOMIC FLUORESCEMCE SPECTROMETRY". The 
two papers are entitled "PART 2 - ITTTERFEREfVCE EFFECTS OC­
CURRING Y/HSN USING- VARIOUS ^REMIXED FLAMES FOR THE DETER­
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STEELS". Publication will probably be in Autumn 1974•
